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ABSTRACT
Currently commercially available portable gas chromatographs are suitable only
for the analysis of volatile organic compounds, and do not include temperature
programming capability. This dissertation presents the development o f a novel direct
at-column heater design and a pressure driven injection system that is compatible with
semi-volatile analytes.
The collinear and coaxial at-column heater designs incorporate heater and
temperature sensing elements placed along the column. Resistive heating controls the
column temperature via a feedback circuit and a software selected program. Linear
temperature programming ramps up to 14°C/s were obtained, with a total power
consumption of less than 100 Watt. The accuracy and precision of the temperature
control were satisfactory. Relative standard deviations o f the retention times were less
than 0.3% for temperature ramps from 0.5°C/s to lO°C/s. Peak shapes were symmetric,
indicating good linearity. Comparison with a conventional oven showed that peaks
eluted from the directly heated column with slightly longer retention times (<10%), and
an up to 50% increase in peak width. Long range and short range temperature gradients
along the column were identified as possible causes for the observed efficiency losses.
The injection system designed in this work is based on the deviation of flows via
solenoid valves that are located far away from the actual injector. An in-line
pre-concentration trap serves for analyte enrichment and reduction of the detection limit.
The injector permits the modulation of the injection band width. The fastest injection
band achieved was 30 ms. It significantly reduced the influence of extra-column effects
on column efficiency observed with the split injector. Long injection bands (30-60
xv
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seconds) permitted the integration o f compounds at the head of the column, prior to the
column temperature program, reducing detection limits for those compounds. Retention
time reproducibility was not affected by the pressure driven injector. However,
quantitative reproducibility was less than 20%. This aspect o f the injector needs further
study and improvement. The injector and column assembly developed in this work,
together with a small FID, permitted the construction o f a prototype portable gas
chromatograph suitable for the fast analysis of volatile and semi-volatile organic
compounds.
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C H A PT E R 1
IN TRO D U CTIO N

1.1 On-site Chemical Analysis
The development o f analytical techniques and instrumentation has lead to
impressive analytical capabilities. Most o f the time, instrumentation required to perform
such determinations is quite sophisticated, large in size, demanding in power and
environmental stability, costly, and designed for use by skillful operators. Most
analytical instruments are stationary in a laboratory, and the sample, taken at its source,
is transported to the instrument for analysis. The interested party has to wait for the
laboratory to generate and report the results. This process works well in many situations,
but has serious shortcomings in other instances. For example, the simple procedures of
taking a sample, storing it in a container, and transporting it to the laboratory, is a source
of error since the sampling procedure may discriminate between analytes or the sample
degrades over time. Containers may compromise sample integrity by differential
adsorption, decomposition, evaporation, permeation, etc. (1.1). The analytical result is
often the piece of information needed for the subsequent actions in a process. Frequently,
the delay time in obtaining this information can lead to substantial losses or wrong
operational decisions. For example, in a chemical plant, operating parameters are
adjusted according to the composition o f the different process streams. Delayed
information about this composition brings about delayed adjustments to the process.
Process failure, like the poisoning of a catalyst, or production out of specifications can be
avoided by timely detection of contaminants in the feed. Similarly, in environmental
monitoring, prompt detection of a pollutant leads to rapid and appropriate removal,
1
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avoiding health or environmental hazards. Rapid detection of compounds like chemical
warfare agents or explosives can be life saving. Arson investigations during a fire (1.2),
immediate forensic analyses at a crime scene, breath and blood gas analysis for medical
diagnosis (1.3), and analysis o f the gaseous environment in space missions, are other
examples in which fast on-site analysis would represent definite advantages.
The obvious advantages of fast sample analysis at their source resulted in the
development of dedicated branches o f analytical chemistry, namely process or on-line
analytical chemistry, andfieldable or on-site analytical chemistry. As the name indicates,
the former group comprises the instruments installed in the chemical plants themselves,
used mainly for process control. The second group includes all the instruments used for
chemical analysis at the source of the sample, and not intended for process control. There
are instances where the two groups overlap, as in the case of environmental monitoring
in a chemical plant, or the monitoring of a superfund remediation process.
Process and fieldable analytical techniques have some distinctive differences, but
share some important features. In both cases, analysis speed, automation, reliability,
simplicity, ruggedness and cost are important features. Fieldable instrumentation has the
additional requirements of small size, weight and power consumption. Hazardous
environment in a chemical plant imposes stringent engineering requirements regarding
safety to on-line analyzers.
A wide variety of analytical instruments have been adapted for process as well as
field work. These include spectroscopic, electrochemical, chromatographic, bioanalytical
and gravimetric methods. Most of the optical spectroscopy and chemical sensor based
methods have the advantage of delivering truly continuous measurements. However, they

Reproduced with permission of the copyright owner. Further reproduction prohibited without permission.

are capable of determining only specific target analytes, and are therefore not suitable for
the direct qualitative and quantitative analysis of complex mixtures, or unknown
samples. Since they rely on specific spectroscopic and/ or chemical characteristics of the
analyte, they suffer from interferences o f compounds with similar response. Multivariate
analysis and neural networks may have use extracting information from complex
unresolved sensor or spectroscopic responses. However, these techniques only deliver
reliable results when the sample resembles the calibration or training samples (1.4).
Chromatographic methods, although not truly continuous, have the advantage of
flexibility by allowing qualitative and quantitative analyses o f complex and/or unknown
mixtures. Since the column separates the analytes prior to their detection, potential
interferences are greatly reduced. High speed chromatography has very short cycle times,
possibly approaching those of so called continuous methods. When coupled with
selective detectors, chromatographic methods combine the advantage o f flexibility with
selectivity.
1.2 On-site Gas Chromatography.
Gas chromatography (GC) is the chromatographic technique most commonly
adapted to process and field analysis. Indeed, gas chromatographs are among the most
widely used process analytical instruments. However, they are big, bulky, and expensive
instruments located in shelters within the plant, and must be attached to complex
sampling systems that deliver the sample streams from the plant to the instrument. They
rely on conventional chromatographic techniques like packed columns, or, in the best
circumstances, long, wide bore capillary columns. Consequently, analysis times are
relatively long (several tens of minutes), limiting either the frequency o f analysis of one
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stream or the number o f streams one instrument can analyze. Annino developed a field
mountable GC system for volatile organic compound analysis designed to be attached
very close to the sampling point, and update analysis data to the control system in
seconds rather than minutes (1.5).
In the area o f field gas chromatography, two different approaches are commonly
used. The first type corresponds to conventional laboratory instruments set up for
analysis at the sample site. This may either be inside a mobile laboratory, or in a
specially designed shelter. Often the laboratory instruments are set up for automated
analysis. The analytical capabilities o f such mobile laboratories are similar to the
capabilities o f a conventional laboratory. However, the installation o f laboratory
instruments in a specially designed vehicle or a shelter is expensive, and rather complex.
Such “field laboratories” can be justified only for extensive and long term projects (1.6).
The other family of fieldable gas chromatographs comprises instruments that are
specially designed for portability. They are ideally small, lightweight, and low power
demanding systems. These systems are easily transported to the field, and from one
sampling site to another. Their cost is only a fraction of the cost o f a mobile laboratory.
However, currently available portable gas chromatographs also have limited analytical
capabilities (1.7). The extension of the current analytical scope of portable gas
chromatographs through new developments in some o f their subsystems was the
objective o f the present dissertation work.

1.3 Portable Gas Chromatography - Current Sate of the Art
The first truly portable gas chromatograph appeared on the market in the early
eighties (1.8). It used a short, non-heated packed column, and a flame ionization
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detector. This system was operated isothermally at ambient temperatures, and
consequently, suitable only for volatile organic compounds (VOCs). It provided modest
resolution and peak capacity, with analysis times in the order o f 10 minutes.
Photovac offers a portable capillary gas chromatograph with automated injection,
and a photoionization (PID) detector (1.9). The wide bore column (0.S3 mm i.d.) is
housed in an isothermal oven with a maximum operating temperature of 40°C. This
column provides enhanced resolution compared to the packed columns, without reaching
the performance commonly observed in laboratory instruments. The high sample
capacity and low flow restriction o f the wide bore column reduce the detection limit and
analysis time (around 5 minutes analysis time). Low temperature isothermal operation
still limits its use to VOCs, and compromises the peak capacity. The incorporation of the
PQ) adds selectivity to the system, a useful feature if the target analytes respond to this
detector. It has the additional advantage of not requiring external fuel gases, avoiding the
hazardous transportation o f hydrogen cylinders associated with a flame detector.
Some commercial portable GCs have heated injectors and detectors, and
conventional temperature programmable convection ovens (1.10-1.12). These systems
are suitable for the analysis of semi-volatile compounds; however, they are rather bulky,
and require external power supply for this operation mode. Generally, they are equipped
with wide bore capillary columns, and offer a selection o f conventional GC detectors.
Analysis times are in the order o f minutes, and cycle times rather long when temperature
programming is used due to the additional cool-down time.
The systems described so far rely on conventional GC technology, and represent
“scaled-down” —in size as well as scope - laboratory instruments. A unique column
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technology offered by MSA Instruments in their EKHO Gas Chromatograph reduces the
analysis time to a few tens o f seconds (1.13). This column is composed o f hundreds of
short narrow bore parallel columns fused together. The high efficiency of each individual
column derived from its small internal diameter (40pm) permits the fast analysis times.
At the same time, the multiplicity o f the composed columns increases dramatically the
sample capacity and, consequently, reduces the detection limit (0.001 ppb, according to
the manufacturer). This system includes conventional injection and detection devices
(electron capture detector, ECD), both o f which conceivably introduce peak broadening
to the system, and consequently reduce the theoretical efficiency o f the multicapillary
column. The isothermal column operation (40°C) limits the EKHO to the analysis of
volatiles. The ECD, although very sensitive for halogenated compounds, limits the
system to the analysis o f these types of compounds. Additionally, it imposes the use of
argon, and requires frequent calibration of each individual analyte.
Terry et al. designed in 1975 a truly revolutionary miniaturized GC, which was
entirely fabricated by silicon micromachining techniques (1.14, 1.15). The injector and
column were etched into a single 5cm diameter wafer. An also micromachined
micro-thermal conductivity detector QiTCD) was fabricated on a separate wafer, and
attached to the wafer containing the column and injector. Unfortunately, this system did
not provide the efficiency expected from the narrow bore column and the minimized
dead volumes. Since the column was an isotropically etched channel covered with a
Pyrex glass cover plate, it was not cylindrical. This caused difficulties in obtaining a
homogeneous stationary phase coating, resulting in poor column efficiency. More
recently, Reston and Kolesar reported the fabrication of a similar “GC-chip” (1.16,1.17).
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They etched the column ch annel in both, base and cover plate, and coated the channels
with solid microparticle stationary phase prior to the anodic bonding o f the two plates.
However, the chromatograms reported do not show the expected short analysis times and
narrow peak widths.
To date, the complete “Microchip Gas Chromatograph” has not developed into a
commercial product. However, it constitutes die basis o f the M200 gas chromatograph
(Microsensor Technology, Fremont, CA), the smallest GC now commercially available
(1.18-1.20). This instrument includes a solid state injection chip, and a pTCD similar to
the ones developed by Terry et al. at Stanford University. The injector adds extremely
small dead volumes to the system and permits fast injections o f very small sample plugs
necessary for fast gas chromatography (1.21). Analysis times are in the order of seconds;
however, the injection o f small sample plugs compromises the sensitivity o f the system.
Each instrument is configured with two independent microGCs, each one containing a
column with a different stationary phase. This feature permits two dimensional
chromatography, adding selectivity to the system.
The main limitations o f this GC are its low sensitivity, isothermal operation
mode and the temperature limit of the micromachined components, restricting its use to
relatively concentrated volatile organic compounds with retention indices below 1200.
1.4 Objective
The preceding review reveals the limitations o f currently available fast portable
GCs for the analysis of broad boiling point range samples that include semi-volatile
compounds up to or beyond retention indices o f 2000. Typical examples o f such samples
are polyaromatic hydrocarbons, and chemical warfare agents.
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The present dissertation work is part o f a larger effort aimed to develop a portable
gas chromatographic system capable o f analyzing broad boiling point range samples at
low concentration. This dissertation work includes novel developments in the injection
device, and particularly, in the column heating technology.
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CHAPTER 2
FAST GAS CHROMATOGRAPHY
THEORETICAL BACKGROUND
2.1 Gas Chromatography
Chromatography, and particularly gas chromatography is today one of the most
widely used analytical techniques. According to the HJPAC, chromatography is defined
as (2.1)
‘.. .a method used primarily for the separation o f the components o f a sample,
in which those components are distributed between two phases, one o f which is
stationary while the other moves. The stationary phase may be a solid, or a
liquid supported on a solid, or a gel. The stationary phase may be packed in a
column, spread as a layer, or distributed as a film, etc.; in these definitions
‘chromatographic bed’ is used as a general term to denote any o f the different
forms in which the stationary phase may be used. The mobile phase may be
gaseous or liquid.’
Rephrasing this definition, chromatography is any separation method based on
the dynamic distribution o f the analytes between two phases. The characteristics of the
mobile phase serve as basis for the primary classification of the principal chromato
graphic methods (gas chromatography, liquid chromatography and supercritical fluid
chromatography). Further subdivisions are based on the physical arrangement of the
stationary phase (e.g., column chromatography, planar chromatography, open tubular
chromatography), the driving force for the movement o f the mobile phase (e.g., electro
chromatography, high pressure chromatography), the characteristics of the stationary
phase (e.g., gel-permeation chromatography, micellar chromatography), the combin&ion
of mobile and stationary phase (e.g., gas-solid chromatography, gas-liquid
chromatography), the type of interaction between the analytes and the stationary phase
(e.g., adsorption chromatography, partition chromatography, ion pair chromatography),
10

Reproduced with permission of the copyright owner. Further reproduction prohibited without permission.

11

the quality of the separation (e.g., high resolution chromatography, high performance
chromatography), among others. Often several of the above mentioned factors are
combined to name specific chromatographic methods. Micellar electrokinetic capillary
chromatography and high resolution capillary gas chromatography, are typical examples.
Gas chromatography (GC) is any chromatographic method in which the mobile
phase is a gas, forced to flow through a column by a pressure drop between the head and
the end of the column. The stationary phase is either a solid (gas-solid chromatography,
GSC), or a liquid supported on a solid (gas-liquid chromatography, GLC), arranged
inside the column. In GSC, the separation mechanism is based on adsorption-desorption;
in GLC, the separation mechanism is based on partition between the stationary and the
mobile phase. When the stationary phase (solid particles for GSC, or solid particles
coated with a liquid for GLC) fills the cross section of the column as a particulate bed,
the column is said to be a “packed column.” When the stationary phase covers only the
column wall, the column is called an “open tubular” column. In case o f a GSC open
tubular column, the stationary phase is a thin layer of microparticles covering the inner
wall o f the column; these columns are denominated ‘porous layer open tubular columns’
(PLOT). For an open tubular GLC column, the stationary phase is directly supported on
the column wall, and sometimes chemically bound to the column wall. These columns
are known as “wall coated open tubular columns” (WCOT). In general, open tubular
columns are o f capillary dimensions (i.d. < 0.53 mm); while packed columns might
range from Vi” tubes to a few micron capillaries (“micropacked” capillary columns).
Most commonly used capillary columns have internal diameters (i.d.) ranging from 0.2
to 0.32 mm. Columns with larger internal diameters (typically 0.53 mm) are known as
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wide bore (Megabore™) columns. Columns with i.d.s < 0.2 mm are known as narrow
bore columns.
The analysis time is a further characteristic for the classification o f gas
chromatography. Conventional GC renders analysis times in tens o f minutes. Fast gas
chromatography typically has analysis times in the order o f few minutes, and ultra-fast
GC has analysis times o f a few seconds. The boundaries o f this classification are rather
vague because analysis times are a function o f the volatility range and the complexity of
the sample.

2.2 Historical Development
The development o f chromatography started almost a century ago. However, the
decades o f the 1950’s to 1970’s can be considered the golden era o f gas chromatography.
It was during those years that the technique underwent an exponential development, not
matched by any other technique in analytical chemistry. Although gas chromatography is
considered a mature technique, used routinely in almost every laboratory, many o f its
pioneers are still alive, and active in the field. The following paragraphs summarize the
milestones in chromatographic history, and their significance (2.2).
The Russian botanist Mikhail Tswett (2.3-2.4) is generally acknowledged as the
father o f chromatography. In 1903 he developed a technique for the separation o f plant
pigments by passing their solution through open columns packed with solid adsorbents.
He observed the separation o f the components into colored zones or bands along the
column. This led Tswett to name his method ‘chromatography’ that means ‘color
writing’ in Greek. The particular type o f chromatography developed by Tswett was
column liquid-solid chromatography.
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After Tswett’s publication, the method remained dormant for 25 years, until in
1931 Kuhn, Winterstein and Lederer (2.5) rediscovered the technique for the separation
of plant carotenes. Three years later, Zechmeister (2.6) published a book that contained a
detailed account o f the principles and applications o f liquid-solid elution
chromatography. The technique rapidly became an important tool for preparative
separations in the fields o f organic and biochemistry.
In the 1940’s and 1950’s the development o f diverse chromatographic methods
exploded. Tiselius and Claesson developed the techniques o f displacement liquid-solid
chromatography (2.7), and frontal analysis (2.8). Several authors (2.7-2.12) worked, with
limited success, on displacement and frontal analysis applied to mixtures in the gas
phase. Cremer and her research group (2.13-2.14) pioneered the analysis o f gas mixtures
by gas-solid chromatography using the elution technique. This group also has the credit
o f first using GC for the determination o f physico-chemical properties o f gases.
The use o f partition in a liquid stationary phase rather than adsorption on a solid
phase, with a liquid mobile phase, was first described in 1941 by Martin and Synge
(2.15). They developed a theoretical model o f the technique based on the concept of
theoretical plates derived from distillation. Martin and Synge received the 1952 Nobel
Prize in Chemistry for their invention o f partition chromatography.
In their original publication, Martin and Synge had clearly proposed the idea o f
using a gas instead o f a liquid as the mobile phase in partition chromatography (2.15).
However, it was not until 1950, when Martin himself, together with James demonstrated
the practical feasibility o f gas-liquid partition chromatography (2.16). In their paper they
also included the theory o f gas-liquid chromatography. This theory was based on the
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original work o f liquid-liquid partition chromatography, modified to include the
compressibility o f the mobile phase. Further work by Ray (2.17), demonstrated that GLC
was applicable to a wide range o f organic and inorganic compounds.
During the 1950s, GC’s began to appear as commercial instruments. Jaroslav
Janak (2.18) filed the first world patent on a gas chromatograph in 1952, in the former
Republic o f Czechoslovakia. This system used COz as carrier gas and columns packed
with solid adsorbents. It was not until 1957 that the first commercial GC became
available - the Model 154 by Perkin-Elmer (2.1). By the end o f the 50’s, gas
chromatography was recognized as a powerful analytical technique, available already in
many laboratories.
During the same period, van Deemter, Zuiderweg and Klinkenberg developed the
rate theory and their well-known equation that describes the relationship between
column efficiency and various column parameters (2.19). In 1957, Golay introduced the
use o f wall coated capillary columns (2.20), and developed the theory associated with
these columns (2.21). The simultaneous introduction o f highly sensitive ionization
detectors (2.22-2.25) permitted the extraordinary development o f capillary gas
chromatography. The first capillary columns were made from metal tubes, and presented
the typical peak tailing o f polar compounds from poorly deactivated columns. Desty and
his colleagues at British Petroleum pioneered the use o f less active glass capillary
columns (2.26). Glass open tubular capillary columns delivered impressive resolution
power; however, they did not become popular for routine analysis due to their inherent
fragility. The development o f inert, flexible fused silica capillary columns by Dandeneau
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and coworkers at Hewlett-Packard (2.27) represented a real breakthrough in the
fabrication and further widespread use o f capillary chromatography.
Temperature programmed gas chromatography was first suggested by Griffiths
(2.28). It was Dal Nogare who implemented it and demonstrated the advantages o f linear
temperature programming (2.29-2.30). Parallel to the developments in column
technology, GC instrumentation, and endless applications, numerous researchers worked
on the theoretical aspects o f the technique. Giddings developed his molecular statistics
based random walk theory (2.31); Gaspar and coworkers included the contribution of
extra-column effects (2.32). Work on retention time predictions, resolution optimization,
and analysis time reductions flourished during the 70s and 80s.
Today, gas chromatography is considered a mature technique. It is used
worldwide in almost every chemical laboratory. New developments focus on the increase
in analysis speed, the miniaturization o f the instrument, and the integration of GC into
fully automated systems. These systems would include sample preparation, analysis,
evaluation o f results, and decision making. Most modem GCs include microprocessor
based control and few micromachined components. Advances in microprocessor
technology and micromachining will significantly shape the design o f GCs in the future
(2.33).

2.3 The Separation Process and Basic Definitions
Many excellent textbooks for gas chromatography have been published over the
years. Some o f them contain elaborate accounts o f the theoretical aspects o f the
technique (2.34-2.44). The following sections summarize the most important aspects of
GC theory, and their relevance in fast gas chromatography.
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The basic molecular process that leads to separation in chromatography is the
dynamic interaction o f the solutes with the stationary phase and the mobile phase.
According to the thermodynamic laws, the driving force for these interactions is the
system’s tendency to reach chemical equilibrium. Thus, the concentration o f each analyte
in the stationary and the mobile phase is adjusted continuously at all points in the column
such that the chemical potential o f each solute in the mobile phase equals the chemical
potential o f the solute in the stationary phase (2.41).
The expression for the chemical potential o f a compound / dissolved in phase a
is:

[2 .1]
where p." is the chemical potential o f substance i in phase a, & is the universal gas
constant, T is the temperature, c, is the concentration o f substance i in phase a replacing
practical concentration units for activities, and p-,0athe standard state chemical potential
of substance i in phase a. The definition o f equilibrium for a substance partitioned in a
closed two phase system (phase a and phase b) is:

[2.2]
Substitution o f Eq. 2.1 in Eq. 2.2 followed by some rearrangement, gives the
following equilibrium expression:
[2.3]

where Ap.° = p.“ - p.°“ . The left side o f Eq. 2.3 is the partition coefficient or
distribution coefficient, K. By convention, the numerator refers to the concentration in
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the stationary phase and the denominator to the concentration in the mobile phase. From
Eq. 2.3
[2.4]
K depends on the analyte, the nature o f the stationary phase, and the temperature o f the
system. Complete equilibrium is beyond reach in any chromatographic system because
the mobile phase continuously transports the solute molecules that are in that phase to
new portions o f stationary phase. However, partitioning is a very fast, first order process,
and the movement o f the individual bands occurs very close to equilibrium. Therefore,
the equilibrium concentrations are good approximations to the actual distribution o f the
components within the system. Under conditions o f constant partition coefficient
(homogeneous stationary phase at constant temperature), the total moles o f solutes in
phase a at any time equals c“ Va. Similarly, the moles o f solute in phase b is cf Vb, where
Va and Vb are respectively, the total volume o f phase a in the column and the total
volume o f phase b in the column. Thus, the ratio o f the moles in phase a to the moles in
phase b is:
[2.5]

In gas chromatography, if a is the stationary phase and b the mobile phase, then

n,,
and
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£ 'represents the relative molar fraction o f the analyte in the stationary phase, and
is known as the capacity factor or retention factor. It is a fundamental quantity for the
description o f retention in GC. The capacity factor, contrary to the partition coefficient,
depends on the column dimensions through the relative volumes o f stationary and
mobile phase, or 0. This quantity is known as the phase ratio. Substituting Eq. 2.6 and
2.7 in Eq. 2.5, we obtain the relationship between the capacity factor, the phase ratio and
the partition coefficient:

Equilibrium is a dynamic process in which the molecules continuously change
from one state (or phase) to the other. Equilibrium fractions represent only the relative
probability o f each molecule to be in one or the other state (or phase). Therefore, the
molar ratio o f the solute in the two phases, which was defined as the capacity factor k ' in
Eq. 2.6, can also be interpreted as the relative time fraction that the average molecule
spends in the stationary phase. A solute molecule can move along the column only
during the time fraction that it resides in the mobile phase. During the time periods that a
molecule resides in the stationary phase, it does not have a net displacement along the
column. Consequently, the retention time o f a solute (tr ) is the sum o f its residence time
p

in the mobile phase ( t0) and its residence time in the stationary phase (tr ), as follows:
fr = //+ /« ,

[2.9]

r0 is also called the column hold-up time and is the time required for a non-retained
compound to travel through the column. Every solute molecule remains in the mobile
phase for the same time period t0. The time period that it remains in the stationary phase
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( tr or adjusted retention time) depends on the nature o f the analyte and the stationary
phase. Differences in k ' are the basis for the chromatographic separation.
As discussed above, the capacity factor £'can be interpreted as the relative
average time fraction that an analyte resides in the stationary phase. Consequently,
k ' can be expressed as a function o f the retention times:
* = 7 =“
*0

-

[2.10]

*0

For a column o f length L and an average carrier gas velocity u , t0 is:
'o = f

[2.11]

Combination o f Eq. 2.10 and 2.11 leads to an expression that permits the
calculation o f the retention time o f any compound from its capacity factor, the column
length, and the carrier gas velocity:
tr = tQ(l + k ') = ^ ( l + k ')

[2.12]

The relative retention o f two peaks (A and B) in the chromatogram, knows as
separation factor (a), is given by the following equation:

ol=

t ’U ) kXA)
—,----- = — —
tr (B) kXB)

[2.13]

L

By convention, the separation factors always have values > than 1; i.e., the
adjusted retention time (or capacity factor) of the more retained compound is used in the
numerator. The separation factor gives a measurement o f the separation between the
peak maxima; however, it does not indicate the quality o f the separation, or peak
overlap. The resolution R, quantifies the amount of peak area overlap:
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tr ( B ) - t r (A)
R = 12

[2.14]

where wh is the peak width measured at half height. For accurate quantitative analyses,
resolution o f 1.5 or more is necessary, which represent a peak overlap o f less than 1%.

2.4 The Flow of Gases in Capillary Columns
The mobile phase flow constitutes the means o f transportation o f the solutes
along the column. According to Giddings, ‘..flow is a form o f bulk displacement in
which components entrained in a flowing medium are carried along non-selectively with
the medium’ (2.41). Flow is generally non-uniform, this means that its velocity varies
with the position in space.
At low flow velocities, each fluid element follows a fixed, straight streamline or
streampath, parallel to the column axis, along the entire column. This type o f flow is
called lam inar flow. When the flow velocity increases above a certain level, these
streamlines begin to fluctuate and mix erratically; the flow becomes turbulent. The
Reynold’s number is the criterion that serves to determine if a flow is laminar or
turbulent. The expression for the Reynold’s number is:
drou
Re = - ^ ~
r\

[2.15]

where dc is the column diameter, p is the fluid density, u is the cross-sectional average
fluid velocity, and q is the fluid viscosity. When the Reynold’s number is larger than
2000, turbulence is present. Gas chromatography generally operates under a laminar flow
regime.
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Laminar flow is the result o f a balance between the driving forces and the viscous
forces. In gas chromatography, the driving force is a pressure drop along the column.
Viscous forces are the drag forces that resist the sliding of one fluid element past
another.
In a capillary tube, the pressure acts against the viscous forces. When they
balance, the flow in the tube is steady. Mathematically, the solution o f the force balance
equation yields an expression for fluid velocity as a function o f radius:

“(r) = ^

2_r2)

[2I6]

where Ap is the pressure drop, T| is the viscosity, L is the column length, rc is the
column radius, and r any radius smaller than rc.
The corresponding velocity profile has a parabolic shape, with a maximum
velocity at the center of the capillary, and zero velocity at the capillary walls. Equation
2.16 is also known as the equation for laminar flow.
The average flow velocity over the cross section is given by Poiseuille’s
equation:

" =W

^mac

m'

T

t2I7]

According to equation 2.17, the cross sectional average carrier gas velocity
depends on the column dimensions, the pressure drop, and the viscosity o f the carrier
gas. Among common gas chromatography carrier gases, hydrogen has the lowest
viscosity; thus, for similar column parameters, hydrogen requires the smallest pressure
drop for the same carrier gas velocity. Table 2.1 lists the viscosities for the most
common GC carrier gases, and their empirical temperature dependence (2.45).
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The compressibility o f gases produces significant pressure and velocity gradients
along the capillary. The average gas velocity along the entire capillary is related to the
average cross sectional flow in non-compressible fluids by means o f the reduced
pressure correction factor, j ' , according to:
u=uf

where

/ =

with P =

[2.18]

( p 2 ~ i Xp -h )
( P3 - 1)

[2.19]

p 0 , the ratio of the inlet pressure to the outlet pressure (2.16). These

equations indicate that for large pressure drops, the pressure and velocity gradients along
the column are significant.

T able 2.1 Viscosities of carrier gases and their dependence on temperature

tyo(273°K)
(micropoises)

Jt*
(exponent for the
temperature dependence)

Hydrogen

83.50

0.725

Helium

186.0

0.646

Nitrogen

165.9

0.680

C a rrie r Gas

♦The viscosity at a temperature T (°K) is calculated as Tlr = Ti0[r/7^]

2.5 Separation Efficiency - the Plate Theory
The movement of a solute along the column (separative transport) is always
associated with a broadening o f the band or zone occupied by that solute, as a result of
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the systems natural tendency towards dispersion or higher entropy (dispersive transport).
The relationship between the retention time and the band width is a measure o f the
separation efficiency. Large retention times and narrow band zones are synonyms for
high separation efficiencies. According to Giddings, ‘separation is the art and science of
maximizing separative transport relative to dispersive transport' (2.41).
The first theory that attempted to describe the relationship between the width o f a
zone and its retention time was developed by Martin and Synge in 1941 (2.15). In their
model, they approximated the column to a series o f sequential extraction stages, similar
to a Craig apparatus (2.46). Equilibrium would be reached in each stage, before the
mobile phase containing a fraction o f the solute moves to the following stage.
Equilibrium is reestablished in the subsequent stage, and the mobile phase transferred to
the following stage. This process is repeated sequentially until the complete analyte band
leaves the system (i.e., elutes from the column). In analogy to Peter’s model for
distillation columns (2.47), each stage is considered a theoretical plate.
If a is the amount of the solute in the stationary phase in plate number 0 during
the first extraction step, and b is the amount of solute in the mobile phase in the same
plate, then a/b = k ' . If for simplicity, the amount o f solute is normalized to the total
amount o f solute in the system, theno+6=l. Simple successive application of mass
balance and equilibrium equations for all stages leads to an expression similar to a
binomial expansion o f (a+b)n for the amounts o f solute present in each stage or plate.
Consequently, the amount o f solute in plate (r+1) after the passage of n plate volumes
through that plate is (2.48),
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For large n and r values, Eq. 2.19 can be approximated to:

[2-21]

where H-l is the total number o f theoretical plates o f the column and Wn,«» the number of
plate volumes required to transport the mass center o f the band to the last plate.
Eq. 2.21 is similar in form to the familiar expression for a Gaussian distribution:
2

(x -x )M

[2 .22]

V

where y is the dependent variable, x the center o f mass o f the independent variable, and
cr the variance o f the distribution. For very large values o f n and r, the binomial
distribution in Eq. 2.21 approaches a normal or Gaussian distribution.
Equation 2.21 was derived from a discrete multistage model, while
chromatography is a continuos process. Glueckauf (2.49) and Kilinkerberg (2.50) applied
a continuous flow model that led to a Poisson type distribution. For large number of
extraction and plates, the Poisson distribution also approaches a Gaussian distribution.
The discontinuous as well as the continuous extraction model demonstrate that an
ideal chromatographic zone follows a Gaussian distribution. The value o f Qr+X in Eq.
2.21 is maximized when the exponent equals zero. Therefore,

0n“x-r+I r V2icf
By analogy to the Gaussian distribution,
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[2.24]

a = J? = jN

where a expresses the standard deviation o f the band in plate units, and N is the number
o f theoretical plates.
Every theoretical plate has an equivalent length equal to H, or height equivalent
to a theoretical plate, defined as:
H=

[2.25]

H represents the length o f column that would correspond to each theoretical plate. From
Eq. 2.24, the standard deviation o f the band, expressed in distance units is then:
ad = H jN

[2.26]

From Eq. 2.12, the velocity at which the band moves along the column can be
calculates as:

>’= f = T J -------- a T F T
tr = a + n
(
’
u

[2'271

The standard deviation o f the band or zone, expressed in time units is consequently:
p .2g]
v

u

On the other hand, from Eq. 2.12 and 2.25,
tr = ~ { k ' + \) = ^ - { k ' + i)
The combination o f Eq. 2.28 and 2.29 results in Eq. 2.30 that permits the
evaluation o f the number o f theoretical plates (N) from the parameters o f a
chromatographic peak:
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tf=

[2.30]

—
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Figure 2.1 Parameters o f a Gaussian peak

Figure 2.1 shows a typical Gaussian profile, and indicates its main parameters.
The peak width at the points of inflection corresponds to 2a. This value is difficult to
measure. Therefore, in many instances, the easier to measure peak width at h alf height
(w/,) is used. Since in a Gaussian distribution w/,2 ~ 5.54a2,

N —554

V

2

[2.31]

Some authors differentiate between the number o f theoretical plates as calculated
in Eq. 2.30, and the number o f effective plates, determined from the adjusted retention
time instead o f the retention time. In the literature, lower case “n” often refers to the
number o f theoretical plates and capital “AT’ to the number o f effective theoretical plates.
For large capacity factors, n and N are similar (2.39,2.42). In this document, only the
number o f theoretical plates is considered, and abbreviated N.
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From Eq. 2.25 and Eq. 2.26, we obtain an expression for H that defines this
column efficiency parameter independently o f the theoretical plate model:
H=

[2.32]

According to this definition, the height equivalent to a theoretical plate is,
without reference to a particular model, *... the variance o f zone dispersion per unit
length o f column’ (2.44). The former definition o f FTis based on ideal chromatography,
i.e., constant partition coefficient along the column, and instantaneous equilibrium.
When these conditions are not met along the entire column, the value o f H varies along
the column. The local plate height, Hx, is defined as (2.41):

According to this definition, H is the rate o f increase o f the peak variance with its
migration distance along the column. Although local plate heights cannot be measured
from chromatographic data, the mathematical expression is useful for theoretical models
of zone spreading in non-uniform separation systems.
2.6 Column Efficiency - the Rate Theory
The plate theory describes the zone dispersion as a result o f successive
equilibrium steps. It fails to provide a relationship between the column parameters and
the column efficiency that would allow the prediction and optimization o f the column’s
behavior. Additionally, the plate model is based on two major assumptions that do not
describe accurately the peak broadening phenomenon. First, it ignores the contribution of
the longitudinal diffusion in the mobile and the stationary phase to the band width. Second,
it assumes complete equilibrium at all points and times. This is impossible in practice.
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When a zone contained in the mobile phase migrates, the solute concentration in the
stationary phase at the leading edge is continuously below the equilibrium concentration
for the enriched incoming mobile phase. At the trailing edge the opposite happens. The
concentration o f the solute in the stationary phase is continuously above the equilibrium
concentration as a result o f the migration o f the solute in the mobile phase.
Diffusion and non-equilibrium phenomena make large contributions to the
variance o f a chromatographic zone. The various rate theories developed take into
account these kinetic processes that contribute to the non-ideality o f the system.
Although several authors previously published partial aspects o f the rate theory, van
Deemter, Zuiderweg and Klinkerman (2.19), developed the first general approach. Golay
(2.20) later adapted the theory for the particular case o f capillary columns. Many minor
modifications to the model have been proposed, all resulting in a general expression that
can be summarized as:

o

[2.34]

The various versions o f the rate theories are based on the assumption that the
different processes that contribute to peak broadening are independent, and that each one
generates a Gaussian distribution. According to the central limit theorem, the resulting
overall distribution is Gaussian, and its variance is a sum o f the variances o f the
individual processes that generate the distribution:
[2.35]

Consequently,
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Each of the terms in Eq. 2.34 corresponds to one Ht component o f the overall H
value in Eq. 2.36. Each Ht arises from an independent process that contributes to the
peak broadening, and can be expressed as a function o f column parameters, retention
parameters, and operational parameters.
Two general approaches for the solution o f Eq. 2.34 in terms o f known
parameters prevail. The more rigorous method developed by van Deemter (2.19) and
Golay (2.21) is based on bulk mass balance equations. The simpler stochastic approach,
developed by Giddings, is based on molecular statistics (2.37). Both ultimately yield
similar results. The exact mathematical treatment o f the different rate models is
somewhat cumbersome, and beyond the scope o f this work. The following paragraphs
summarize the most important aspects o f the currently accepted form o f the generalized
plate height equation for capillary GC.
2.6.1 The A Term - Eddy Diffusion o r M ultipath Term
The first term in Eq. 2.34 accounts for the distribution o f possible flow paths
encountered in packed columns. This distribution is a probability function that depends
on the size and geometry of the packing particles, as follows,
A —f^Eddy —2 \d p

[2.37]

where X is the packing factor and dp the average particle diameter.
Giddings (2.37) convincingly argues that the multipath flow effect is not
independent of radial diffusion. He substitutes

for a coupled Hc term. In any

case, open tubular capillary columns have no multiple flow paths due to column packing;
therefore, HEdjt>l becomes zero. In the Giddings equation, the complex Hc term becomes
a simple Hetk6gjM term for uncoupled radial diffusion in the mobile phase.
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2.6.2 The B term —L inear o r Axial Diffusion
This term describes the axial diffusion that occurs as a result o f the concentration
gradient, according to Fick’s second law:
3 c,,

3 2c,
p ' 381

where ciy is the concentration o f solute / in the matrix j , and Dtj is the diffusion
coefficient o f the solute i in the matrix j . Axial diffusion occurs in the stationary phase
and the mobile phase. Because

D ijn

» A.»» the axial diffusion in the stationary phase is

generally neglected. A general solution to Eq. 2.38 is the Gaussian type expression:
| (x-x)

1
V47tD^ t
c.

where

4A j

]

[2.39]

j

-----

[2.40]

By analogy to the Gaussian equation (Eq. 2.22). it follows that,
W

=

2DtJ„t

[2.41]

which is also known as Einstein’s equation for Brownian motion. Substitution o f Eq.
2.41 in Eq. 2.32 yields:
a*
2 D , t 2Dim
rr
Hljaial = —— = — -— = —r —
L
L
u
IM X tO i

tJ H

tJ H

[2.42]

The diffusion coefficient depends on the pressure. Since the pressure in the
column changes along the column, the value o f Dljn depends on the position o f the zone
in the column. Therefore, Dt m in Eq. 2.42 should be substituted by the average diffusion
coefBcient over the entire column length, DIjn. The linear gas velocity at a distance x in
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the column, uz , also depends on the column pressure. However, Dzzjn /u z is constant.
Thus,

uz

= _ - = ------u
ua

[2.43]

where D0 and ua are the diffusion coefficient and carrier gas velocity at the column
outlet. Substituting Eq. 2.43 in Eq. 2.42, we get,

—O

[2.44]

From equation 2.44 it is evident that axial diffusion is proportional to the
residence time o f the compound in the mobile phase. Therefore, Hanoi is independent of
the partition coefficient. Its contribution to the peak broadening is only important at low
carrier gas velocities, and is negligible at high carrier gas velocities. Furthermore, the
axial diffusion is minimized by the use o f carrier gases with low diffusion coefficients
(e.g., nitrogen, argon).
2.6.3 The C Term - Radial Diffusion o r Resistance to Mass T ransfer
The C term in Eq. 2.34 describes the dispersion o f the solute band that arises
from the deviations from equilibrium, or dispersions of the equilibration times. This term
is called the resistance to mass transfer term because it results from finite mass transfer
rates. Three main phenomena can cause dispersion o f the equilibration times:
a) slow radial diffusion in the vapor phase
b) slow radial diffusion in the stationary phase
c) finite rate constant for the partitioning process at the interface
These three effects are independent; thus the C term can be divided into a sum of
three independent resistance to mass transfer coefficients: Cm, or resistance to mass
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transfer in the mobile phase; Cs, or resistance to mass transfer in the stationary phase;
and Cu or interfacial resistance to mass transfer.

2.6.3.1 Resistance to Mass Transfer in the Mobile Phase
When the solute molecules leave the stationary phase and mix with the mobile
phase, they diffuse in all directions as a consequence o f Brownian motion. The radial
component o f the diffusion generates a continuous concentration gradient across the
column. This can also be interpreted as a distance distribution from the interface to the
position o f the solute molecules in the cross section o f the column, or, a distribution of
the times required by the molecules in the mobile phase to diffuse back to the stationary
phase. The variance o f the molecular distribution across the column causes an increment
of the variance of the band or zone.
Under the conditions used in chromatography, the mobile phase flow is laminar.
This means that the mobile phase velocity has a parabolic profile across the column, as
discussed in section 2.4 (p. 20). Solute molecules that diffuse to the column center move
ahead faster than solute molecules that remain close to the stationary phase. This
enriches the analytes in the center o f the column cross section at the leading edge. It
simultaneously depletes the analytes in the center of the column cross section at the
trailing edge. This radial concentration gradient generated as a result o f the flow velocity
distribution causes radial diffusion, that partially offsets the laminar flow effect. The net
effect o f the parabolic flow profile is an enhancement of the zone dispersion, caused by
radial diffusion. This can be interpreted as a finite probability that some fraction o f the
solute always diffuses to the column center and moves ahead faster than the average
solute molecule, while another fraction of the solute always remains close to the
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stationary phase and moves slower than the average solute molecule. The net effect is an
increase in the overall zone dispersion. Fast diffusion rates (i.e., high diffusion
coefficients) minimiVe the concentration gradient across the column, and consequently,
the peak broadening that results from resistance to mass transfer in the mobile phase.
Mathematically, this effect has been described by classic flow and mass balance
equations (2.35) and by means o f Giddings’ molecular statistics model (2.37). Both
treatments lead to the following expression for <5ntbiM:

'*****

and,

J l + 6 * ; + l l * ,« ) d lu .L
Qfif)
( l + k;Y
96RQ4jn
(\ + 6 k ;+ U k ? )

[

dI

K = C ,„ u .

[2.46]

ojjn

where drC is the column diameter,’ and D„,m
OJJtl the diffusion coefficient at the column
outlet of the solute i in the mobile phase m.
Equation 2.46 expresses mathematically what seems intuitively obvious: zone
dispersion due to radial diffusion in the mobile phase increases with column diameter
and carrier gas velocity, and decreases with increasing diffusion coefficients. Thus,
narrow bore column operated with high diffiisivity carrier gases (H2 , He) minimize the
peak broadening contribution from radial diffusion.

2.6.3.2 Resistance to Mass Transfer in the Stationary Phase
The analytes that partition into the stationary phase also diffuse in all directions
o f the stationary phase. The radial component o f this diffusion generates a concentration
distribution across the stationary phase film. This distribution, in analogy to the radial
diffusion effect described for the mobile phase, generates a distribution in the times
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required by the individual solute molecules to diffuse back to the interface and partition
into the gas phase. As a consequence, the dispersion o f the band in the column increases.
Faster diffusion, and shorter possible path length reduce this effect. Therefore, thin films
m inim ize the contribution o f the resistance to mass transfer in the stationary phase to the

peak width. Diffusion rates in the stationary phase can not be increased substantially due
to the necessary viscosity o f the liquid phase.
The resistance to mass transfer in the stationary phase also can be described
mathematically starting from mass balance equations (2.35), or molecular statistics
theory (2.37). Both approaches lead to the following expressions:
2k '

drxu .

= M ? r tr
J

and,

rr

® r a t6 a ljjc j

= ----- : ----- = /,

2^

[ 2 -4 7 ]

d j-

' 'ys n “ “x = C„ux

m

is i

[2.48]

where df is the thickness o f the stationary phase film, and Du the diffusion coefficient
o f solute i in the stationary phase s.
The diffusion coefficient in the stationary phase is independent of the pressure.
However, the linear carrier gas velocity changes with pressure. Therefore,
varies continuously along the column. An ‘average’ value o f

,x

_ can be computed

as:
ffrodua^ = C>J“ = CtJ u 0

[2.49]

where j is the James-Martin compressibility factor. Equation 2.48 confirms that thin
stationary phase films and high diffusion coefficients in the stationary phase minimize
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the contribution o f the resistance to mass transfer in the stationary phase to the zone
dispersion.

2.6.3.3 Finite Rate Constant for the Partitioning Process or Interfacial Resistance
This term refers to the rate o f the interfacial process by itself. The physical
process that occurs at the interface can be represented as the reaction:

s,

—

^ — > s„

where Ss is the solute in the stationary phase, Smthe solute in the mobile phase, and kd the
rate constant o f the reaction. If the rate of reaction is slower than the migration o f the
band in the mobile phase, equilibrium can never be established. This would significantly
increase the peak width o f the zone.
The rate o f the interfacial process is generally regarded as instantaneous, and its
contribution to the zone dispersion negligible. Khan (2.51) introduced the following term
to describe the influence o f a finite equilibration rate at the interface to the band width:
2 k'd ,
H u = r ~ ~ \ 2 ~ - fu a = C J U Q

[2.50]

In practice, the measurement of this term is extremely difficult, because it has the
same net effect as the resistance to mass transfer terms due to radial diffusion. Berngard
and Blomberg (2.52) found values for Cx that were comparable to the magnitude o f the
Cs values for conventional film thickness. However, the values o f Cm were significantly
larger, and dominated completely the resistance to mass transfer term. Most textbooks
and publications neglect the C, term in the plate height equation.
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2.6.4 The Generalized Plate Height Equation for Capillary Columns
The sum of the individual terms that contribute to the peak broadening in the
column lead to a general expression for the prediction o f plate height, known as the
Golay-Giddings equation for capillary columns:
[2.51]

ijotal

Substitution o f equations 2.44,2.46,2.48, and 2.S0 into Eq. 2.51 gives:
u

d\
k

(i+Jt/)J

%£>„.

.

2k;

d, .

.

2k;d,

.

(i+*/)J A „ J " M ; ) 2* , /

Commonly the sub-index i, which indicates that H is solute specific, is omitted.
For k' values above 10, and solutes o f similar chemical characteristics, H becomes
virtually independent o f the solute. As stated above, the Q term is also normally
neglected in the plate equation. Giddings (2.53) introduced an additional correction
factor (g) for the pressure gradient across the column. This factor accounts for the fact
that the //value measured from a chromatogram includes the retention time, tT. The
retention time, however, results from the average carrier gas velocity, and not the outlet
carrier gas velocity included in the plate equation.
With these modifications, the final Golay-Giddings equation for the height
equivalent to a theoretical plate in capillary gas chromatography reads:

[2.53]

with

9 (/>4 - l X P 2 - l )
g ~8
( p > - 1)2
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All the variables included in Eq. 2.S3, with the exception o f the diffusion
coefficients, are readily available. The determination o f the binary diffusion coefficients
in the gas phase has been the subject o f multiple investigations (e.g., 2.54-2.56).
Appendix A summarizes the mathematical model commonly used for the calculation o f
the diffusion coefficients in the gas phase. Often, the use o f approximate values for Dm is
enough to study relative trends in column efficiency, hi other instances, gas
chromatography serves as a tool for the experimental determination of binary diffusion
coefficients. Table 2.2 list some values o f diffusion coefficients o f common carrier
gases.

T able 2.2 Diffusion coefficients for heptane and octane in different carrier
gases at 30°C (2.35)
Diffusion coefficient (cm2/s)
/r-Heptane

ir-Octane

Hydrogen

0.283

0.277

Helium

0.265

0.248

Nitrogen

0.074

0.073

C arrier Gas

The determination o f the diffusion coefficients in the stationary phase is even
more complicated, especially for crosslinked stationary phases that do not necessarily
resemble true liquid phases. Therefore, approximate values for Ds are usually employed.
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Diffusion coefficients in the liquid phase are approximately four orders o f magnitude
smaller than diffusion coefficients in the gas phase.

2.7 The van Deemter Plot
The Golay-Giddings equation shows that the efficiency o f a column is a function
o f the linear carrier gas velocity at the column outlet. A plot o iH versus u shows this
dependence graphically. Such a graph is known as a van Deemter p lo t Usually, the
average carrier gas velocity is used as the independent variable (x axis), although the
Golay-Giddings equation is related more directly to the carrier gas velocity at the column
outlet. Figure 2.2 presents a computer generated plot o f the relationship between the
individual contributions to the plate height, the total plate height and the average linear
carrier gas velocity, according to the Golay-Giddings equation. The graph shows the
decrease o f Hmai with the increasing carrier gas velocity, and the linear increase o f Hradiai
with the carrier gas velocity. As a result o f these opposing trends, fflolai has a minimum
value (Hmm) at a certain carrier gas velocity. At this carrier gas velocity, the efficiency of
the column is highest; therefore; it is also called the optimum average carrier gas velocity
or uopl. At carrier gas velocities below

, the effect o f the axial or linear diffusion

dominates the peak broadening process. At carrier gas velocities above uopt\he resistance
to mass transfer effects are the main contributors to the zone dispersion.
Figure 2.2 also shows that the resistance to mass transfer in the stationary phase
is almost negligible in comparison to the resistance to mass transfer in the mobile phase.
Therefore, the resistance to mass transfer in the stationary phase is often omitted in the
Golay equation.
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Figure 2.2 Computer generated plot o f //versus average carrier gas velocity according
to the Golay-Giddings equation. Column: 25m x 0.25mm, df=0.4 pm, carrier gas: H2

An experimental van Deemter plot (//determ ined from peak widths and retention
times in a chromatogram) resembles a ‘theoretical1 van Deemter plot (H calculated from
the Golay-Giddings equation). Experimental values o f//a re always equal or larger than
the values calculated theoretically. Differences between the two values result from poor
column quality, extra-column effects, or column non-uniformities. The relation between
the theoretical and the experimental Hmm values is sometimes called coating efficiency,
and utilized for column evaluation. It is important to note that this value reflects the true
column coating efficiency only when the contributions from extra-column effects to the
peak variance are relatively small.
The Golay-Giddings equation and the van Deemter type graphs readily permit
modeling the column behavior and studying the effect o f the different variables upon
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efficiency. This is a simple task that now can be performed with any personal computer
running a spreadsheet program. Such studies have been extensively published in the
literature (e. g., 2.57-2.58).

2.8 Other Contributions to the Plate Height: Extra-column Effects and
Non-uniformities.
The Golay-Giddings equation described in section 2.6 (p. 36) predicts the column
efficiency according to column, solute, and operational parameters. The calculated
variance o f a band corresponds only to peak broadening processes that occur inside the
column, as a consequence o f diffusion. It is implicitly assumed that the initial solute
band at the head o f the column is a delta function, i.e., its width approaches zero.
However, this is not feasible in real systems. The introduction o f sample into the column
is a physical process that occurs over a finite period o f time. During that period, a
continuous flow o f solute diluted in carrier gas enters the column. The first solute
molecules that enter the column begin to migrate while the subsequent solute molecules
enter the column. Consequently, the initial injection band has already a width that is
independent o f the diffusion processes occurring in the column. The width o f the
injection band depends on the injection type, and the quality o f the injection. Much effort
has been directed toward the design o f injection systems capable o f delivering very
narrow sample plugs.
At the other end o f the column, the detector end, any time lag between the
emergence o f the solute from the column, and the instant when recording system
registers it, contributes to the peak width o f the recorded signal. Several factors can
cause such time lags (2.38):
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a) significant dead volume between the column outlet and detector (plumbing)
b) large detector volume (i.e., cell)
c) slow response time o f the detector electronics
d) slow sampling rate relative to the peak width
Since the peak broadening processes at the injector and detector are independent
o f the processes that occur inside the column, the variance o f the recorded peak
corresponds to the sum o f the variances associated with the injector, the detector, and the
column:
aLanr.* = <

+
2

Consequently,

P-55]
7

Hmtcaurrd = ~ ~ + H cal +

[2.56]

The direct application o f Eq. 2.56 requires the knowledge o f (?~, and <r*{ in
distance units. However, the phenomena that cause peak width increases in the injector
and detector are constant time events (i.e., injection plug time, detector response time).
The variance o f the injector and detector in distance units is then,
7
2

^m jj

G mjM ~

2

r-» c m

Q+ £')2 ^

and

P-57]

[2.58]

If we add the variance of all extra-column effects into one term ( o ^ ), and approximate
= “*, = u , then
CfC(r)
(l + k' )2L'
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This important relationship was first demonstrated by Gaspar (2.32), and will be
referred as the Golay-Giddings-Gaspar equation throughout the rest o f the text. It shows
that the contribution o f the extra-column effects to the plate height increases with the
square o f the linear carrier gas velocity. The quadratic term has two important
consequences: the value o f the minimum plate height increases with the extra-column
effects, and the analysis speed is reduced because the optimum carrier gas velocity is
smaller. It is also evident from Eq. 2.59 that the efficiency loss due to extra-column
effects is inversely proportional to the column length and the capacity factor.

H total
H extra-col
H col

0.08
0.06
o, 0.04

0.02
0.00
0

20

40

60

80

100

120

140

160

180

Average u (cm/s)
Figure 2.3 Computer generated plot o f the contribution o f extra-column effects to the
apparent column efficiency. Column: 25m x 0.25mm, df=0.4 pm, carrier gas: H2 :
combined time constant o f injector and detector: 0.1 s.

Figure 2.3 presents the same van Deemter plot from figure 2.2, with the addition
of a time constant of 0.20s from extra-column effects. The graph shows the significant
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efficiency losses that result from the injector and detector time constants at high carrier
gas velocities. At very high carrier gas velocities the extra-column effects dominate the
apparent plate height o f the system.
hi addition to the extra-column effects, Blumberg (2.59-2.61) demonstrated that
column non-uniformities contribute to the efficiency erosion. The author derived
extensive mathematical expressions in his demonstration. From a stochastic point o f
view, this can be explained as follows. Non-uniformities along the column represent
spatial variations o f the capacity factor. For non-uniformities to exist, there must be
capacity factor gradients at the boundaries o f those non-uniformities. There is always a
finite probability that certain fraction o f solutes partition mainly at the leading end (or
trailing end) o f the peak that moves along the boundary gradient o f a non-uniform
region. This probability distribution in the capacity factors experienced by different
solute molecules translates into a net peak broadening.
The additive property o f the variances has important consequences in the design
of a chromatographic system, or the selection o f a column. In a GC system, the element
that introduces the largest variance will always determine the overall dispersion o f the
peaks, and therefore, the efficiency o f the system. To effectively improve the efficiency
o f a chromatographic system, the component that introduces the largest variance to the
zone has to be improved first.

2.9 Column Performance, Optimization and Analysis Speed
The main goal o f design efforts is optimization. The main goal in
chromatography is to obtain the highest resolution in the minimum analysis time. Other
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criteria such as sensitivity, peak capacity, cost, may play an important role in the
selection o f a chromatographic method; and eventually compromise resolution or speed.
The Golay-Giddings equation constitutes a powerful tool for efficiency
optimization. It allows to readily determine maximum efficiency, and the optimum
carrier gas velocity. The condition for minimum plate height is:
d ff
Bu j u-opt

r~ + C = 0
Uo<opt

[2.60]

Rearrangement and substitution o f the complete expression for B and C,
assuming that Cm »

C„ yields:

_ Ij

■yq

Uo.opr

«p .j i+ ty

For large values o fk ’,
4D

[2-62]

Substitution o f Eq. 2.62 into the Golay-Giddings equation yields the
corresponding expression for Hmm,

For large values of k ’, and high pressure drops:
Hmm= dc

[2.64]

Thus, for thin film columns with negligible contribution o f C, to the plate height,
the minimum plate height is approximately equivalent to the column diameter, and
independent o f the carrier gas. According to Eq. 2.64, theoretically the column efficiency
could be increased almost indefinitely upon reduction o f the column diameter. However,
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factors like sample capacity, gas compressibility, and relative contributions of
extra-column effects impose a practical limit to the minimum column diameter.
Equation 2.62 demonstrates that the optimum carrier gas velocity is inversely
proportional to the column diameter; increasing die analysis speed. The use o f carrier
gases with high diffusion coefficients further increases the optimum velocity. Hydrogen
has the highest diffusion coefficients, followed closely by helium. However, the viscosity
of helium imposes a high pressure drop, which reduces the efficiency. In addition to the
larger Ugpt obtained with narrow bore columns operated with hydrogen, the increase o f
the plate height with the linear carrier gas velocity beyond Ugpt is smallest for this
column/carrier gas combination, as seen from Eq. 2.46. This signifies that the system can
be operated at significantly higher than

linear carrier gas velocities, increasing the

analysis speed without sacrificing substantial column efficiency. In conclusion, narrow
bore columns, operated with hydrogen deliver the highest efficiencies, and fastest
optimum carrier gas velocities. The computer generated van Deemter plots o f figure 2.4
illustrate the effect o f the nature o f the carrier gas and the column diameter on the
column efficiency.
The aim for the highest efficiency should not be the only criterion for
chromatographic optimization. Increases in efficiency almost always imply increases in
analysis times. High chromatographic efficiency could therefore turn into low analytical
efficiency due to excessively long analysis times. The concept o f column performance
links efficiency to analysis time. Giddings (2.62) proposed the number o f plates per unit
time, or the rate o f generation o f theoretical plates (dN/dt) as a measurement of
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performance. Gaspar (2.63) introduced the related concept o f the time necessary to
generate a theoretical plate.
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Figure 2.4 Effect o f carrier gas (top) and internal diameter (bottom) on column
efficiency (computer generated graphs; top: 30m x 0.25mm column; bottom: lm
column, H2 )
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Another, more practical form o f determining the chromatographic performance
takes into account the particular analytical problem. The most efficient analytical method
is the one that requires the smallest amount o f time to solve the analytical problem at
hand. In chromatography, obtaining a desired resolution between a two or more
compounds o f a mixture is the analytical challenge. Achieve this in the shortest amount
of time possible is the goal o f the optimization.
From the definition o f resolution (Eq. 2.14), capacity factor (Eq. 2.6) and
separation factor (Eq. 2.13), the following relationship between resolution, plate number,
selectivity and retention can be derived:

This equation is also known as Purnell’s resolution equation (2.35). The number
of theoretical plates required to obtained the desired resolution with a separation factor
of a between two analytes o f approximate capacity factor k is then:

^ = , * feT P f1)’
6

2

Since

trm = ^ ( l + k ‘) = N- ^ — — (l + k ')
^Opt
tlgp,

then

frjBW =

(1 +
ojn

( l + 6 * ' + ll* 'M /V
d;
I
(1 + n 2 A JJ

[2.67]

[2.68]

Thus, according to theory, for equivalent resolution, significant reductions in
analysis times are expected when the column diameter is reduced. The other two
variables that can be manipulated for a reduction in analysis time are the phase ratio, and
the choice o f carrier gas. A large phase ratio (i.e., small film thickness, and consequently,
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reduced capacity factor), and a large diffusion coefficient (use o f hydrogen or helium)
contribute to the reduction o f the analysis time. However, the column diameter has the
largest effect in retention time reduction due to its quadratic relationship with the
retention time (2.64-2.67).
The previous discussion assumes constant resolution, or equivalently, constant
plate number. Because the minimum plate height is approximately equal to the column
i.d., and the plate number is N=L/H,

t2W ]

Thus, to keep a constant plate number, the column length should be reduced
concomitantly with the column diameter.
In the foregoing discussion, only the column was considered in the analysis time
predictions, and the influence o f extra-column effects neglected. However, from Eq.
2.59, we know that the importance o f extra-column effects increases with the square of
the carrier gas velocity. Because narrow bore columns are operated at high carrier gas
velocities, the relative importance o f the extra column effects increases for these
columns. Gaspar (2.67) derived a relationship between analysis time, required plate
numbers, and operational variables that includes the extra-column effects:
0 ^ ' + l)A^n

d ] fl+ 6 Jk' + l l k '2

a+*')2

This relationship corresponds to operation at the optimum carrier gas velocity,
and with the minimum column length. The extra-column effects are inherent to the
instruments, and not related to the column, as indicated by their name. Therefore, they
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are constants for a given GC system, and their relative contribution to the analysis time
increases as the analysis time required by the column itself decreases.
In conclusion, significant analysis time can be gained by reducing the column
diameter. However, the use o f reduced column diameter imposes the reduction o f
extra-column effects; otherwise, those effects will dictate the performance o f the system.
Therefore, the used o f specialized instrumentation is necessary for ultra-fast gas
chromatography.
2.10 Sample Capacity
The fundamental theories in gas chromatography are based on linear models of
the equilibrium process. This means that the ratio o f sample concentration in the vapor
phase and in the stationary phase is constant at all points and times in the column. This
linear relationship is known as Henry’s law, and applies only to dilute solutions. When
the local solute concentration in the column is too large, Henry’s law does not apply. The
stationary phase becomes ‘saturated’; its affinity for more solute decreases, lowering the
capacity factor. As a result the concentration o f solute in the mobile phase is above the
linear equilibrium concentration. Thus, a larger concentration o f solute migrates past the
solute band in the stationary phase, to new regions o f stationary phase that are not
saturated. This causes a distortion of the zone, characterized by a fronting peak. This
phenomenon is commonly referred to as column overloading, and corresponds to an
anti-Langmuir isotherm.
The sample capacity of a column is the maximum amount of solute that does
not cause peak distortion due to overloading. In practice, the sample capacity is difficult
to establish, because the local sample concentrations depends on the injection profile.
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Sample capacity would then depend on the injection mode. Thus, the sample capacity is
a function o f the system as a whole. For the practical chromatographer, the system’s
sample capacity is the magnitude o f interest since it provides practical guidelines. For
comparative purposes, however, it is still important to define a column sample capacity
that is independent o f the injection system.
The maximum column sample capacity is related to a maximum local solute
concentration in the stationary phase. This local solute concentration corresponds to the
crest o f a Gaussian profile. The relative amount o f solute molecules at the crest depends
on the dispersion or variance o f the band. At the column outlet, this variance is, in
distance units, -J~NH. Lets consider a Gaussian zone dissolved in the stationary phase.
The amount o f solute (£2s,max) present in the stationary phase corresponding to the
column length dx, located at the crest of the Gaussian peak, is:
n

1
g . ,,
1 e (* y o •*•*'>).
- -v/Sit -JTfH ~ -J2n - i N H
*

[

]

where Q is the total amount o f solute in the column, and Qsis thetotal amount o f solute
in the stationary phase.
The stationary phase becomes saturated first at the crest o f the Gaussian profile of
the elution band because there the concentration o f solute is largest. If S is the saturation
concentration o f the solute in the stationary phase, and dFthe volume o f stationary phase
that corresponds to the crest o f the Gaussian profile, then,
_

dVs

nrdf dx
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The solubility factor S is a constant that depends only on the nature o f the
stationary phase and the solute. Substitution o f Eq. 2.71 into Eq. 2.72, and
rearrangement, yields,
Q = Sj2nN H itred

[2.73]

Because H=L/N, the final expression for the sample capacity is:

[2-74]
Equation 2.74 expresses the sample capacity o f the column, assuming that the
injection plug does not contribute significantly to the peak variance. This equation shows
that the peak capacity is directly proportional to the column diameter, column length and
film thickness, and inversely proportional to the capacity factor. Thus, the analysis speed
gained with short, thin film, narrow bore columns has the price o f low sample capacity.
Some authors argue that this does not affect the detectability because even with very
small sample amounts, the peak heights are still large due to the narrow peak widths. It
does, however, affect the dynamic range o f the column and compromises the capability
of analyzing mixtures with large concentration ranges.

2.11 Temperature Programming
As discussed in section 2.3 (p. 17), the capacity factor o f a solute depends
exponentially on the difference in chemical potential o f the solute in the stationary phase
and the mobile phase. Under ideal conditions, the change in chemical potential equals
the change in the Gibbs free energy. The change in the Gibbs free energy (AG°) is
composed o f enthalpy (A //) and entropy (AS) changes involved in the partitioning
process, according to:
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A*i,° =AG° = AH° + TAS°

[2.75]

Combination o f equations 2.4,2.8 and 2.75 yields:

* = p ex p ‘ L " ^ r ~ J = F exp ‘

AH*
&T

[2.76]

where a is a constant related to the entropy o f the partitioning process. The partitioning
process resembles a vaporization process; thus, the magnitude o f the enthalpy is similar
to the enthalpy o f vaporization.
According to Trouton’s law (2.35), for most substances
__2 3

cal

K xm ol

T„

[2.77]

where 7& is the boiling point and A t h e heat o f vaporization o f the substance. The
boiling points o f the members o f a homologous series follow the empirical relationship:
Tbj = c, + c2n,

[2.78]

where c/ and ci are constants that depend on the homologous series, and n, is the number
of carbon atoms o f the compound. For n-alkanes larger than n-C6, cj = -95, and q =
27.3.

From equations 2.76,2.77, and 2.78, the following approximate relationship
between the capacity factor and the carbon number can be established:
23(c, + c2nt )
* ,'= p ex p -

[2.79]

This relationship shows that samples with relatively small boiling point or carbon
number range, cover very large intervals o f capacity factors. As a consequence, under
constant capacity factor conditions, samples o f only relatively narrow carbon number
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range can be separated within a reasonable amount o f time. Wide boiling point range
samples do not present good resolution over the entire sample range. Early eluting peaks
(low k ’ values) are not well separated, and high boiling point compounds do not elute, or
have excessively large retention times and peak widths, compromising detectability. For
any given temperature, only compounds with boiling points close to the column
temperature will be well separated. These difficulties in achieving separation are also
referred as the “general elution problem”. One solution to this problem is the systematic
variation o f the capacity factor of the solutes over time. This is achieved by temperature
programming in time, hi such an elution mode, at every time fraction (that corresponds
to a specific column temperature) a specific group o f solutes has the appropriate capacity
factor to undergo separation. Compounds o f lower boiling point essentially travel
unretained along the column, while higher boiling point compounds are retained at the
head o f the column “waiting” for their capacity factor to be reduced (2.68).
Temperature programming is a powerful technique that allows the separation o f
complex mixtures that cover over 30 carbon numbers. The most common temperature
programs are linear increases o f temperature over time. For complex mixtures, multiple
linear ramp rates are not uncommon. The theory o f temperature programmed gas
chromatography has been extensively elaborated by Harris and Habgood (2.69,2.70),
and Dal Nogare (2.71). The equations that govern retention time and peak widths in
temperature programmed gas chromatography do not have exact analytical solutions.
Numerous research groups have developed approximate models and numeric methods
that permit the prediction o f retention times and peak widths for temperature
programmed conditions (2.72-2.85). Several commercial software packages, based on
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approximate algorithms and data derived from isothermal runs are commercially
available. Details about these methods are beyond the scope of this work.
Without detailing in the rigorous mathematical treatment o f temperature
programmed GC, it is still possible to analyze qualitatively the behavior o f solutes in
temperature programmed gas chromatography. Since, for chemically similar solutes, the
heats o f vaporization increase approximately linearly with the boiling points , the
capacity factors, and consequently, the retention times also increase approximately
linearly with the boiling points. However, the capacity factors decrease exponentially
with linear temperature increases. Thus, under temperature programmed conditions,
there is an approximately linear relationship between the boiling point o f the solutes of
chemically related compounds, and their retention times. In simulated distillation, this
linear relationship is used to predict the boiling point distribution o f petroleum products
from GC data (2.35).
With reference to peak widths, it can be assumed that every solute undergoes true
partitioning only for a fixed time fraction o f its residence time in the column. This time
fraction corresponds to the period when the column temperature is such that the partition
coefficient is small enough for solute migration, and large enough for solute interaction
with the stationary phase. The center o f this temperature window depends on the boiling
point o f the solute and its affinity for the stationary phase; the width o f the temperature
window is similar for every compound. Consequently, under linear temperature
programming, each compound undergoes peak broadening due to resistance to mass
transfer for a fixed and equal time period. During this period, each solute has also a
similar average capacity factor. As a result, all the solutes elute from the column with
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similar peak widths. This was demonstrated by Habgood and Harris (2.69) who found
experimentally that the peak width at the retention temperature is approximately equal to
the width o f the same peak eluted in an isothermal process at the retention temperature.
The reduced peak widths o f high boiling point compounds in temperature programmed
GC has the additional advantage o f increased detectability due to the higher local
concentration o f the solute in the emerging carrier gas.
The former discussion only approximately reflects the physical phenomena that
occur under temperature programmed gas chromatography. The situation is complicated
by several factors such as the decrease in carrier gas velocity with temperature.
The efficiency o f a column during temperature programming cannot be measured
by the plate height because this value changes with temperature, and consequently, with
time. Several forms o f expressing efficiency in temperature programmed GC have been
proposed (6.86, 6.87). The methods that prevail are the measurement of resolution
between adjacent peaks (see Eq. 2.14), and the somewhat related separation num ber or
Trennzahl (TZ). The TZ is defined as the number o f baseline resolved peaks that would
fit between to consecutive n-alkanes. The corresponding equation reads:

tz=- -

V

\- 1

[2.8°]

The temperature programming rate should be fast enough to accelerate the elution
of the last compounds within a reasonable time, and slow enough to keep appropriate
resolution.
From the perspective o f a solute, the column in temperature programmed GC can
be approximated to a sequence of small isothermic segments, with the temperature of
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each segment slightly above the temperature o f the previous segment. Let the
temperature o f each segment be

T .

Then the elution temperature is the temperature o f the

last segment, T r. The tim e that the solute spends in each segment is;
etc ' a
dx
AH}
< //= — (! + * ;) = — 1+ —exp———
3 K <2>T
u

[2.81]

where ux is the local linear carrier gas velocity in segment dx. Under linear temperature
programming, the temperature at any time is given by

Thus,

r = r 0 + rr

[2.82]

dT = rdt

[2.83]

Substitution in 2.81 yields:
dT
r

f

and

dx '
ux V

a
AH^
p ex|> i s r

[2.84]
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a
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1+ —exp ——
3 v t&T

[2.85]

J0 U„

This integral does not have an exact analytical solution. Assuming that ux is constant,
and equal to the average linear gas velocity, and that T o is sufficiently low, such that the
solute does not migrate while the column is at T o , then,

T ;
A H

exp

A H

&T

exp

A H

A H

aL r
3 u

[2 .86]

& TJ

From equation 2.85 it is clear that in order to keep similar elution temperatures when
working at different carrier gas velocities, the temperature programming rate has to
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change proportionally to the change in carrier gas velocity (2.64, 2.86,2.89). On the
contrary, i f the column length is increased, an equivalent decrease in the temperature
program m in g rate m aintains similar elution temperatures, hi other words, in order to

keep the elution temperature constant, the ratio Lr/u must stay constant. This means
that a similar interval o f capacity factors is covered during the flow o f one complete
elution volume through the column. The value o f Lrju is ideally selected such that each
compound elutes at its ideal elution temperature, close to its boiling point. Blumberg
(2.89) derived a practical rule o f thumb from the dependence between retention
temperature, flow, column length, heat o f vaporization and boiling point, that states that
the temperature programming rate should not exceed 25°C per hold-up time.
The previous results have important implications in fast gas chromatography.
Since the linear carrier gas velocities are very fast, and the columns short, very high
temperature programming rates may be required. The required rates are often beyond the
capabilities o f commercial GCs.
One additional advantage of temperature programming, often overlooked, and
particularly useful in fast GC o f semi-volatile compounds is the ability to focus the
sample and reduce the effect o f the injection band upon the peak width. Because the
capacity factors o f the solutes are high at the injection temperatures, they do not migrate
significantly during the injection process. As seen in Eq. 2.59, the contribution o f the
extra-column effects to the plate height decreases with the square o f the capacity factor.

2.12 Fast Gas Chromatography Today
Desty (2.2) had recognized the reduction o f the column diameter as an effective
way to dramatically reduce the analysis speed more than 30 years ago. This fact did not
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receive much attention until the early 1980s, when Shutjes and coworkers (3.66)
demonstrated it in theoretical derivations, and practical applications. Even though
narrow bore columns permit the analysis o f a sample in a fraction of the time required
with standard columns, their use has not gained wide acceptance for routine analysis to
this date. The major limitation is the lack o f suitable commercially available
instrumentation. Varian markets an accessory for the sample injection in fast GC,
developed originally by Sacks and coworkers (2.90). However, the rest of the instrument,
particularly the data acquisition rate and maximum temperature programming rate
capability, lim it the scope o f the device. MTI offers a miniaturized gas chromatograph
optimized for fast GC (2.91). This instrument is suitable only for the analysis o f volatile
compounds in gaseous samples. Hewlett-Packard’s latest GC, the 6890, has a fast
automatic split injector and fast electrometer compatible with fast GC; however, the
maximum temperature programming rate is still limited to 2°C/s (2.92). A
multidimensional GC recently developed by Thermedics has ultrafast temperature
programming capabilities. This instrument, however, is also fairly expensive, complex,
and requires very large amounts of power for its operation (2.93).
Fast gas chromatography is the method o f choice for the analysis o f mixtures in
short analysis times. To make the technique accessible to routine analysis, instrumental
developments are still needed. In the present dissertation, alternate designs for very fast
heating ramps, and suitable injection devices for portable instruments were developed
and evaluated. The approach was not towards the highest column efficiency, but towards
a compromise between efficiency, power consumption, sensitivity, applicability, and
practical feasibility.
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CH A PTER 3

PRELIMINARY COLUMN AND INSTRUMENT
EVALUATION FOR FAST GC
3.1 Introduction
The previous chapter discussed some theoretical aspects o f gas chromatography,
with special emphasis on fast GC. It demonstrated that the fastest analysis times could be
obtained theoretically with short, narrow bore, thin film columns. However,
considerations such as sample capacity, pressure drop, and extra-column effects limit the
minimum practical column diameter, length, and film thickness.
Clearly several factors determine the selection o f the “optimal practical” column
for fast portable GC. This chapter presents the evaluation o f several columns for their
potential practical use in portable fast gas chromatography. Efficiency, analysis speed,
instrumental requirements, sample capacity, and their activity towards polar compounds
were compared. The objective was to assess the limitations o f conventional
instrumentation, and, considering these limitations, to determine a range o f column
parameters suitable for the on-site analysis o f volatile and semi-volatile compounds.

3.2 Preliminary Column Selection, Practical Considerations and Constraints
3.2.1 Column Diameter
Equation 2.70 predicts that the analysis time is proportional to the square o f the
column diameter; thus, narrow bore columns are best suited for fast GC. The smallest
column diameter compatible with conventional instrumentation is 0.1 mm. Annino (3.1)
demonstrated that, in the presence o f the extra-column effects introduced by
conventional GC injectors and detectors, 0.1 mm diameter columns do not represent any
significant speed advantage over 0.2 mm diameter columns o f equivalent efficiency. For
64
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similar performance, however, the ratio o f the column length to the column diameter
must remain approximately constant (see Eq. 2.69). Thus, wider bore columns must be
longer to keep the desired resolution. While column length is not a limiting factor in
conventional GC, it constitutes an important factor in portable GC. The physical space
occupied by a column increases in direct proportion to its length. What is more
important, when the column is directly heated, the heat dissipation, and consequently, the
power consumption, increase in direct proportion to the column length. Therefore, it is
desirable to keep the column as short as possible.
In consideration of the above mentioned factors, we compromised between
speed, instrumental requirements, and column length considerations, and selected a
column diameter o f 0 . 1 mm.

3.2.2 The Extra-column Effects
As described in chapter 2, the contributions from the injector and detector to the
peak width increase the plate height in direct proportion to the square o f the carrier gas
velocity, and reduce the optimum carrier gas velocity. Much of the work presented in this
dissertation was performed with conventional GC instrumentation. The total contribution
to the peak width introduced by the injector and the detector was unknown; thus,
optimum column pressure ranges could not be derived from theoretical considerations.
Van Deemter plots o f the columns served to establish the pressure windows that yielded
the highest working efficiency for each column.

3.2.3 Column Length
Longer columns provide a larger number o f theoretical plates, and consequently
higher resolution, with the tradeoff o f increased analysis times (see Eq. 2.25, 2.65 and
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2.70). They also reduce the contribution of extra-column effects to the efficiency erosion
(see Eq. 2.59). However, the large pressure drops necessary to provide the fast carrier gas
velocities needed with narrow bore columns rapidly offset the advantage o f long
columns. Additionally, as explained in section 3.2.1 (p. 64), in portable GC, the column
length has important consequences in space and power requirements. Furthermore, in
portable GC, the use o f high inlet pressures with hydrogen as carrier gas represents a
potential hazard. Thus, for safety reasons, we limited the upper column head pressure to
30 psi. This value corresponds to the maximum column head pressure o f most laboratory
GCs. For 0.1-mm i.d. columns, the maximum column length is limited by the maximum
inlet pressure to approximately 3-4 meters. To assess the effect o f the column length, 1,2
and 3 meter columns were evaluated for efficiency and analysis times.
3.2.4 Film Thickness
Only very thick stationary phase films (>0.5 pm) cause a significant deterioration
of the column efficiency due to resistance to mass transfer in the stationary phase.
However, analysis times increase in direct proportion to the cap acity factor (Eq. 2.12 and
2.70). The capacity factor increases with decreasing phase ratio (Eq. 2.8), which, in turn,
decreases with the film thickness. Consequently, the analysis times increase in direct
proportion to the film thickness, for a given resolution and separation factor. As a result,
thin film columns seem preferable for fast analysis.
On the other hand, for a fixed column diameter and length, the sample capacity
increases in direct proportion to the film thickness (see Eq. 2.74). Thus, thicker films
provide a larger sample capacity. Consequently, larger concentration ranges o f solutes
can be separated without peak distortion. In addition to the advantage o f sample capacity,
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thicker films trap more efficiently the incoming solutes at the head o f the column,
reducing the relative contribution o f the extra-column effects to the plate height (see
Eq. 2.59).
To evaluate the importance o f the factors associated with the film thickness, 0.1
mm i.d columns with a 0.1 pm, and 0.4 pm stationary phase films were tested.

3.2.5 The Multicapillary Column
One o f the main disadvantages o f narrow bore capillary columns is their reduced
sample capacity. The multicapillary column represents a potential solution to this
limitation. This column was developed in Russia, and is commercialized in USA by
MSA (3.2) and Alltech (3.3). It consists o f a 1-m long bundle o f approximately 900
parallel glass columns, each with an internal diameter o f 0.04 mm, and a 0.2 pm thick
stationary phase film. In theory, this column provides the efficiency and speed o f 40 pm
i.d. columns, with a 900 fold increase in sample capacity. The increased solute
concentration range and sensitivity of the multicapillary column seemed very attractive
for a fast portable GC. Therefore, we evaluated the practical performance o f this novel
column.

3.3 Experimental
All columns were evaluated in an HP 5890 gas chromatograph, with a
split/splitless injector, and a flame ionization detector. The original electrometer was
replaced by an in-house built electrometer that allowed sampling rates up to 100Hz. The
instrument was controlled from the front panel, while the data was collected using a
Macintosh Classic II computer. The software used for data acquisition was an in-house
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developed chromatographic software package (M2001; Institute for Environmental
Studies, LSU).
The carrier gas used for the column evaluation was helium. Samples were
injected m anually, using the split mode with high split ratios (>1000:1). For most
columns, a van Deemter plot was obtained for n-Cu to n-C n, at 150°C. The sample used
was an internal standard mixture for simulated distillation (Separation Science; Gulf
Breeze, FL) that contained 1% w/w o f each o f the n-paraffins in hexane. The column’s
activity toward polar compounds was evaluated with a column performance test mixture
(J&W; Folsom, CA), and a mixture of DMMP, DEMP and DEMP (provided by Midwest
Research Institute; Kansas City, KS).
All columns had a 5%pheny-methyl silicone stationary phase. The following
columns were evaluated:
1. 3m x 0.1 mm i.d., 0.1 pm film (Quadrex; New Haven, CT)
2. 3m x 0.1 mm i.d., 0.1 pm film (J&W)
3. 3m x 0.1 mm i.d., 0.4 pm film (Quadrex)
4. 2m x 0.1 mm i.d., 0.4 pm film (Quadrex)
5. lm x 0.1 mm i.d., 0.4 pm film (Quadrex)
For each column, the approximate theoretical van Deemter curve was calculated
with an Excel spreadsheet (Microsoft, Seattle, WA), and compared with the
experimental data. For the van Deemter plot models, an approximate value for the binary
diffusion coefficients in the gas phase was used. This value was taken from the literature
(3.4), and not corrected for type o f compound and temperature. The variance introduced
by the extra-column effects was estimated from the experimental van Deemter plot o f the
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1

m x 0.1 mm, 0.4pm film column. For this, the plate height values were multiplied by

the corresponding average linear carrier gas velocities. This converted the GolayGiddings-Gaspar equation into a third degree polynomial function o f u. Least square
regression analysis o f ( Hx u ) vs. u was used to estimate the contribution o f the
extra-column effects to the observed plate height. SAS System for Windows v. 6.12 (The
SAS Institute, Cary, NC) was used for the regression analysis.

3.4 Results and Discussion
3.4.1 Column Efficiency and Extra-column Effects
Figure 3.1 shows the van Deemter plot obtained for n-Cu (k= 10) and n-C\$
(k = 25) with a 1 m long, 0.4 pm film column. The experimental data covered only the
region o f the van Deemter plot where the resistance to mass transfer and the
extra-column effects dominated the peak broadening process. The manual pressure
control o f the HP5890 did not permit linear carrier gas velocities below 40 cm/s for this
column.
The optimal carrier gas velocity window obtained experimentally forn-C n and
n-C 17 was between 40 and 60 cm/s, corresponding to a column head pressure between 6
and

8

psi (with helium carrier gas). The theoretical value is approximately 100 cm/s;

thus, the extra-column effects reduced the maximum analysis speed by 50%. More
important than the reduction in uop, itself, was the exponential deterioration in column
efficiencies at linear carrier gas velocities above uopt. It is a common practice in GC to
operate at carrier gas velocities above u ^t to increase analysis speed. In theory, this can
be done with narrow bore columns over a very wide range o f carrier gas velocities
without affecting the resolution significantly. In this system, the practice would cause
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detrimental resolution losses, especially for solutes with capacity factors below 25, as
seen in figure 3.1. For solutes with larger capacity factors, carrier gas velocities above
uopt can be used to speed up analysis times without detrimental efficiency erosion.
The Golay-Giddings-Gaspar equation (Eq. 2.59) can be expressed in the
simplified form:
HmaI= ~ + C u -h D u 2
u

[3.1]

where B /u represents the contribution from the axial diffusion to the plate height, Cu
represents the contribution o f the combined resistance to mass transfer terms to the plate
height, and D u2 represents the contribution from extra-column effects to the plate
height. The dependence o f the axial diffusion term on the inverse of the linear carrier gas
velocity complicated the regression fit o f the experimental data points to the GolayGiddings-Gaspar model, and consequently, the statistical estimation of the coefficients of
the model. Multiplication o f the experimental plate height values by the corresponding
carrier gas velocities converted Eq. 3.1 into a simple third degree polynomial equation,
according to:
HwaiU —B + C u1 + D u3

[3.2]

Least square regression o f the resulting Htotalu versus u values permitted a
rough estimation o f the coefficients B, C, and D. From the value of A the variance
introduced by the injector and detector to the total peak variance was estimated.
For the data set obtained for «-Cu, the coefficient o f the cubic term was
6x1 O'6 s2/cm with a standard error o f 3x1 O'6 s2 /cm. Application o f Eq. 2.59 yielded an
estimated value o f 0.07 ± 0.03-s2 for the total variance introduced by the injection and
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detection system to the peak variance. The corresponding time constant was then
approximately 0.3 ±

0 .1

seconds. The order o f magnitude o f this value is comparable to

the values found by Hyver and Phillips (3.5) for a similar instrumental set-up (0.70
seconds for manual split injection).
It is noteworthy that the column efficiency at the optimum carrier gas velocity
was not significantly reduced as a result o f the extra-column effects. The minimum plate
height found for all columns was approximately 0 . 1 mm, which corresponded to the
theoretical Hmino f the column (see Eq. 2.64).
In conclusion, the maximum efficiency o f the 100 pm i.d. columns evaluated
were close to the theoretically expected values. However, the optimum linear carrier gas
velocities, as well as the ‘useful’ carrier gas velocity windows were significantly smaller
than expected, as a result o f extra-column effects. The estimated time constant o f the
injection and detection system was 0.3 ±0.1 s.
The efficiency loss resulting from the non-ideal injection band mainly affected
solutes with low capacity factors. Solutes with high capacity factors presented much
flatter van Deemter curves. One alternative to offset the effect o f the injection band on
the peak width is temperature programmed GC (TPGC). In TPGC, most solutes have
high capacity factors at the initial column temperature. However, without the use of
sub-ambient temperatures, solutes of higher volatility than n-C io still undergo significant
peak broadening due to the injection band in short, narrow bore columns. Even with
temperature programming, the time constant and sampling rate o f the detector must be
optimized to avoid further efficiency erosion at high linear carrier gas velocities.
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Figure 3.1 Experimental and theoretical van Deemter plots obtained
with a 0.1-mm x 1-m, 0.4-pm film column.

3.4.2 Column Length
Table 3.1 presents a summary o f the results obtained for different column
lengths, keeping the column i.d. and film thickness constant (0.1 mm and 0.4 pm
respectively). Figure 3.2 shows the corresponding van Deemter plots obtained for n-C | 4
with the three columns of different length.
The data in table 3.1 confirmed that the minimum plate height does not change
with the column length. The plate generation rate (NZtr) at u ^ d id not change
significantly either with the column length. Because the longer column had a larger
number o f plates, the resolution increased with the column length. However, for a 100%
increase in resolution, the retention time increased by 2 0 0 %.
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Table 3.1 Effect o f column length on efficiency and resolution in the presence o f
significant extra-column contributions. (Column i.d. 0.1mm, film: 0.4 pm 5% phenylmethyl silicone (Quadrex))

2m

1m

Length

3m

n-C14
k=10

n-C16
k=25

n-C14
k=10

n-C16
k=25

n-C14
k=10

U-C16
k=25

uopt (cm/s)

60

60

60

60

60

60

Hmin (mm)

0 .1

0 .1

0 .1

0 .1

0 .1

0 .1

N/tr @ u„pt (plates/s)

460

218

516

237

580

229

tr ® uopt {cva/s)

16.8

41.3

37.4

91.7

50.0

124.9

P for Uopt (psi)

7

7

14

14

22

22

P W @ u opt(s)

0.45

1 .0 0

0.63

1.46

0.69

1.72

1 0 .1

12.5

15.6

17

19.5

19.6

Solute

R

The onset o f the second order increase o f the plate height with the carrier gas
velocity, at u>uopf was observed also for the 2 meter column. However, this increase
seemed proportionally smaller than for the 1 m column. Furthermore, the 2 m column
presented a slightly wider ‘useful’ window o f u, where

remained approximately

constant (50-90 cm/s, corresponding to 12-20 psi head pressure). Operation at 90 cm/s
permitted a 30% reduction in analysis time, without significant resolution loss.
The available pressure range limited the carrier gas velocity range covered for the
3m column. Over the interval tested, extra-column contributions to the plate height were
not observed. H remained approximately constant and close to Hmm between 60 and 100
cm/s carrier gas velocities, which corresponded to 17-30 psi head pressure. The
acceleration o f analysis times in this column was therefore limited by the maximum inlet
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pressure. For hydrogen, similar head pressures approximately double the carrier gas
velocities obtained with helium. Thus, hydrogen would permit operating the 3 m column
at higher carrier gas velocities, and allow the use o f 4-m columns without increasing the
required pressure range.

0.80
0.70
0.60

C alculated cu rv e for

k=10

*| 0.50

♦ 1 m column
x 3 m column
a 2 m column

a 0.40
M 0.30

0.20
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—
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|

50.00

» ■ ■■■■■ I I
100.00

■

+
150.00

200.00

A verage linear velocity (cm/s)
Figure 3.2 Experimental and theoretical van Deemter plots for columns o f different
length. Column: 0.1 mm i.d., 0.4 pm film thickness; 5% phenyl-methyl-silicone; carrier
gas: helium.

In portable GC, the operator usually does not change the column. Often the
column is part o f a whole assembly, and changing it is not a trivial task. When the
system is a routine analyzer, designed for a specific sample composition, the shortest
possible column, selected according to the resolution requirements, and operated at uop„
provides the fastest analysis times and lowest power consumption. If the system is a
multipurpose device, intended to analyze samples o f diverse origin, the longest possible
column should be used, because the larger plate number increases the probability of
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separation o f unknown samples. It is important to keep in mind that even the 3 m column
had a modest number o f theoretical plates as compared to standard high resolution
capillary columns. Thus, analysis times o f few seconds usually have the tradeoff of
reduced resolution.

3.4.3 Film Thickness
Table 3.2 summarized the results obtained from the van Deemter experiments o f
two 0 . 1 film columns and one 0.4 film column. In the three cases, the column length was
3-m. Figure 3.3 presents the corresponding van Deemter plots. Attempts to evaluate thin
film, 1 -m long columns under isothermal conditions failed because the signals were
severely distorted, and often split into several peaks. This resulted from the non-ideal
injection band delivered by the manual split injector, which causes large relative peak
width distortions to small capacity factor solutes in short columns (Eq. 2.59).
The table as well as the van Deemter plots show that the film thickness did not
affect the minimum plate height significantly. Figure 3.3 also shows that, up to a linear
carrier gas velocity o f 1 0 0 cm/s, the column efficiencies correspond approximately to the
theoretically estimated values. For the solutes tested ( l r f to k=10 for the 0.1 pm film),
the thinner film did not show larger efficiency losses due to extra-column effects over
the carrier gas velocity interval tested.
The analysis times (under isothermal conditions) were four times faster for the
thin film columns, as expected from Eq. 2.12. Since the number o f theoretical plates
were approximately equal for both types o f columns, the plate generation rate was also 4
times faster for the thin film columns. This signified a fourfold increase in performance,
in terms of analysis times versus resolution. However, the sample capacities of the thin
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film columns were significantly lower than the sample capacity o f the thick film column.
With the detector used in this study, a very limited concentration range could be
separated with the thin film column. The maximum sample capacity corresponded to 5
ng, with a signal to noise ratio o f 150. The minimum detectable amount, defined by a
signal to noise ratio o f 3, was only 0.1 ng. Thus, a concentration range o f less than two
orders o f magnitude could be analyzed by the system. This range increased by a factor of
approximately four for the thick film column.

Table 3.2 Effect o f film thickness on efficiency and resolution. (Column: 3m x 0.1mm;
5% phenyl-methyl silicone stationary phase).

Film, brand
Solute

0.4 pm , Quadrex

0.1 pm, Quadrex

n-C14

n-C16

n-C14

n-C16

n-C14

n-C16

k=

k=25

k= 2

k= 6

k= 2

k= 6

!0

0.1 pm, J&W

Uopt (cm/s)

60

60

60

60

60

60

Hmin (mm)

0 .1

0 .1

0.09

0 .1

0.09

0 .1

N/tr @ u0pt (plates/s)

580

229

2400

990

2100

880

tr @ Uopt (cm/s)

50.0

124.9

14.8

31.3

15.5

32.9

P for Uopt (psi)

22

22

22

22

22

22

PW @ Uopt (s)

0.69

1.72

0.19

0.42

0 .2 0

0.45

19.5

19.6

16.4

18.4

16.4

17.7

R
Sample capacity (ng)

20

5

5
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Figure 3.3 Experimental and theoretical van Deemter plots for columns of different film
thickness. Column: 3m x 0.1 mm, 5% phenyl methyl silicone; carrier gas: helium.

In conclusion, thin film columns, operated under isothermal conditions, deliver
faster analysis times while keeping similar resolution. However, for very short columns
the quality of the injection (short, narrow plugs) was critical. Therefore, of the thin film
columns, only the 3m column could be o f practical use in a portable fast GC.
Because of the limited sample capacity, the thin film columns are only useful for
samples where all the analytes o f interest are in approximately equal concentrations,
unless much more sensitive detectors are used. For a general purpose instrument, thick
film columns offer more versatility.
Operation at higher column temperatures, or under temperature programmed
conditions, can accelerate the analysis times in thick film columns, with the tradeoff of
increased power consumption. For wide boiling point mixtures, separated under
temperature programmed conditions, the gains in analysis times with the thinner film
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columns are far less substantial. As described in chapter 2 ( pp. 51 >57), in TPGC, the
analytes undergo partitioning for a relatively short fraction o f their residence time in the
column. Only the duration o f that time fraction is affected by the film thickness. The
temperature programming rate dictates the duration o f the period during which the
analytes remain immobilized at the head o f the column.
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Figure 3.4 Relative increases in retention times and Trennzahl obtained for a 0.4 pm
film column, as compared to a 0 . 1 pm film column, under temperature programmed
conditions. Column: 3 m x 0.1 mm; 5% phenyl-methyl-silicone stationary phase; carrier
gas: He @ 60 cm/s. Temperature program: 50°C ( 6 s) to 250°C @ 0.5°C/s.

Figure 3.4 shows the relative retention time increases (%) observed for n-Cg to
n-C2 0 , when they were separated, under temperature programmed conditions, in a 0.4
pm film column as compared to a 0 . 1 pm column. The figure shows that even for the
most volatile compounds, the retention time differences were much smaller than under
isothermal operation. The retention times o f the least volatile compounds were only 20%
faster in the thin film column than in the thick film column. Separation efficiencies (TZ
values) were approximately

10

to 15% higher for the thin film column, for C 12 and
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higher. These compounds had a sufficiently large capacity factor at the injection
temperature to be trapped at the head o f the column, i.e., their peak width was not
affected by the injection band.
The previous results demonstrate that TPGC permits the use o f thick film
columns without large sacrifices in analysis times and separation efficiency. Therefore,
in fast portable GC with temperature programming capabilities, thick film columns
provide the best compromise between sample capacity, operational simplicity, separation
efficiency and analysis speed.
3.4.4 T he MulticapiUary Column
The maximum inlet pressure o f the HP 5890 GC (30 psi) limited the evaluation
o f the multicapillary column. The maximum carrier gas velocity obtained at 30 psi was
40cm/s, which is less than half o f the theoretically expected u0p t . Figure 3.5 shows the
portion o f the van Deemter plot that was obtained with the available pressure range. It
shows a tendency o f H to stabilize for carrier gas velocities between 30 and 40 cm/s. The
corresponding H m in values were between 0.13 and 0.19 mm, depending on the solute.
These values more than tripled the theoretically expected values according to Eq. 2.64.
The reduced efficiency probably resulted from the enhanced impact o f extra-column
effects to the peak width in the ultranarrow bore columns. Addition o f a time constant of
200ms (within the range determined in section 3.4.1 (p. 69) as characteristic o f the
instrumentation used) in the Golay-Giddings-Gaspar model resulted in a theoretical

H m in value o f 0.13, at a linear carrier gas velocity o f 30 cm/s. A coating efficiency
distribution among the 900 individual columns o f the multicapillary column could also
cause a retention time distribution in the column, with the net result o f an increased peak
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width. An evaluation over a larger linear carrier gas velocity range is necessary to assess
the relative contribution o f these two factors to the total plate height o f the multicapillary
column.
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Figure 3.5 Theoretical and experimental van Deemter plots o f the multicapillary column

The multicapillary column, used with a standard injector and detector, did not
deliver the expected efficiency. Furthermore, the anticipated advantage o f sample
capacity was not as favorable as expected. Even though the sample capacity was high,
the detection limits were compromised by large solvent peaks and column bleeding.
Finally, the injection o f a column performance test mixture showed that the
multicapillary column was very active towards polar compounds, especially those with
acidic functional groups. Figure 3.6 presents a comparison o f the chromatograms o f the
test mixture, obtained with a 3m x 0.1 mm (0.1 pm film), single capillary column, and
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Figure 3.6 Chromatograms o f the column performance testmix obtained with a single
fast GC column (top), and the multicapillary column (bottom).
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Figure 3.7 Chromatograms o f nerve gas agent simulants obtained with a single fast GC
column (top), and the multicapillary column (bottom).
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the multicapillary column. Figure 3.7 presents a similar comparison o f the
chromatograms o f nerve agent simulants (dimethyl-alkyl-phosphonates). Clearly, the
single capillary column outperformed the multicapillary column in resolution, peak
shape, and activity towards polar compounds.
As a result o f the previous evaluation, we concluded that the multicapillary
column, at its present stage o f development, was unsuitable for fast portable GC.
3.5 Conclusions
The selection o f the column for portable fast GC depends on the purpose o f the
instrument, and the characteristics o f the instrument. In general, 0.1 mm i.d. were well
suited for fast GC. They were compatible with standard injectors and detectors.
Extra-column effects reduced the optimum carrier gas velocities and ‘useful’ carrier gas
velocity windows significantly. However, the maximum efficiencies remained close to
the theoretical values. The time constant introduced by the manually operated split
injector and the FID was approximately 250 ms. Optimal carrier gas velocity windows
were established for 1,2, and 3m long columns.
The upper limit o f the inlet pressure dictated the maximum column length. The
retention time increased faster with the column length than the resolution. For a target
analyzer, the shortest possible column should be selected, while a general purpose
instrument should include the largest possible column.
Under isothermal conditions, thin film columns delivered significantly faster
analysis times than thick film columns, with comparable maximum efficiencies. Only
3m long columns performed satisfactorily with thin films. For short columns (lm ), thick
films were necessary to avoid peak distortions. In general, thick film columns were
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easier to operate due to their larger sample capacity and the lower impact o f
extra-column effects.
Under temperature programmed conditions, thick film columns combine the
advantages o f larger sample capacities and reduced impact o f extra-column effects on the
peak profiles, without the sacrifice o f large analysis times.
The multicapillary column showed poor resolution and significant activity
towards polar compounds, and was considered unsuitable for fast portable GC.
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C H A PTER 4

RESISTIVE AT-COLUMN HEATING FOR FAST TEMPERATURE
PROGRAMMING IN GAS CHROMATOGRAPHY
4.1

Introduction
As discussed in chapter 1, the use o f portable instrumentation for on-site analysis

has certain advantages over laboratory analysis such as faster response times, less sample
degradation, and fewer errors due to handling, transport and storage o f the sample.
However, portable analytical instruments have their own requirements and limitations.
They should be lightweight, consume little power, and have very short turnaround times
in order to fully exploit the advantages o f portability. At the same time, they should have
appropriate accuracy and precision (4.1-4.3).
Among the variety of instruments adapted to on-site analysis, gas
chromatography presents the advantage o f flexibility over selective sensors by allowing
qualitative and quantitative analyses o f complex mixtures rather than the determination
of single target compounds. Also, GC separates the analytes in the column prior to their
detection, reducing the problems that could arise from potential interferences.
In chapter 2, theoretical derivations demonstrated that short, narrow bore
capillary columns exhibit high resolution at elevated carrier gas velocities due to their
small resistance to mass transfer contribution. This allows very fast GC analyses in a
technique known as fast or high speed GC. Portable gas chromatographs with these types
of columns, though commercially available, are limited to isothermal operation. This
severely restricts the scope o f the instrument because only samples within a relatively
narrow boiling point range may be analyzed in a reasonable amount o f time.
Temperature programming extends the potential o f GC by expanding the accessible
85
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volatility ranges and reducing analysis times (4.4). However, as demonstrated in chapter
2

, the temperature programming rate should increase proportionally with the carrier gas

velocity. Thus, the fast carrier gas velocities used with short, narrow bore columns
require very fast temperature programming rates for optimal separation o f wide boiling
point range samples.
Almost all commercially available laboratory gas chromatographs include the
capability o f accurate oven temperature programming. However, the ovens are bulky,
require large amounts o f electrical power, and their temperature programming capability
typically has an upper limit o f about 40°C/min. An alternative to large ovens, direct
resistive heating o f the column itself, requires a minimum amount o f power, since only
the column is heated. The idea o f direct resistive heating had been proposed several years
ago (4.5), but only proven experimentally more recently. Yost and coworkers (4.6)
heated commercial aluminum-clad columns by passing electrical current through the
coating of the column. This approach, although theoretically very appealing, has
practical limitations. For example, experiments performed in our laboratory showed that
the differences between the thermal expansion coefficients of the fused silica and the
aluminum caused the rupture of the aluminum coating and damage to the column itself
after a few thermal cycles.
Using the same concept, Phillips and coworkers (4.7-4.9) coated capillary
columns externally with a conductive paint for resistive heating. Electrical current
through the coating was programmed as a function o f time so that the retention times of
n-paraffins would show a linear dependence on their Kovat’s indices. The appropriate
electrical current profile was determined by iterative experiments until the desired
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normal paraffin separation was achieved. The process was rather time consuming, and
the flexibility in temperature programs was limited. Moreover, the actual column
temperature and heating rate were unknown. Mechanical instability o f the conductive
film could result in problems such as uneven heating and physical damage to the column.
The present work implemented the concept o f resistive at-column heating using
either a separate metal tube or a metal wire as the heating element. A microprocessor
controlled feedback circuit directly controlled the column temperature. The feedback
circuit required an additional temperature sensing element, collinear with the column and
the heater. The electronic circuit compared the signal from the temperature sensor with
the expected value according to the software-selected temperature program. A pulse
width modulator on the electronic control board continuously adjusted the power applied
to the column heater to maintain the desired temperature.
The applicability o f the two different at-column heating devices for fast,
controlled temperature programming o f narrow bore capillary columns was evaluated.
The scope and limitations o f the electronic control were established and compared with a
standard commercial GC oven. The applicability o f the at-column heater for fast GC-FID
and fast GC-MS was demonstrated. The overall GC performance (retention times and
peak widths) for n-paraffins Cio to C20 was likewise compared to a commercial GC oven
in terms of accuracy, precision, and efficiency. The influence o f an external sheath gas
flow, characteristics o f the insulating material, and the column wall thickness were
evaluated. Finally, the efficiency o f temperature transference to the stationary phase was
studied.
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4.2

Experim ental

4.2.1

Colum n Assembly.
All experiments were performed with 0.1 mm i.d. WCOT capillary columns of

various lengths (1 to 3 m). Unless stated otherwise, the columns were thin wall
capillaries (approx. 0.1 mm) with a 0.4 pm film o f methyl phenyl (5%) silicone
stationary phase (Quadrex; New Haven, CT).
Two different types o f heating systems were assembled. One o f them, the coaxial
heater, used a 0.014-in. i.d. (0.022-in. o.d.) stainless steel tube (Small Parts, Miami, FL)
as the heating element. For one meter columns the stainless steel tube was used directly.
For three meter columns, a three meter long piece of stainless steel tube was
electroplated with a thin silver film to reduce the electrical resistance (AAA Polishing
and Plating; Baton Rouge, LA). The thickness o f the silver film was neither monitored
nor determined; instead, the electrodeposition process was allowed to proceed until the
total resistance o f the tubing reached a value o f approximately 3.5 ohm.
The coaxial heater comprised a piece of capillary column inserted along with the
same length o f an electrically insulated 0.002” diameter Nickel Alloy

120

™ sensor wire

(California Fine Wire, Glover City, CA) into a slightly shorter piece o f silver plated
stainless steel tubing. For electrical insulation between column coils, the whole assembly
was inserted into a 0.032” i.d. thin wall piece o f Teflon™ tubing (Cole Parmer; Niles,
IL). The insulating Teflon™ tubing was shorter than the stainless steel tube, allowing
about V2 cm o f exposed metal tube at each end. The ends o f both the metal tube and the
sensor wire were soldered to copper wires and connected to the electronic control board.
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Column (0.1 mm)
Teflon tubing
Sensor wire

Heater wire

Figure 4.1 Schematic diagrams o f the coaxial (a) and collinear (b)
at-column heating assemblies.

R e p ro du ced with permission o f the copyright owner. Further reproduction prohibited without permission.

90

The second type o f heating system, the collinear heater, was built using a 0.020”
diameter Nickel Alloy 9 0 ™ wire (California Fine Wire) or a 0.015” diameter Alomega®
wire (Omega, Stamford, CT) as the heating element instead o f the stainless steel tubing.
The type o f heating wire was selected according to the column length, such that the total
electrical resistance o f the heater would be between 2 and 4 ohm.
In the collinear heater, the column, sensor wire, and heater wire were inserted
together into a 0.032” i.d. thin wall Teflon™ tube (Cole Parmer). As with the coaxial
heater, copper leads were soldered to each end o f both the heater and the sensor wire for
connection to the electronic control board, hi a slightly different version o f the collinear
heater, the heater wire was inserted into a 26 gauge fiberglass sleeve (Omega), for
electrical and moderate thermal insulation. In this case, the sensor wire, insulated heater
wire, and the column were inserted into an %” diameter braided ceramic high
temperature sleeve (Omega). Figure 4.1 contains schematic diagrams o f the coaxial and
the collinear column heater assemblies.
4.2.2

Electronic Control
The electronic control for the resistive column heating was an integral part of a

control board that was built in-house for a prototype portable gas chromatograph (4.10).
Figure 4.2a shows a block diagram o f the original column heater control unit. The
controller used an 8 bit Intel 87C51GB microcontroller (Intel, Santa Clara, CA) that
included 256 bytes o f RAM, two programmable counter arrays, an 8 -channel 8 -bit A/D
converter and three 16-bit timer/counters. The firmware for the control board was written
in 8031 assembly language and resided on a 128K EPROM. The controller board worked
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Figure 4.2b. Block diagram o f the revised (software driven) temperature control unit.
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with DC input voltages that ranged from 10 to 30 VDC. In this work, two 12-V deep
cycle batteries (34 Ah) were connected in series for the column heating.
The control board communicated with an external computer via an RS232 serial
port. A Toshiba T3200 computer running Procomm v. 2.3 (PIL Software Systems;
Columbia, MO), or a Macintosh Classic II (Apple Computer, Cupertino, C A ) running
Red Ryder v. 10.3 (FreeSoft, Beaver Falls, PA) served as dumb terminal for setting
operational parameters. The sensor wire resistance, initial and final temperatures, delay
times, and heating rate were downloaded to the controller via the serial link.
The controller maintained the column temperature using a pulse width modulator
as follows. A small constant current (I) passes through the sensor wire. The resulting
voltage drop (V) along the wire is proportional to the resistance ( R) o f the wire
according to:
V = /x R

[4.1]

The resistance Rt o f the sensor wire at temperature T (°C) is given by:
Rt = Ro x (1 + a T)

[4.2]

where Ro is the resistance at 0°C and a is the temperature resistance coefficient, that is
characteristic for a given metal. Combining Equations 4.1 and 4.2 shows that the voltage
drop is proportional to the temperature o f the sensor wire:
V t = / x R o x (1 + a T )

[4.3]

Every 10 ms the controller computed the expected voltage according to the
desired temperature-time profile and compared it with the measured voltage. The
difference between the expected value and the actual value o f the voltage constituted an
error signal. A compensation network modified the phase and amplitude o f the error
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signal in order to achieve proper temperature control and closed-loop stability. The
output of the compensation network controlled a pulse width modulator, that in turn,
drove a power MOSFET that was connected to the heating element. The width o f the
pulses was proportional to the amplitude o f the compensation network output and
determined the heating rate.
A revised version o f the temperature control unit used a software implemented
control algorithm instead o f the compensation network and pulse width modulator. The
control algorithm was based on proportional, integral and derivative gains, and
temperature transport delays. The coefficients for these parameters could be user
modified, and optimized for each system, adding considerable flexibility. Figure 4.2b
presents a block diagram o f this version o f the temperature control unit.
4.2.3

Experim ental Set-up.
Most experiments were performed using split type injection with a high split ratio

( > 500:1). For trace concentrations, splitless injection was used occasionally. Unless
stated otherwise, the detector used was a flame ionization detector (FID). Both, injector
and detector were heated to a temperature at least

10

°C above the maximum column

operation temperature. The carrier gas was helium, unless stated otherwise. Data were
acquired either with a Pascal ChemStation (Hewlett-Packard, Little Falls, DE), or with
an IBM compatible personal computer using Windows ChemStation software (HewlettPackard). In both cases, the sampling rate was 20 Hz. Alternatively, an in-house built
electrometer with a maximum sampling rate o f 100 Hz was interfaced to a Macintosh
computer. The software used in this case was an in-house developed chromatographic
software package (M2001, Institute for Environmental Studies, LSU).
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All experiments were performed using one or several o f the following
experimental set-ups.

4.2J.1 Miniaturized GC (Set-up A)
This set-up comprised an in-house built miniaturized GC. It contained a
split/splitless injector that was removed from a Hewlett-Packard GC model HP 5710,
and an in-house built miniaturized FID. The two parts were housed in the same heater
block allowing the injector and detector to be located in close proximity. This
arrangement facilitated the insulation o f the whole column assembly, including the ends
leading to the injector and detector; thus, enhancing thermal homogeneity along the
column. The column was carefully coiled into a 5” diameter flat spiral, and thermally
insulated. The insulation comprised two 7 x 7 x 1 ” silica-alumina composite squares
machined from large panels of this material (Zircar, Florida, NY). A 0.25” deep,
6.5 x 6.5” square depression was carefully carved in one o f the plates. The column was
sandwiched inside the depression, between the two plates o f the silica-alumina
composite. Figure 4.3 shows a schematic diagram o f the miniaturized GC.
The injector/detector block was heated with its original heater cartridge
connected to a variable transformer (Ohmite, Skokie, IL). The output voltage of the
transformer was adjusted to keep the block at 320°C. The FED detector was connected to
the in-house constructed electrometer. GC data were collected at 100 points per second
sampling rate, using a Macintosh Classic H computer running M2001 (LSU).

4.2.3.2 HP 5890 Based Set-ups (B-D)
These three types o f experimental set-ups were built around an HP 5890 gas
chromatograph with a split-splitless capillary injection port and an FID (Hewlett-
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Figure 4.3 Schematic diagram o f the experimental set-up type A (miniaturized GC)
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Packard). In version A, the column was assembled into an at-column heater system as
described above, coiled into a 1” diameter cylinder, and placed into a thermal insulator.
The insulator was a 2.5 x 2.5 x3” rectangular hollow box machined from silica-alumina
composite plates (Zircar). The whole column and heater assembly was set on top o f the
HP 5890. The two ends o f the column were introduced into the HP 5890 oven through a
single hole in the top insulation, and connected to the injector and detector. The column
ends that extended out o f the insulating box were expected to undergo larger heat losses
than the main body o f the column as a result of poorer thermal insulation. As a
consequence, the temperature at the ends would be below the temperature of the main
body o f the column, which would create "cold zones." To eliminate the effect of the cold
zones, the temperature o f the column portion on top o f the GC was controlled by the
resistive heating, while the ends inside the oven were heated simultaneously at the same
rate by the HP 5890 oven heater. In this way, theoretically the whole column should be
heated uniformly. Figure 4.4 shows a schematic diagram o f the experimental set-up.
Version C o f the HP 5890-based experimental set-ups was similar to version A.
In this case, however, the at-column heater assembly was arranged as a flat spiral, with a
distance o f at least 1 cm between the individual coils. This spiral was sandwiched
between suitable insulating sheets (glass wool or silica-alumina composite plates). As in
version B, the column ends that extended out o f the insulator were connected to the
injector and detector. To assure thermal homogeneity between the uninsulated ends and
the insulated body o f the column, the HP 5890 oven and the resistive at-column heater
were heated simultaneously during a run, using the same temperature program. Figure
4.5 shows a schematic diagram o f the experimental set-up type C.
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Figure 4.4 Schematic diagram o f the experimental set-up type B. The HP 5890 oven
and the at-column heater were heated simultaneously at the same temperature
program to assure thermal homogeneity along the column. This set-up minimized the
influence o f the oven heater on the at-column heater. However, it introduced cold
zones where the column passed through the insulation at the top o f the oven.
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Figure 4.5 Schematic diagram o f the experimental set-up type C. The HP 5890 oven
and the at-column heater were heated simultaneously at the same temperature
program to assure thermal homogeneity along the column. This set up minimized cold
zones and intercoil heat transfer.
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Figure 4.6 Schematic diagram o f the experimental set-up type D. The HP 5890 oven
heater was turned off during a run and the column heated with the at-column heater
only.
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Version D o f the experimental set-up comprised a collinear at column heater that
was inserted longitudinally in an %” diameter braided ceramic fiber sleeve (Omega).
The column assembly was coiled into a helix, keeping a distance o f at least 2-cm
between coils. Fiberglass tape (Cole Parmer) helped keep the column coils in place. The
ends were connected to the injector and detector. The metallic injector and detector
connections that protruded into the GC oven were covered w ith glass wool, together with
the first inch o f each end o f the column assembly. W ith this arrangement, the GC oven
heater was turned o ff during a run, and the column temperature was controlled only by
the at-column heater. The oven fan was used between runs to accelerate cool-down
times, and establish constant ambient temperature at the beginning o f each run. Figure
4.6 shows a diagram o f column arrangement D.
4.2.4 Evaluation of the Scope, Accuracy and Precision o f the Tem perature
Control.
To evaluate the performance, repeatability, and accuracy o f the temperature
control, the voltage-versus-time traces o f the sensor wire were monitored and collected
using a Nicolet 3091 digital storage oscilloscope (Nicolet, Madison, WI). These traces
were downloaded as text files to the Macintosh Classic II computer (Apple), via a serial
link, using Red Ryder v. 10.3 (FreeSoft) as the communication program. The
oscilloscope was calibrated with a variable DC voltage source (General Resistance
Instruments, Mt. Vemon, NY). Microsoft Excel (Microsoft, Seattle, WA) was used for
the data processing (smoothing, data reduction, calculation o f error and precision) and
chart preparation.
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4.2.5 Chromatographic Performance - Preliminary Evaluation
4.2.5.1 GC-FED Experiments
Chromatograms o f a C5-C 4 4 w-paraffin blend (Separation Systems; Gulf Breeze,
FL) were obtained using both the coaxial and the collinear at-column heaters in the
miniaturized GC, under different temperature programming rates. Chromatograms o f a
polycyclic aromatic hydrocarbons standard mixture (Supelco, Bellofonte, PA), two
base/neutrals standard mixtures (Supelco), Louisiana light crude oil (Institute for
Environmental Studies, LSU), and chemical warfare agents simulants were obtained with
the collinear heater only, under different temperature programming conditions.
Retention time reproducibility for different heating rates was determined from 5
consecutive runs o f the n-paraffin blend. Separation efficiency under different
temperature programming rates was calculated from the retention times and peak widths
o f the n-paraffins.

4.2.5.2 GC-MS Experiments.
A 3-m long collinear at-column heater assembly was installed in an HP 5890
with an HP 5971 mass selective detector (Hewlett-Packard), in an arrangement similar to
the experimental set-up type D. One end of the column was connected to the
split/splitless injector o f the system, the other end was connected, via a zero dead volume
connector (Valeo; Houston, TX) to a short capillary tube that, in turn, was connected to
the mass spectrometer interface. The column was resistively heated during a run, at
various temperature programming rates. The control o f all the other operational
parameters, as well as the data acquisition were performed with the dedicated IBM
compatible computer o f the GC-MS. Diluted diesel oil samples were injected in the split
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mode, with a split ratio o f 500:1. Two sets o f ions were monitored in separate runs,
operating the mass spectrometer in single ion monitoring (SIM) mode. The first set
comprised the ions corresponding to m /z values o f85,178, 184, 192, and 198. The
second set included m/z values o f 85,191,220 and 226. Dwell times o f 25 and 10 ms
were used.
Results were compared to existing ion chromatograms o f the same samples that
had been obtained with a conventional high resolution capillary column (0.25 mm i.d. x
30-m, 0.25-pm film of 5% phenyl-methyl-silicone).

4.2.6 Comparison of the At-column Heater Performance with a Standard GC
Oven.
A 3-m-long column was first installed as received in the GC oven, and five
replicated chromatograms for n-paraffin headspace samples were obtained; the oven was
heated from 50°C to 250°C at a temperature programming rate o f 0.5°C/s (upper limit of
the HP 5890 oven). Subsequently, the same column was assembled into a collinear
at-column heater system as described above, and installed in a HP 5890, using type B
and type C arrangements. Five replicate chromatograms o f the n-paraffin test mixture
headspace were obtained at a temperature programming rate o f 0.5°C/s.
Retention times and peak widths o f the n-paraffins from C6 to C 20 were
determined for all chromatograms. The results were compared statistically using analysis
of variance (ANOVA) in a completely randomized design. Carbon numbers and heater
type were tested as the factors affecting retention times and peak widths. The response
variables, retention times (RT) and peak widths (PW) were analyzed individually in an
univariate approach. The effect o f time or sequence in which the experiments were
performed was considered negligible, based on the well-known stability o f gas
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chromatographs and columns over time. The statistical analysis was performed with SAS
software, version 6.08 (The SAS Institute; Cary, NC).
4.2.7

Effect o f the Sensor W ire M aterial
The effect of the temperature versus resistance linearity o f the sensor wire upon

retention times and peak widths was evaluated with a 1-m collinear at-column heating
assembly, arranged in a set-up type C. This set-up minimized possible cold spots and
intercoil influences. The column assembly contained two different sensor wires: the
standard Nickel Alloy 120™ wire, and a 0.0015-in. diameter platinum 99.99% wire
(California Fine Wire). Three chromatograms o f n-parafGn headspace samples were
obtained for each sensor wire. When the platinum wire was used, the original EPROM
was replaced with an EPROM that contained the appropriate temperature vs. resistance
coefficient for pure platinum (a = 0.00385). Results o f retention times and peak widths
were compared statistically.
4.2.8

Evaluation of Tem perature Non-uniformities Along and Across the Column
Cio to C2 0 retention times and peak widths obtained using a 1-m coaxial and a

1-m collinear at column heater with similar columns, were compared statistically. The
two column assemblies were used in a type C arrangement in order to minimize
temperature variations along the column (cold zones and intercoil effects).
4.2.9

Evaluation of the Effect of an External Sheath Gas Flow Along the Column.
Additional experiments were performed to evaluate the effect o f an external flow

of sheath gas along the column, through the outer annular space in the Teflon™* tube.
Retention times and peak widths that were obtained with and without sheath gas were
statistically compared using univariate analysis of variance (The SAS Institute). The
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chromatograms without sheath gas were obtained with the collinear at-column heater in a
type B set-up. For the sheath gas supply, a piece o f deactivated fused silica tubing
(15 cm x 0.32 mm, Restek; Bellofonte, PA) was inserted up to 3-cm into the detector end
o f the Teflon™ tubing. The opening o f the Teflon™ tubing was sealed with high
temperature silicone sealant (Permatex; Loctite; Cleveland, OH). The other end o f the
fused silica tubing was connected to the packed column injection port o f the HP S890,
which delivered a sheath helium flow o f approximately 5 mL/min to the Teflon™ tube.

4.2.10 Influence of the Thermal Insulation on the Performance of the At-column
Heater
Retention times and peak widths o f ^-paraffins from chromatograms obtained
with a 1-m collinear column assembly insulated with different materials were compared
statistically. The insulators evaluated were silica-alumina composite plates, glass wool,
empty Pietri dishes (Pyrex glass), and the external ceramic fiber sleeve only. The
experiment was performed using arrangement type C (0.5C/s only), as well as
arrangement A (various column heating rates). The power consumed in each case
(arrangement A only) was measured with a digital multimeter (Protek S06, Hung Chang
Products, Seoul, Korea) operated as ampmeter. For this purpose, the multimeter was
connected in series between the negative terminal o f the power supply and the electronic
control board. Data from the multimeter were continuously sent to a personal computer
via an RS232 interface. Excel (Microsoft) was used for data processing.

4.2.11 Influence of the Fused Silica Wall Thickness on the At-coiumn Heater
Performance
One and three meter columns with two different fused silica wall thicknesses
(0.1 mm wall thickness, Quadrex; 0.2 mm wall thickness, J&W; Folsom, CA) were first
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installed as received in the HP 5890 oven. Triplicate chromatograms o f the w-paraffin
mixture were obtained for each column, heating the oven from 50 to 250°C at a
temperature programming rate o f 0.5°C/s. These chromatograms served to compare the
columns by themselves, regardless o f the column heater and/or thermal insulation.
Subsequently, each column was assembled into a collinear at-column heater, using an
insulated heater wire, and ceramic fiber tubing as outer sleeve. Again triplicate
chromatograms for each column assembly heated resistively at the same temperature rate
program, were obtained. This was repeated using two types o f experimental set-ups or
arrangements: type C and type D. Additionally, chromatograms with temperature
programming rates o f l°C/s, 2°C/s and 5°C/s were obtained with the type C
arrangement.

4.2.12 Temperature Transference Into the Stationary Phase
A sensor wire (Nickel Alloy 120™) was inserted into a 1—m x 0.53-mm
deactivated fused silica tubing (Restek), such that 2-cm o f the wire extended out o f each
end of the tubing. With this tubing instead of the column, a collinear at-column heating
assembly was constructed. All four sensor wire extremes were soldered to copper wires
for connection to the electronic board. The sensor wire outside the tube was used for the
column temperature control while the sensor inside served for simultaneously monitoring
the temperature inside the tubing. Voltage vs. time traces for both sensor wires were
collected with a digital storage oscilloscope (Nicolet) and transferred as text files to a
Macintosh Classic II computer (Apple). These traces were obtained for different heating
rates and column insulating materials.
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Temperature dependent differences between the outside (control) and inside of
the fused silica tubing were determined for the various heating ramps and insulating
materials.

4.3

Results and Discussion

4.3.1 Evaluation of the Scope, Accuracy and Precision of the Temperature
Control
Figure 4.7 shows the wire resistance vs. time profiles obtained with the HP 5890
oven heater and with the new collinear at-column heater at a linear temperature
programming rate of l°C/s. These profiles demonstrate the improvement in ramp
accuracy and linearity achieved by the direct at-column heating system. Moreover, the
HP 5890 required approximately 1500 Watt o f power for the oven heating, while the atcolumn heater required less than 60 Watt for the more accurate temperature ramp.
At-column heater temperature ramps from 0.5°C/s up to 10°C/s exhibited very
good linearity and negligible overshoot at the final temperature (Figure 4.8). The
maximum linear heating rate achieved varied with the type o f column insulator, the
resistance o f the heating element, and the power supply. For a 2 to 4 ohm heater and a
moderately well insulated column, powered with two 12V batteries in series, heating
rates up to 15°C/s were possible. A power supply with higher voltage output would
allow much faster temperature programming rates; however, this is not necessary for
100 pm i.d. capillary columns, and impractical for field applications.
The profiles reproduced in figure 4.8 correspond to a collinear at-column heater
with a nude heater wire. When the heater wire was covered with a thin fiberglass tubing,
temperature transport delay caused an appreciable oscillation at the beginning o f the
ramp, as seen in figure 4.9. To compensate for this effect, it was necessary to use the
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Figure 4.7 Comparison o f the temperature versus time profiles obtained with the new
collinear at-column heater and the HP 5890 oven for a linear temperature program
of l°C/s. The temperatures were calculated from the resistance versus time traces of
calibrated platinum sensor wires
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electronic board with the software implemented control function. Appropriate
coefficients for the control algorithm permitted minimize the transport delay effect.
However, the selection o f the optimum parameters was a tedious process. Five mutually
interacting parameters had to be optimized simultaneously for minimum steady state
error, m inim um initial and final overshoot, and maximum ramp linearity, h i practice, it
was not possible to obtain perfect temperature ramps, due to the natural inertia of the
system. Therefore, it was necessary to compromise steady state errors, ramp accuracy,
transport delay and overshoot, to obtain the best temperature time profile. To achieve
this in a less time consuming and more consistent way, a performance function should be
defined. This function should include weighted contributions o f the factors to optimize,
according to their relative importance for the chromatographic performance.
Implementation o f a statistical optimization procedure (such as simplex or a factorial
design) would then facilitate and standardize the selection o f the control parameter
coefficients.
The accuracy and reproducibility of the temperature control depended on the
heating rate and the control parameters used. As an example o f the temperature control
accuracy, figure 4.10a presents a typical trace o f the difference between the actual sensor
resistance and the expected resistance, according to the temperature-time profile, and the
theoretical resistance-temperature dependence o f the sensor wire (for 50°C to 300°C at a
l°C/s heating rate). Maximum deviations from the expected resistance values were
observed at the beginning o f the ramp (equivalent to < 1°C). The error during the main
portion o f the ramp was below a resistance difference equivalent to 0.2°C. Likewise,
figures 4.10 b and c present data for the slope accuracy and the temperature
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Figure 4.9 Effect of the fiberglass sleeve around the heater wire on the
temperature control: a) oscillations around the set point caused by temperature
transport delay b) the use of a control algorithm instead of a hardware based
compensation network allowed the compensation of the temperature transport
delay c) theoretical temperature-time profile.
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reproducibility o f the same temperature program. In general, the accuracy and precision
o f the instantaneous temperatures as well as the temperature programming rate decreased
with the increasing value o f the rate. For example, for a 2°C/s ramp, the relative error of
the heating rate was 0.23%, while for a 8°C/s rate, this value was 2.7%, when the same
set o f control parameters was used. Reproducibility o f the column temperature control
was better under isothermal conditions (SD < 0.05 equivalent °C) than during a
temperature ramp (SD < 0.6 equivalent °C). Table 4.1 summarizes the maximum errors
and standard deviations found from a large set o f temperature ramps obtained with
different heating rates and column arrangements. The oven temperature control accuracy
o f a conventional GC oven is slightly superior (0.01°C, according to the manufacturer);
however, the values obtained for the direct at-column heater still satisfy the general
requirements o f GC temperature control.
Table 4.1 Temperature control precision and accuracy

Steady state (isotherm al)
<1%

Relative error
Reproducibility @ 50°C (SD, RSD)

<0.05°C, <0.1%

Reproducibility @ 300°C (SD, RSD)

<0.1°C, <0.03%

Tem perature ram ps
Relative heating rate error
Mean error in instantaneous temperature, other than

<2%
< 0.5°C

at the extremes o f a ramp
Maximum error in instantaneous temperature
Standard deviation o f instantaneous temperature

<2°C
< 0.2°C

(5 runs)
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It is important to emphasize that the objective o f the previous experiments was to
test the ability o f the electronic feedback control system to closely follow a software
selected resistance versus time profile. The absolute accuracy o f the temperature was not
tested in this experim ent Under accurate electronic control, the accuracy o f the
temperature ultimately depends on the accuracy o f the resistance versus temperature
model included in the EPROM. For this work, accurate, linear resistance-temperature
behavior was assumed, with an a value o f 0.0052, according to information supplied by
the manufacturer.

4.3.2 Chromatographic Performance —Preliminary Evaluation
4.3.2.1 GC-F1D Experiments
To evaluate the potential o f the coaxial end the collinear at-column heater,
chromatograms o f several wide boiling point range samples were obtained under
different temperature programming rates. The injections were performed in split mode
with a high split ratio (>500:1); the detector was an FID. Figures 4.11 to 4.15 reproduce
selected chromatograms of typical samples o f environmental interest. Each figure
includes details about the particular experimental conditions. All the chromatograms
show good separation in very short run times. Mixtures containing compounds with
retention indices that ranged from 500 to 2000 were well separated in 1 to 5 minutes.
Standard methods for the GC analyses o f many o f these samples have up to ten times
longer run times. For example, figure 4.12 shows an impressive separation o f a light
crude oil sample in 5 minutes at a temperature programming rate o f l°C/s. This
constitutes a more than six fold reduction in analysis time compared to current GC
methods used for oil fingerprinting (4.11).
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Figure 4.11 Fast GC chromatograms o f n-Cg to /1-C2 0 obtained with the collinear
at-column heater assembly, at different temperature programming rates.
Column: 1-m x 0.1 mm WCOT, 0.4pm film of 5% phenyl-methyl silicone (Quadrex);
carrier gas : He, 8 psi column head pressure.
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Column: 3m x 0.1 mm, 5% Ph-Me-sillcone
Carrier: He, 18psi
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Figure 4.12 Fast GC chromatogram of Louisiana Light Crude Oil, obtained with the collinear atcolumn heater.
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Column:
Carrier.
Temp, program:
Injection:

1 m x 0.1 mm; 5% phenyl-methyl silicone
He, 0.4 ml/imin
30°C (20s), then 1°C/s to 250°C
Splitless, 5 s purge off time
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Figure 4.13 Fast GC-FID chromatogram o f chemical warfare agent simulants
(di-alkyl-methyl-phosphonates, 3 ppm each ini-PrOH), obtained with the collinear
at-column heater

Reproduced with permission of the copyright owner. Further reproduction prohibited without permission.

Reproduced with permission of the copyright owner. Further reproduction prohibited without permission.

PAH Mlxtura
1. Naphtalena
2. Acenaphtylane

5200 •

3. Acenaphtena

4. Fluoreno

6. Phenanthrene

6, Anthracene
7. Fluoranthene
6, Pyrene

5000 -

9, Benzo (a) anthracene
to, Chryaene

4800 -

4600-

4400 •
4200
4000 3800 ■
3600 3400-

3200 3000
0 . 00

1.00

1. 50

2.00

2.50

3 .0 0

3.50

4.0 0

4.5 0

5.00

5,5 0

Minutes
Figure 4.14 Fast GC-FID chromatogram of a standard polycyclic aromatic hydrocarbon mixture, obtained'with the collinear at-column
heater. Column: I m x 0.1 mm, 0.4 pm film of 5%phenyl-methyl-siIicone; temperature program: 50°C (6 s) to 250°C @ 1“C/s, carrier
gas: He @ 60 cm/s.

—

Reproduced with permission of the copyright owner. Further reproduction prohibited without permission.

Base/Neutrals #2
9500

V
2.
3.
4.
5.
6.
7.
8.
8.
10.
11.
t2.
13.
14,

u

9000
6500
8000 •
7500
7000
6500

1,3-Dtchtofobenzene
1,4-DlctUorobenzene
Bis (2-Chloroelhoxy) methane
Naphtalena
Hexachkxobutadiene
Acenaphtene
4-Methyt'3*nluobenzo|o acid
Floorene
Diethylphtalate
Hexachkxobenzene
Phenanthrene
Pyrana
Benzo 9a) anthracene
Chryaane

6000 ■

12
5500
5000 '
10

14

4500 -

13

4 000 3500
’ '

0 .0 0

'

'

I '

0 .5 0

'

'

'

I '* '

1 .0 0

'

’ I

L

'

1 .5 0

'

'

_a A_ a
'

I ' '

2 .0 0

' •' I > '

2 .5 0

'• I"|

I r - r I—
1--|—
i I-I

3.00

3.5 0

I-I- I I

4 .00

I I—I -I- I T-I

4 .50

5 .0 0

II

I -r-r-r r r

5 ,5 0

>~|

i " i - »— i - r 1»■i t

6 .0 0

6,5 0

Minutes

Figure 4.15 Fast GC-FID chromatogram of a standard base/neutrals mixture, obtained with the collinear at-column heater.
Column: lm x 0.1 mm, 0.4 )im film of 5%phenyl-methyl-silicone; temperature program: 50°C (6 s) to 250°C @ 0.5°C/s, carrier gas:
He @ 60 cm/s.

00

119

Figure 4.1 1 shows a series o f n-paraffins C 7 to C20 chromatograms obtained at
different temperature programming rates with a 1-m collinear at-column heating
assembly installed in the miniaturized GC (set-up type A). Even at a temperature
programming rate o f 10°C/s, all the compounds presented baseline separation in a very
short analysis time. This degree o f separation satisfies the resolution requirements for
simulated distillation o f crude oil, a standard chromatographic method that normally has
nm times o f 20 minutes or more (4.12).
Unless the column was overloaded, the peak shapes were symmetric, as seen in
figure 4.16. This indicated that the system behaved linearly and fairly homogeneously.
Table 4.2 summarizes the peak widths, retention times, and separation numbers obtained
for selected pairs o f analytes from the n-paraffin chromatograms in figure 4.11. As
expected, separation numbers decreased with the increasing temperature programming
rate. Choosing the appropriate temperature program depends on the resolution
requirements and boiling point range o f each particular application.
Retention time reproducibility is essential in gas chromatography because this
parameter often serves as the basis for the peak identification. Table 4.3 presents
standard deviation (SD) and relative standard deviation (RSD) obtained for three
different temperature programming rates o f the collinear at-column heater. For
comparison, column 2 contains typical reproducibility values obtained with a similar
column in a standard oven (0.5°C/s only). Each value resulted from 5 chromatographic
runs obtained under identical conditions with the same column installed in the
miniaturized GC (set-up type A).
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Column: 1m x 0.1 mm 5% phenyl-methyl-silicone
Carrier: He (15psi)
Temperature:
50°C (5 s) to 300°C 9 0.5°C/s
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Figure 4.16 Typical peak shape obtained with the collinear at-column heater.
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Table 4.2 Retention times, peak widths and separation numbers at three temperature
programming ramps

Compound

Retention tim e (s)

Peak W idth (s)

Separation
num ber

l°C/s ram p
n-C9
n-CIO
n-C14
n-C15
n-C19
n-C20

26.31
40.04
99.88
113.95
167.02
180.11

0.62
0.71
1.10
1.11
1.20
1.34
5°C/s ram p

n-C9
n-CIO
n-C14
n-C15
n-C19
n-C20

10.58
15.68
34.99
38.24
51.31
54.55

0.31
0.28
0.36
0.37
0.50
0.52
10°C/s ramp

n-C9
n-CIO
n-C14
n-C15
n-C19
n-C20

14.98
17.67
26.35
28.26
36.28
38.84

021
0.21
0.27
0.28
0.50
0.64

9.3
5.4
4.2

7.6
3.5
2.2

5.4
2.5
1.2
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The retention times obtained with the collinear heater showed standard deviations
between 0.05 and 0.5 seconds, with a mean value o f 0.3 s (RSD < 0.3%). The average
retention time SD obtained with the HP 5890 GC oven was 0.2s (RSD < 0.1%). Despite
the lower retention time precision o f the at-column heater, its absolute reproducibility
was still satisfactory. RSDs o f less than 1 % allow reliable identification o f analytes using
a relative retention time strategy such as the Kovat’s index system (4.13). The lower
precision in retention times achieved with the resistive column heating device indicates
a lower precision or repeatability in the actual temperature profile over time. This is
partly a consequence o f the slightly lower temperature control precision discussed in the
preceding section. Additional causes that may contribute to this phenomenon arise from
heat transfer variabilities, and will be examined and discussed in section 4.3.4.
The retention time reproducibility did not deteriorate with increasing temperature
rates. Moreover, the retention time reproducibility o f the less volatile compounds (C 13
and higher) observed under very fast temperature ramps was consistently better than the
reproducibility observed with slower heating rates. In GC, the time that an analyte
spends in the mobile phase does not depend significantly on the column temperature
program (neglecting flow reduction due to increase o f the gas viscosity with
temperature), but is a function of the column flow. On the contrary, the fraction o f time
that a compound remains in the stationary phase is strongly related to the column
temperature. At higher temperature programming rates, a compound remains in the
stationary phase for a smaller fraction o f its total retention time. Thus, temperature
fluctuations do cause greater retention time variations in runs performed under slower
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Table 4.3 Retention time reproducibility o f the collinear at-column heater

Standard deviation, (s (RSD, % ) )

Compound Hp5890@
0.5°C/s
n-C8

At-column
0.5°C/s

At-column
5°C/s

At column
10°C/s

0.02 (0.3%)

0.18 (1.3%)

0.14(1.1%)

n-C9

0.24 (1.4%)

0.04 (0.2%)

0.26(1.4% )

0.16 (1.0%)

n-CIO

0.21 (0.6%)

0.04 (0.1%)

0.25(1.1% )

0.15(0.8%)

n-C ll

0.19 (0.3%)

0.11 (0.2%)

0.22(0.8% )

0.13 (0.6%)

n-C12

0.14(0.2)

0.31 (0.3%)

0.22 (0.7%)

0.13 (0.6%)

n-C13

0.16 (0.1%)

0.25 (0.3%)

0.18 (0.5%)

0.13 (0.5%)

n-C14

0.13 (0.1%)

0.23 (0.2%)

0.17(0.5% )

0.11 (0.4%)

n-C15

0.15 (0.1%)

0.52 (0.1%)

0.19(0.5% )

0.11 (0.4%)

n-C16

0.14(0.1%)

0.14(0.1% )

0.20 (0.4%)

0.09 (0.3%)

n-C17

0.14(0.1%)

0.25 (0.1%)

0.21 (0.4%)

0.08 (0.2%)

n-C18

0.17(0.1%)

0.34 (0.2%)

0.21 (0.4%)

0.04(0.1%)

n-C19

0.15(0.1%)

0.29 (0.1%)

0.19 (0.3%)

0.05 (0.1%)

n-C20

0.18(0.1%)

0.39 (0.1%)

0.17(0.3% )

0.13 (0.3%)
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temperature rates, provided the temperature variations per se are independent o f the
temperature programming rate.
The collinear at-column heater and the coaxial at-column heater performed
similarly, despite the expected advantage o f radial heating with the coaxial heater.
However, the coaxial heater had some practical limitations. As with other “coated”
heating elements, differences in the thermal expansion coefficients between the support
and the coating caused mechanical stability problems. The silver film tended to peel off
the stainless steel tubing, causing heterogeneity in the tubing resistance. The resulting
uneven tubing resistance ultimately caused hot spots that burned the insulation o f the
sensor wire and caused a short circuit in the temperature controller. Additionally, the
system proved to be mechanically fragile at the points where the column exited the tube.
Abrasion between the tube rim and the exiting capillary column, aggravated by
differences in the thermal expansion coefficients o f the metal tube and the fused silica,
damaged the polyimide coating and the column itself. In summary, the simultaneous
constraints o f dimension, resistance, thermal expansion coefficient, and price imposed
substantial practical problems in using the coaxial at-column heater.
It is important to note that neither the injector nor the detector were specially
modified for fast gas chromatography. As demonstrated in chapter 3, the time constant
introduced by the injector and detector amounted approximately 250 ms. Manual split
injection can deliver injection plugs o f approximately 200 ms, whereas 10 ms injection
plugs are necessary for optimum performance in fast GC (4.14). Similarly, the
electrometer's response time was not fast enough for optimum fast GC. Because the
columns were operated close to the experimentally determined uop„ the chromatograms
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presented herein approximately reflect the maximum efficiency o f the columns.
However, they do not reflect the potential analysis speed o f these narrow bore columns.
4.3.2.2 GC-MS Experim ents
The chromatograms presented so far were obtained using a universal detector.
Many standard methods include the use o f a mass spectrometer as a detector. This gives
the advantage o f high selectivity and identification power. A t the Institute for
Environmental Studies (LSU), for example, crude oil samples from spills are routinely
analyzed by GC-MS for source identification. This method, performed with a
25-m x 0.25-mm i.d. capillary column, has typical run times o f 60 minutes (4.11).
Because o f the large volume o f samples analyzed, a reduction in the run time would be
o f significant benefit
Figure 4.17 shows a comparison o f the reconstructed total ion chromatograms
that were obtained with the standard method and with a 3-m collinear at-column heating
assembly, using similar mass spectrometer conditions. The fast GC analysis provided a
six fold reduction in analysis time. Unfortunately, it was accompanied by a significant
trade-off in resolution. This is evident from figure 4.18, where corresponding regions of
the m/z 184 ion chromatograms (dibenzothiophene family) are compared. In spite o f the
reduced resolution, the fast GC chromatograms still permitted differentiation between
samples o f different source, as evidenced in figure 4.19. Thus, fast GC-MS oil
fingerprinting, in combination with a multivariate analysis method like principal
component analysis (PCA) or partial least square analysis (PLS) appears to be a
potentially powerful fast screening method for oil spills (4.15).
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(top), and fast GC-MS using the collinear at-column heater (bottom).
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The resolution obtained with the mass detector does not reflect the efficiency of
the column assembly by itself, since important extra-column effects caused significant
increase in the peak width. The effect o f the detector was enhanced in the case o f the
quadrupole mass spectrometer used herein. The maximum scanning speed o f the
quadrupole mass spectrometer is to slow for fast GC (max. 2900 amu/s), hi the case of
single ion monitoring mode, sensitivity requirements limited the minimum dwell time to
10ms per ion. For a total o f 5 ions monitored, the mass cycle time amounted to SO ms.
Consequently, chromatograms with peak widths in the order o f 0.1 s suffered
considerable peak distortion when a quadrupole mass spectrometer was used as detector.
Time o f flight (TOF) mass spectrometers have considerably faster cycle times, and
would be the MS of choice for high resolution fast GC-MS applications (4.16).
4.3.3 Com parative Evaluation.
The promising initial performance o f the collinear at-column heater warranted a
more rigorous comparison with existing standard column heating technology. Thus,
chromatographic compliance o f the collinear at-column heating system was compared
with the oven o f the HP 5890 GC at the highest reliable temperature programming rate
of the latter (0.5°C/s). The injector, detector, column, and operating parameters that were
used were exactly the same for both heaters; thus, any observed differences should have
arisen from the heating process only.
Column efficiency under isothermal conditions is measured as number of
theoretical plates (N), and height equivalent to a theoretical plate {H). Because N and H
are temperature dependent, they do not have a single value under temperature
programmed operation. In those cases, the values o f the resolution (R) or the separation
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number (TZ) are commonly used to measure column efficiency (see section 2.10, p. 55).
All these parameters are determined from the retention time and the peak width o f one or
more analytes. However, some factors affect the retention times and peak widths
differently (4.17). The aim o f this work was to compare the performance achieved with
the conventional GC oven versus the collinear at-column heating device. For every set of
comparative experiments, exactly the same column and conditions were used. The
resulting retention times and peak widths were analyzed independently, and the
separation numbers (TZ) were compared.
As described in the experimental section, chromatograms o f /i-paraffins were
obtained first with the bare column in the HP 5890 oven. The same column, assembled
into a collinear at-column heating system was installed in the HP 5890. Because o f the
large physical distance between the injector and the detector in the HP 5890 oven,
relatively long portions o f the at column heater assembly had to be extended out o f the
insulation. These portions were subjected to greater thermal losses than the main portion
of the column. To ensure thermal homogeneity along the whole column, the ends were
heated simultaneously with the HP 5890 oven heater, as described in the experimental
part (experimental set-up type B and C, section 4.2.3.2).
The type B arrangement eliminated completely the possibility o f any influence of
the oven temperature on the temperature o f resistively heated column. It was expected to
reflect only the effect o f the resistive heating upon the chromatographic performance.
The TZ values that resulted from this type o f arrangement showed significant reductions
compared to the runs in the HP 5890 oven. Examination o f the peak widths o f the
n-paraffins Cio to C 20 showed an exponential increase in the variance o f the signals
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Figure 4.20 Comparison o f retention times and peak widths obtained with the HP
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0.1mm, 0.4pm film 5% phenyl-methyl-silicone stationary phase; carrier gas: He (60
cm/s); temperature program: 50°C (6s), then 0.5°C/s to 250°C.
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corresponding to rt-C\i to /1-C20 (figure 4.20). Under linear temperature programmed
conditions, GC signals usually present similar peak widths over the entire solute
volatility range (see section 2.10, p. 54), as observed for the chromatograms obtained
with the HP 5890 oven heater (figure 4.20). The exponential increase in peak width
indicated either a very strong deviation o f the temperature ramp from linearity (i.e.,
continuous deceleration o f the heating rate), or the presence o f a cold zone close to the
detector.
Since the maximum relative difference in retention times that was observed
between the HP 5890 oven and the collinear at column heater was only 20s (6 %), strong
deviations from the expected linear temperature ramp seemed unlikely (assuming that
the results obtained with the conventional oven correspond to a linear ramp).
Additionally, the pronounced peak width increase for the least volatile n-paraffins
pointed towards the presence o f a cold zone. After examining the experimental set-up
used (figure 4.4), it seemed probable that the uncontrolled section o f the column that
penetrated the oven top constituted a relatively cold zone in which high boiling point
compounds experienced significant peak broadening. In addition, inspections o f the
column temperature with an infrared temperature sensor probe revealed temperature
differences between the column coils at the center o f the assembly, and the column coils
at the extremes o f the assembly. This long range gradient resulted from intercoil heat
transfer that was less efficient for the last coils because they had only one neighboring
column coil. Also, larger temperature gradients between the end coils and their
environment (no heated elements at one side) increased the heat transfer rate from these
coils to the environment. As a consequence, the temperature o f those portions o f the
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column decreased in comparison to the center part o f the column coil cylinder. This
created an additional cold zone close to the detector end, that contributed to the
exponential peak width increase observed for the less volatile analytes.
In order to eliminate this potential cold zone, the experiment was repeated using
a type C set-up, with thick sheets o f glass wool as column insulating material, as
described in the experimental part (section 4.2.3.2). This arrangement completely
eliminated the possibility o f a cold zone along the column. It also minimized possible
temperature gradients along the column that could arise from intercoil heat transfer.
Figure 4.21 presents a comparison o f the retention times and peak widths for the
/7-paraffins C 10-C2 0 obtained with the HP 5890 oven and with the collinear at-column
heater, using arrangement C. The peak widths obtained with the collinear at-column
heater still were larger than those obtained with the HP 5890 oven. However, the peak
widths did not increase exponentially with the carbon number o f the analyte, indicating
that cold zones were reduced. In section 4.3.5, causes o f the peak width differences will
be explored and discussed.
Statistical analysis confirmed that the differences in retention times that were
observed between the two heating systems were significant for the paraffins C 15 and
higher. Also, the interaction between the heating device and the carbon number o f the
analyte was statistically significant. In other words, the differences between the retention
times that were obtained for the collinear at-column heater and the GC oven varied with
the analyte. The retention times of the compounds eluted from the resistively heated
columns were larger than the retention times eluted from the column heated with the
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Figure 4.21 Comparison o f retention times and peak widths obtained with the HP
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conventional oven. This absolute difference in retention times increased with the carbon
number o f the analyte; the relative difference was approximately 10% for n-Cn to n-C2 0 The increase in retention time indicated that the compounds in the directly heated
column experienced lower temperature than the compounds in the column heated with
the oven, at the same temperature set-point. This could result from several factors:
a) an actual error in the control function used, i.e. the assumed resistancetemperature relationship o f the sensor wire
b) inefficient temperature transfer to the stationary phase in case o f the directly
heated system
c) uneven heating of the column resulting in accurate average column
temperatures but non-homogeneous localized temperatures.
The following sections explore the these three possibilities.
4.3.4 Accuracy o f the Tem perature Control
In section 4.3.1 it was demonstrated that the temperature control accurately
followed the control function, that is, the sensor wire resistance increased according to
the selected temperature program and the temperature-resistance equation. The results of
the preceding section showed that the actual temperature o f the resistively heated column
appeared to be below set-point. Thus, an error in the temperature-resistance equation
seemed possible.
Careful characterization o f the sensor wire revealed a significant source o f error
in the temperature control function. The actual resistance versus temperature profile of
the Nickel Alloy 120™ wire followed a quadratic relationship, as evidenced in figure
4.22a. Thus, when the temperature control unit controlled the system for a linear increase
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in the sensor wire resistance, the resulting temperature-time profile was not linear but
quadratic. The coefficient o f the quadratic component in the resistance vs. temperature
relationship, obtained by least square regression was only 0.08% o f the coefficient of its
linear component. Nevertheless, this factor became important at elevated temperatures.
For example, at a nominal temperature of200°C, the actual temperature was only 197°C.
Figure 4.22b shows the relationship between the nominal temperature and the measured
temperature for the sensor wire and the control equation used.
This problem had two possible solutions. One was to modify the control equation
in the EPROM. Achieving linear temperature control this way was relatively simple.
However, reading a temperature back from a given measured resistance was not a trivial
programming task. It implied the solution o f a second degree equation, and would
impose significant additional computing demands on the microprocessor. The other
alternative was to substitute the nickel alloy wire for a pure platinum wire that has a
well-characterized linear temperature-resistance relationship. This alternative was tested
experimentally, using a lm column.
Figure 4.23a presents an overlay o f the retention times obtained using the original
nickel sensor wire with the original linear equation, the platinum wire as sensor, and the
HP 5890 oven heater. The retention times obtained with the platinum sensor wire
presented statistically significant differences from the retention times obtained with the
original nickel alloy sensor wire. The differences in retention times followed the
temperature error trend calculated when the nickel alloy sensor wire was used for the
temperature control (see figure 4.22). However, as seen in figure 4.23, the magnitude of
the retention time differences obtained Math both sensor wires was small compared to the
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differences o f retention times between the resistively heated column and the HP 5890
oven. This indicated that more important effects than the lack o f linearity in the
resistance temperature relationship o f the sensor wire retain the solutes in the resistively
heated column longer than in the column heated with the conventional oven. Nonhomogeneous heating along the column, and slow temperature transfer to the stationary
phase are two possible causes that will be explored in the following sections.
The use o f a platinum wire had several practical limitations. It is a very expensive
material, and not readily available with a polyimide insulating coating. Specially ordered
coated platinum wire had a prohibitively high cost. Therefore we used bare wire, which
turned out to be extremely fragile. The construction o f an at-column heater assembly
with this wire was impractical. Consequently, and considering the negligible magnitude
in chromatographic improvement obtained with the platinum wire, the nickel alloy
sensor was used throughout this work.
Figure 4.23b shows the peak widths o f n-Cio to n-C 2 0 obtained with the collinear
at-column heater, using the platinum wire as sensor, and an experimental set-up type C,
with glass wool as insulating material. With this type o f arrangement, the width o f the
signals corresponding to the /7-paraffins C 13 and higher increased only slightly with the
carbon number o f the solute. However, it is also evident from the graph that the analytes
eluted from the directly heated column with a 50% larger peak width than from the
column heated with the conventional oven. This increase was too large to result from the
slightly larger retention times o f the o f the compounds in the directly heated column. The
comparison o f the TZ values showed a significant reduction in column efficiency for the
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collinear at-column heater assembly. Consequently, an additional phenomenon induced
by the direct heating mode must have affected the column efficiency.
To summarize, the comparative study o f the collinear at-column heating mode
versus the conventional GC oven heating mode demonstrated that:
a) Retention times obtained from the collinear at-column heater were slightly
larger than those obtained from the conventional oven (<10%). The
difference increased with the elution temperature o f the analyte, indicating
that at high column temperatures, the directly heated column is colder than
expected.
b) Peak widths o f compounds with retention indices o f 1300 and higher were up
to 50% larger for directly heated columns as compared to conventionally
heated columns.
c) Column efficiencies, measured by TZ values, were consistently smaller
(TZ<20% lower) in the directly heated column than in the column heated
with the conventional oven.
The following section covers some possible causes for these observations.

4.3.5 Causes of Efficiency Erosion
The peak width or variance o f a chromatographic signal, together with its
retention time, reflect the efficiency o f the system. The results presented in section 4.3.4
showed that the peak widths obtained with the at-column heater were about 50% larger
than those obtained when the column was heated with the HP 5890 convection oven.
Retention times, on the contrary, were only slightly longer with the directly heated
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column (< 10%). This represented a 20%-30% efficiency loss o f the system, measured in
terms o f TZ values o f consecutive n-paraffins.
The general model o f the peak broadening rate (Eq. 2.53 and 2.59) includes the
linear carrier gas velocity, column dimensions, carrier gas and stationary phase
characteristics, pressure drop, and extra-column effects as factors that affect the column
efficiency. Blumberg demonstrated that spatial gradients (non-uniformities) o f one or
more o f the factors included in the Golay-Giddings model have the net effect of
decreasing the column’s efficiency (4.18-4.20). The non-uniformity can refer to gradients
in the column packing, the stationary phase, the pressure, the temperature, or any other
factor that affects retention. Consequently, temperature gradients in the column induced
by the direct heating process could cause the observed loss in column efficiency.
The collinear wire used as heating element in the at-column heater could cause
temperature non-uniformities in two possible directions: across and along the column.
The following two sections discuss these two possibilities.
4.3.5.1 Tem perature G radients Along the Column
In the collinear at-column heater, the heater wire randomly touched the outer
column wall. This affected the heat transfer processes between the wire and the column,
and likely caused thermal gradients along the column. The following paragraphs include
a very brief review o f the heat transfer processes (4.21). It will allow an analysis o f the
impact o f the time variant distance distribution between the heater and the column.
The temperature o f any object is a physical manifestation o f an energy form
known as heat. The heat is a component o f the total energy o f the object. In order to
change the temperature o f a material, a change in the amount o f heat stored in that
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material is necessary. This change can result from the transformation o f other energy
forms, or from heat exchange or heat flow. The variation o f the temperature of a material
with the amount o f heat stored in it depends on the specific heat o f the substance. The
specific heat is defined as the energy necessary to increase one mass unit o f a substance
by one °C. Thus,
AE = cp x m x A T

[4.4]

where AE is the energy change, cp the specific heat, m the total mass o f the substance,
and AT the temperature change o f the substance.
When electrical current passes through a resistor, the electrical energy is
transformed to heat or thermal energy according to the expression:
[4.5]
where

is the total amount o f electrical energy transformed into heat per unit time

(power), / is the current that passes through the resistor, and R is the electrical resistance.
The combination o f equations 4.4 and 4.5 yields equation 4.6:

Thus, when the current pulses passed through the heater wire, the temperature of
the heater wire increased in direct proportion to the total current and the wire resistance,
and in inverse proportion to the mass o f the wire and its specific heat. Equation 4.6
applies only if no heat exchange occurs between the heater wire and its environment. In
reality energy passes as heat, from a system at higher temperature (heater wire) to the
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system at lower temperature (surroundings). In these cases, equation 4.7 substitutes
equation 4.6, to satisfy energy balance requirements:
AT
Af

(/2 x £ ) - q *
cp x m

[4.7]

where q* represents the rate of heat transfer from the system to the environment. It is this
heat transfer that caused the temperature o f the sensor wire and the column to increase.
Heat transfer occurs through various processes; they are usually classified into
three basic types or modes: conduction, convection, and radiation, hi practice, heat
transfer most often involves two or three o f these modes occurring simultaneously.
Heat conduction refers to heat transfer by exchange o f the kinetic energy o f the
molecules, without appreciable displacement o f matter. Convection is the heat transfer
mechanism that takes place in a fluid because o f a combination o f conduction within the
fluid and thermal energy transport from one point in space to another by means o f the
displacement o f the fluid. Convection is classified into forced and free convection. In the
former case, the movement of the fluid is caused by external mechanical means; in the
latter case the fluid motion is caused by density gradients originated by the temperature
differences.
Finally, thermal radiation is a heat transfer process that results from
electromagnetic radiation emitted from the surface o f a body. It is the only heat transfer
mode that does not require a medium o f transport.
In the case o f the at-column heater assembly, conduction and free convection
were the main transfer mechanisms. Where the heater wire touched the column or the
sensor wire, these elements were heated by direct conduction. Wherever air was between
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the heater and the column or sensor, heat transfer occurred by a free convection
mechanism.
The rate o f heat flow due to conduction, that occurs across a region o f surface
area A and thickness n , is proportional to the surface area (A), the thermal conductivity
GO o f the substance through which the heat is transferred, and the temperature gradient
across that surface. This is expressed in the following equation:
dT
q * =

t4-8!

- * 4 'f c

The important point in this equation is that the rate o f heat transfer depends
directly on the thermal conductivity o f the medium. The rate at which the temperature of
the surroundings increases depends additionally on the specific heat and the density of
the surrounding material. The general law o f conduction (in one dimension) states:
z . M
dt

The value

U

)

pcp { d x - )

[4.9,

, abbreviated a , is called the thermal difiusivity. It is a physical

property o f a material.
The thermal difiusivity o f air (at 20°C) is approximately 2 x 10"5 m2/s; the
thermal difiusivity o f fused silica is an approximately 1CT7 m2/s. If conduction was the
only heat transfer process present, the temperature o f the air surrounding the wire would
increase much faster than the temperature o f the fused silica that touches the wire. After
a short delay time, the fused silica regions that were not touched by the wire would be
surrounded by air at the same temperature as the surface o f the wire. Therefore, the heat
conduction process through the fused silica would be similar to the heat transfer
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observed at the points where the wire touched the column. However, the air that
surrounded the heater wire expanded upon heating, and diffused away from the wire
surface, being replaced immediately by colder air. The movement o f the air, as well as its
expansion upon heating represents work done by the gaseous system, using heat as
energy source. The mathematical treatment o f free convection is complex, and beyond
the scope o f the present work. The net effect o f free convection is an asymptotic
temperature decrease normal to the surface, from a temperature similar to the solid body
at the solid-fluid boundary, to a homogeneous temperature in the bulk o f the fluid, that is
lower than the solid surface temperature. The thickness o f the boundary layer, the
temperature difference between the boundary and the bulk o f the fluid, and the shape of
the temperature distribution depend on the viscosity, density, specific heat, thermal
conductivity, and coefficient o f volume expansion, o f the fluid.
In the current discussion, the important point is that, wherever the heater wire
was separated from the sensor wire or column, the air that was in contact with the sensor
or the column was at a temperature below the temperature o f the surface o f the heater
wire. Heat conduction into the column or sensor depended on the temperature at their
surface, and was less efficient at an air-column surface interface than at a heater
wire-column surface interface. The net effect was a non-homogeneous temperature
distribution along the sensor and the column. These temperature gradients were of short
range, that is they were present over short column distances. The average temperature
gradient along the whole column probably remained at 0°C/cm.
Visual inspection o f a column and sensor wire that were pulled out from a
collinear at-column heating assembly after undergoing numerous thermal cycles
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confirmed the presence o f heterogeneous temperature distributions along the column and
sensor. Both elements showed signs o f physical damage due to exposure to elevated
temperatures, randomly distributed along the elem ent The column presented, along its
entire length, discrete dark areas o f burned polyimide coating. Similarly, the sensor wire
presented randomly distributed zones with burned polymer insulation. Occasionally,
during normal at-column heater assembly operation, the burned insulation exposed the
metal o f the sensor wire, and caused a short-circuit between the sensor and the heater
wire, with the resulting column overheating and irreversible column-assembly damage.
A fiberglass sleeve around the heater wire proved useful to diminish the outer
surface temperature o f the heating element, and eliminated the appearance o f burned
areas on the column and sensor wire. This extended the useful life o f the collinear
at-column heater assembly from few months to more than a year. However, no
significant improvement in column efficiency was observed when the heater wire was
coated with the fiberglass sleeve, which indicated that significant temperature non
uniformities still persisted.
In addition to causing column efficiency erosion, the heater-column and
heater-sensor distance distribution is a probable source for the slight increase in retention
time variability observed between runs, and discussed in section 4.3.2. Because the wire
expanded more than the fused silica during a heating ramp, the wire bent as it was heated
in order to fit in the available space. As the wire cooled down, it shrunk to its original
length, but did not necessarily return to exactly the same position at all its points, relative
to the column. These slight differences in the relative heater-column and heater-sensor
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position between runs caused small changes in the temperature-time-distance profiles
along the column, and consequent retention time variability.

4.3.S.2 Temperature Gradients Across the Column
In the collinear at-column heater the heater wire and the column were located
side-by-side. Consequently, heat transferred from the wire to the column laterally, i.e.,
from one side o f the column’s cross sectional circumference. Because heat transfer is not
an instantaneous process, potentially every point in the cross section o f the column was
at a slightly different temperature at any point in time during the temperature ramp. The
retention time o f a solute would depend on the average cross sectional temperature o f the
column. However, there is a finite probability that a certain proportion o f the solute
molecules always partitioned in the hotter area o f the column, while another fraction of
the solute molecules interacted mainly with the cooler parts o f the column. This would
result in a capacity factor distribution for each solute, which would translate into an
increased variance or peak width.
In a coaxial at-column heater assembly, the heating element (metal tube)
surrounded the whole circumference o f the column. Heat was not only transferred to the
column from one side, but radially from around the column. Thus, temperature gradients
across the column should be greatly reduced in the coaxial at-column heater as compared
with the collinear at-column heater.
Figure 4.24 shows the results obtained from an experiment where the same 1-m x
0.1-mm column was assembled first into a coaxial at-column heater, and then into a
collinear at-column heater. A type C experimental set-up was used to eliminate possible
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Column: lm x 0.1mm, 0.4pm film 5% phenyl-methyl-silicone stationary
phase; carrier gas: He (80 cm/s); temperature program: S0°C (6s), then
0.5°C/s to 250°C.
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cold zones and gradients along the column due to intercoil heat transfer. All the other
experimental conditions were identical for both at-column heating assemblies.
The results from figure 4.24 show no significant difference in the peak widths o f
the H-paraffins C 10-C20 , between the coaxial and the collinear at-column heater
assemblies, under a linear temperature programming rate o f 0.5°C/s. This indicates that
transversal temperature gradients in the column did not contribute significantly to the
efficiency erosion observed with the directly heated columns. The column internal
diameter was small compared to the heater wire diameter, and the thermal equilibrium in
the cross section of the column was probably attained in a time scale compatible with the
solute partitioning process.
Because in the coaxial at-column heater assembly the column still randomly
touched the inner wall o f the tube (heating element), longitudinal temperature gradients
in the column and sensor wire were still present as in the case o f the collinear at-column
heater.
In conclusion, temperature gradients along the column appear to be the main
factor responsible for column efficiency erosion in the directly heated systems. They are
an inherent limitation o f the current design. To eliminate this source o f peak broadening
and retention time variations, it would be necessary to redesign the column heater
assembly in a way that assures homogeneous heat transfer along the entire column. For
homogeneous conduction, the heating element must be in intimate contact with the
sensor and the column at all points, times and temperatures. The “on-column” heating
coatings, like the aluminum clad or the conductive paint, provide that intimate contact,
and assure a “conduction only” heat transfer process to the column. However, as
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discussed in the introduction, these systems are mechanically fragile. A heating element
(wire, tube or strip) with a thermal expansion coefficient similar to the fused silica, and
physically attached to the column could provide an alternative heat source where
conduction is the main temperature transfer process. However, few metals have thermal
expansion coefficients comparable to fused silica. Physical attachment o f the column to a
large, low thermal mass heated surface is an interesting alternative, since temperature
gradients across the column appear to be negligible. MTI’s M200 and P200 micro GC's
(4.22,4.23) use a circular plate for the isothermal temperature control o f the column that
is coiled as a flat spiral and placed horizontally on the plate. Preliminary attempts,
performed in this institute, to program the temperature o f the plate showed promising
results (4.24). However, no attempt to study the thermal homogeneity o f the plate surface
during temperature programming was made. A further limitation o f the system was its
large cool down times. Coiling the column around a low thermal mass resistively heated
cylinder, similar to the design proposed by Ruby for thermal gradient programmed GC
(4.25), is another possible alternative for direct column heating. The tensile strength of
the fused silica limits the radius o f the cylinder to approximately 1-cm (in the case of
0.1 mm i.d. thin wall columns). Consequently, as with the plate, the cylinder would have
a relatively large surface, and the difficulty to achieve thermal homogeneity over the
entire cylinder surface could be a limitation. If the column could be coiled into a smaller
cylinder (1-nun diameter), perhaps coiling the fused silica tubing during its
manufacturing process, it would fit onto a smaller resistively heated “core” cylinder. The
cylinder would be similar to the heater wire used in this study. This type o f design, could
have the additional advantage of reduced resistance to mass transfer in the mobile phase,
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as a result o f centrifugal forces experienced by the solutes. Tijssen and coworkers
showed that such a tightly coiled helical shape enhances separation speed in open tubular
columns (4.26).
Construction o f a “convection” at-column heater requires the placement o f a
column at a fixed distance from the heat source, at all its points. To avoid temperature
non-uniformities, this distance should be large enough to assure separation from the
boundary layer o f the heating element Convection has the advantage that the whole
column would be surrounded by air at the same temperature (as is the case in a
conventional oven). However, it implies the heating o f a larger mass o f air, and is
energetically less efficient, hi any o f the alternatives for fast, energy efficient column
heating, the connection o f the column to the injector and detector, without introducing
cold zones is an additional design challenge.
4.3.6 Effect o f Sheath Gas Flow.
The previous section showed that temperature non-uniformities along the
column, caused mainly by mixed conduction and free convection heat transfer
mechanisms, were the main cause for the efficiency reduction observed with the coaxial
and collinear at-column heaters as compared to the conventional oven. The objective of
this section was to study the potential o f moderate forced convection to homogenize the
temperature along the column. For this purpose, the effect o f a small flow o f external
sheath gas along the outside o f the column and the heater wire was investigated. By
forced convection heat transfer, the sheath gas could have carried away excess heat from
hot spots to cooler areas o f the column; thus, enhancing thermal homogeneity along the
column. This smoothing o f the temperature should translate into a reduction of the peak
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Figure 4.25 Addition o f an external flow o f sheath gas along the directly heated
column: effect on the retention times (a) and the peak widths (b). Set-up type B;
column: 3m x 0.1mm, 0.4pm film 5% phenyl-methyl-silicone stationary phase; carrier
gas: He (60 cm/s); temperature program: 50°C (6s), then 0.5°C/s to 250°C.
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widths; and possibly changes in the retention times. It is important to mention that the
experiments with the sheath gas were performed with type B experimental set-up. In this
set-up, «-Cis and higher experienced exponentially increasing peak broadening due to a
cold zone where the column passed through the oven insulation (see section 4.3.3).
The differences between retention times w ith and without sheath gas (figure
4.25a) showed that the effect of the sheath gas depended on the volatility o f the analytes.
The sheath gas flow increased the retention times o f the compounds below C u and
decreased the retention times of /1-C 19 and n-C2 0 . The difference in retention time was
largest for n-C 8 (2.58s, 12%) and decreased almost linearly with the carbon number o f
the analyte. This indicates that the sheath gas reduced the average temperature o f the
entire column, but increased the temperature o f the cold zones, where the elution o f C 19
and C2 0 was retarded. As interesting as these results seemed, a closer look at the relative
magnitudes o f the retention time shifts using a sheath gas flow (maximum, 2.58 s)
compared to the maximum differences encountered between the two heating systems
(19s, see section 4.3.3) clearly showed that the effect o f sheath gas, although statistically
significant, was rather negligible upon the heater performance.
Figure 4.25b shows the effect o f sheath gas on peak widths. The statistical
comparisons o f peak widths with and without sheath gas for each carbon number showed
no significant effect for n-paraffins Cn and lower. Normal paraffins C 18-C2 0 presented a
statistically significant reduction in peak widths. These are the compounds that were
broadened in the cold zone at the end o f the column, and showed a retention time
reduction with the sheath gas. These results demonstrated that the sheath gas transferred
heat from the main part o f the column to the cold zone. The lack o f peak width reduction
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for compounds o f lower volatility than n-Cn demonstrated that the sheath gas could not
significantly reduce the temperature gradients along the column. Probably, the sheath gas
could not flow between the column and the heater where both elements touched; thus,
the heterogeneous conduction/convection heat transfer process could not be improved
significantly by addition o f sheath gas.
Overall, the results o f the sheath gas evaluation show that sheath gas can
homogenize temperatures over the regions surrounded by the fluid (gas); however, it can
not reduce the impact o f hot spots that arise from localized direct heater-column heat
conduction.

4.3.7 Effect of the Column Insulation on Chromatographic Performance and Power
Requirements
In portable instrumentation, power consumption is a factor o f major
consideration. Power is usually transported in form of batteries, which often are the main
contributors to the instrument’s weight. The size and weight o f a battery is directly
proportional to it’s energy storage capability; thus, power requirements have a direct
incidence on the weight o f a portable instrument.
As discussed in section 4.3.5, whenever an object is at a higher temperature than
its surroundings, that object transfers heat (energy) to its surroundings. Thus, the heater
wire not only transfers heat to the column and the sensor wire, but to its whole
immediate environment. To minimize power consumption, ideally, the heat transfer to
the sensor and column should be very efficient, while the heat transfer to the remaining
environment should be as small as possible. One way to accomplish this is to cover the
system with a solid material o f low thermal conductivity to eliminate convection and
reduce thermal conduction. These types o f materials are commonly known as thermal
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Figure 4.26 Relationship between the power requirements, the type o f insulation, and
the temperature program m ing rate o f the collinear at-column heater assembly, a) total
energy consumed for a 50°C to 300°C ramp, and b) maximum power required for the
ramp.
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insulators. Typical high temperature thermal insulators include glass wool, asbestos,
diatomaceous earth, rock wool, and alumina, silica, or zirconia composites. Typically,
the low thermal conductivity o f porous insulating materials is due mainly to the air that
is contained in the pores (air is a poor thermal conductor), and not to a low thermal
conductivity o f the solid material by itself (4.21).
Figures 4.26 a and b compare the total energy consumed and the maximum
power required for different temperature ramps and column insulating materials,
measured for a 1-m long column. The absolute magnitudes o f these values depend on the
column length and the heater wire characteristics, but the relative trends are consistent.
As expected, in all cases, the column without additional insulation material imposed the
highest energy and power demands on the system. It is interesting, however, that the
relative gain in total energy consumption as well as maximum power demand depended
on the temperature programming rate. The effects o f the insulation were largest for the
slowest temperature programming rate tested (l°C/s), and almost negligible for the
fastest temperature programming rate (5°C/s). Also, while the maximum power required
increased with the temperature programming rate, the total energy consumed during a
temperature ramp decreased significantly with the increasing temperature programming
rate. These observations are a consequence o f the kinetic nature o f the heat transfer
process. At fast temperature programming rates, the rate o f heat transfer to the
environment was slower than the rate o f temperature increase. Thus, heat generated in
the heater wire was used more efficiently to heat the immediate environment of the wire
(sensor wire and column), before it could dissipate into the outer environment. The graph
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also shows that glass wool was an energetically more efficient insulator than the silicaalumina plates.
Thermal insulation improved the power requirements o f the column heater
assembly; however, it diminished the chromatographic efficiency o f the column. Figures
4.27 a and b show the retention times and peak widths o f n-paraffins C9 to C 2 0 obtained
from a 1 -m x 0 . 1 mm collinear at-column heater covered with different insulating
materials. For reference, the results obtained with the HP 5890 oven heater are also
included. As seen in figure 4.27a, the insulating material had a small effect upon the
retention times, which, in all cases, remained larger than the corresponding retention
times obtained with the conventional oven. Thus, thermal insulation o f the column did
not improve the heat transfer to the stationary phase. Moreover, the thermal insulation
seemed to reduce the effective temperature of the stationary phase, since retention times
obtained from the less insulated column were faster than the retention times o f
compounds eluted from the well-insulated column.
Peak widths however, experienced a significant relative increase (max. 20%)
when the column was insulated. This peak width increase was largest for the silicaalumina plates, which are less porous and more dense than the glass wool. The negative
effect o f the thermal insulation upon peak widths apparently indicates an enhancement of
temperature non-uniformities for well-insulated columns. One possible explanation for
this observation is that hot spots remained more localized and could not be dissipated to
the environment in the well-insulated columns. Therefore, the column temperature at the
hot spots was higher. To compensate, the temperature at the other column zones had to
be lower because the system controlled only the average temperature. As a result, the
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eluted from the collinear at-column heating assembly. Set-up type C, column: lm x
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temperature gradients along the column were o f higher amplitude in the well-insulated
columns, causing more peak broadening and larger retention times. Peak width increases
in the column coveted with glass wool were smaller than in the column covered with the
silica-alumina plates. This could be a result o f a certain degree o f free convection due to
the air contained in the See spaces o f the glass wool. This free convection might have
partially smoothened temperature gradients in the column.
In summary, thermal insulation reduced the power requirements o f the system,
specially for relatively slow temperature programming rates. However, it also reduced
heat dissipation from hot spots, enhancing temperature non-uniformities along the
column. The results o f the influence o f thermal insulation on column efficiency support
the hypothesis that temperature non-uniformities caused the column efficiency erosion in
the at-column heating system.
4.3.8. Column Arrangem ent, Chrom atographic Efficiency and Pow er M anagement
- Practical Considerations
The previous sections demonstrated that temperature non-uniformities along the
column reduced the efficiency o f the directly heated column. The addition o f thermal
insulation seemed to enhance the effect temperature gradients along the column. At the
same time, thermal insulation reduced the power consumption o f the system, making it
more energy efficient. Thus, chromatographic efficiency and power requirements have
opposite trends as a result o f thermal insulation in the at-column heaters.
The need for simultaneous low power consumption, fast cool-down times, and
high column efficiency restricted the at-column heater arrangement design, especially in
a standalone system. Tight thermal insulation along the whole column eliminated long
range gradients along the column due to intercoil heat transfer. However, it enhanced
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short range gradient along the column, deteriorating the column efficiency, hi addition,
cool-down times were prohibitively long.
Reduced, homogeneous thermal insulation along the whole column (as provided
by the outer fiberglass sleeve) reduced long and short range temperature gradients along
the column, improving the chromatographic efficiency. A small fan mounted next to the
column reduced cool-down time to few seconds by means o f forced convection. The
disadvantage o f this design was the lower power efficiency as a result o f heat losses to
the environment by free convection, especially at relatively slow temperature
programming rates.
A hollow box machined from silica-alumina plates in which the coiled column
cylinder was placed, constituted an alternative arrangement tested in this study. The
confined air volume that surrounded the column allowed heat dissipation from hot spots
by free convection in a limited space. The insulating material o f the box reduced heat
transfer to the external environment, and consequently, power consumption. A fan
placed at one face o f the box, opposite to a box face with a small hole (1 cm diameter),
allowed for the acceleration o f cool-down times by forced convection. However, as
discussed in section 4.3.3, intercoil heat transfer caused long range temperature gradients
along the column. The effect o f uneven column temperature caused by intercoil heat
transfer was particularly critical in the standalone system that had no independent heater
for the column ends. Even when the injector and detector were mounted next to the
insulation box, the first and last portions o f the column had to be straightened for
connection. These straight portions o f the column did not touch any neighboring column
coils. Their temperature, measured with an infrared probe, was more than 50°C below
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the average column temperature. This caused very large increases in the peak widths,
especially for compounds with retention indices o f 1600 and above. The addition o f
external heaters for these portions o f the column could probably improve the efficiency
o f the system for compounds o f low volatility. This option was not tested in a standalone
system, and would increase the instrument’s complexity. The energy efficiency gained
with the use o f an insulator might be partially offset by the added energy requirements o f
external heaters. Nevertheless, this arrangement remains a possibility worth testing for a
practical GC unit with at-column heating.
Among all the configurations tested, the at-column heater covered only with the
outer fiberglass sleeve, arranged as a helix with well separated coils, provided the best
chromatographic performance. At slow temperature programming rates this arrangement
had larger power requirements, but at fast temperature programming rates, power
requirements were comparable to a well-insulated column (see section 4.3.6 and figure
4.26). Therefore we selected a collinear at-column heater assembly with no additional
insulation for a prototype portable GC (standalone system).

4.3.9 Influence of the Column Wall Thickness on the At-column Heater
Performance
As discussed in section 4.3.5, heat transfer is a kinetic process. The flow of heat
through the fused silica wall o f the column is not instantaneous; consequently, the
stationary phase reaches the control temperature with a certain delay compared to the
sensor wire. Because, according to heat transfer theory, the temperature transport delay
increases with the thickness o f the layer through which the heat is transferred, thin wall
(0.04 mm walls) capillary columns were used throughout this study.
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Most column manufacturers offer 0.1 mm i.d. capillary columns with thicker wall
tubing (0.1 mm).The limited availability o f thin wall capillary columns restricted the
column selection. For example, some o f the columns with more desirable selectivity
towards analytes o f interest were only available with thick wall tubing. It was therefore
important to determine whether the thicker column wall had a significant effect upon the
chromatographic performance o f the collinear at column heater assembly.
For this purpose, the performance o f a Quadrex column (0.04 mm wall) and a
J&W column (0.1 mm wall) was compared at different temperature programming rates,
and for two different column lengths. The columns from both manufacturers had the
same stationary phase (5% phenyl-methyl-silicone) and equal film thickness (0.1pm).
Chromatograms o f n-paraffins Cg-Czo with the columns heated in the conventional oven
(HP 5890) showed that the two columns indeed were comparable. The retention times,
peak widths and separation numbers o f compounds C8 -C 2 0 obtained were similar for
both columns.
When tested in the at-column heater assembly, the two columns showed
significant differences in the retention times o f n-Cu and higher. These differences
increased with the carbon number o f the analyte and varied with the temperature
programming rate. Figure 4.28 shows a three dimensional plot o f the relationship
between the column wall thickness, the carbon number o f the analyte, and the
temperature programming rate. The dependent variable (y axis) plotted is the difference
in retention time obtained from the thin wall column and the thick wall column.
As seen in figure 4.28, only compounds C m and higher exhibited differences in
their retention times due to the wall thickness o f the column. At slow temperature
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Carbon number

Figure 4.28 Effect of the column wall thickness upon the retention
times o f compounds eluted from the collinear at-column heated
assembly. Set-up type D, column: 3m x 0.1mm, 0.1pm film
5% phenyl-methyl-silicone stationary phase; carrier gas: He,
(60 cm/s).
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programming rates, the retention times obtained with the thick wall column were shorter
than the retention times obtained with the thin wall column. The higher temperature
experienced by the stationary phase o f the thick wall column at slow temperature
programming rates was probably a consequence o f a better physical contact between the
heater wire and the column, as a result o f the larger outer diameter o f this column.
At faster temperature programming rates, the situation reversed. The retention
times o f n-C u and higher were larger in the thick wall column. The retention time
difference between the two columns increased almost linearly with the temperature
programming rate. This trend clearly demonstrated the temperature transport delay effect
o f the thicker fused silica wall. The increasing retention time difference with the carbon
number o f the analyte implies that the stationary phase actually was heated at a slightly
slower rate in the thick wall column.
Examination o f the peak widths revealed similar trends. Differences between the
peak widths eluted from the thick and the thin wall columns were significant for
compounds C u and higher. These differences increased with the carbon number and
varied with the temperature programming rate, maintaining the trend observed for the
retention times. The changes in peak width were relatively small and did correspond only
to the differences in retention times o f the analytes. Analysis o f the TZ differences
between both columns showed no significant main effects, confirming that the wall
thickness did not affect the column efficiency significantly.
The former results have two important practical consequences. First, they
demonstrated that thick wall columns can be used in the collinear at-column heating
assembly without significant losses in resolution. Second, the results indicate that the

R eproduced with permission of the copyright owner. Further reproduction prohibited without permission.

165

heat transfer process to the stationary phase limits the actual linear temperature
program m ing rate in fast gas chromatography. Results o f direct temperature

measurements inside a fused silica capillary tube, presented in detail in the following
section, confirmed this observation.

4.3.10 Heat Transfer into the Column’s Stationary Phase
In capillary gas chromatography it is usually assumed that the oven temperature
and the stationary phase temperature are equivalent. These assumptions are correct for
traditional gas chromatography, where the temperature programming rates are in the
order of a few degrees per minute. Even though fused silica is a good thermal insulator,
the mass o f a column is small enough to allow heat transfer into the column at rates that
are compatible with slow temperature programming rates (4.27). hi fast gas
chromatography, the insulation effect o f the fused silica wall may significantly reduce
the stationary phase temperature-time profile compared to the external temperature-time
profile. The results reported in the preceding section indeed indicated that the fused silica
wall of the column had a significant effect upon the retention times o f the solutes. To
study this phenomenon in more detail, an additional sensor wire was inserted inside a
0.53 mm i.d. capillary column (0.08 mm wall thickness), which was subsequently
assembled into a collinear at-column heating system, with fiberglass tubing as outer
sleeve. The voltage vs. time traces o f both, the control sensor wire outside o f the fused
silica column, and the sensor wire inside the column, were monitored simultaneously for
various temperature ramps. This was repeated for a type A (additional external
insulation), and a type D arrangement (no additional external insulation).
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The fused silica tubing used in this experiment had a larger radius than the actual
GC columns. The thickness o f fused silica walls o f the tubing was twice the thickness o f
the thin wall column, and 20% smaller than the thickness o f the thick wall column. Thus,
the observed temperature differences between the inside and the outside o f the tubing do
not represent accurately the differences present in neither the thin wall nor the thick wall
column. These differences should be smaller in the thin wall column and larger in the
thick wall GC column. However, the observed trends should be indicative for the
behavior o f any fused silica tubing.
Figure 4.29 shows typical traces obtained for the difference between the
measured equivalent temperature o f the control sensor and the sensor inside the column.
The data in figure 4.29 correspond to the type A set-up, where the column assembly was
covered with additional external insulation. For all temperature programming rates,
relatively large differences between the temperature, measured as sensor wire resistance,
outside o f the fused silica column (control) and the inside o f the column were found.
These differences increased with the column temperature, reaching a maximum value at
the final temperature (300°C). At the final temperature, the inside o f the column did not
match the outer column temperature, even after several minutes of isothermal
temperature control.
The differences between the outside and inside o f the column increased with the
temperature program m ing rate, as expected from the retention time data discussed in the
preceding section. Figure 4.30 summarizes the maximum temperature differences
between the outside and the inside o f the column, for different nominal temperature
program m in g rates. These differences increased almost linearly with the temperature
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programming rate, over the interval o f 2 to l4°C/s. The slope o f the temperature
difference versus the temperature programming rate (0.7 s) is related to the temperature
transport delay o f the fused silica walls, at the temperature at which this difference was
measured. This temperature transport delay depends on the material and the thickness of
the fused silica tubing. Further exploration o f the dependence between the temperature
programming, temperature transport delay, and column dimensions is beyond the scope
of the present work.
The results presented need careful interpretation. The temperature inside the
column was measured via the change in electrical resistance o f the sensor wire located
inside the column. This sensor wire was not attached to the inner fused silica tubing
walls. It randomly touched those walls in the same fashion that the outer control sensor
wire randomly touched the outer column walls (see section 4.3.5). Thus, the inner sensor
wire also underwent heating by mixed conduction/convection heat transfer. The
stationary phase o f a column, however, is intimately attached to the inner column wall,
and consequently heated mainly by conduction from the fused silica walls. Therefore, it
is likely that the sensor wire inside the fused silica tubing underestimated the
temperature o f the stationary phase. As a result, the temperature differences measured
between the inside and the outside o f the column overestimated the actual temperature
differences between the stationary phase and the outside o f the column.
Even if the absolute temperature differences measured did not correspond to the
actual temperature differences between the outside o f the column and the stationary
phase, the trends were still indicative for the insulating effect o f the fused silica. The
study demonstrated that effectively, the fused silica wall constitutes a thermal insulator
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for the column stationary phase. Nevertheless, the temperature-time profiles inside the
column still present reasonably good linearity up to 14°C/s. This implies that for
practical purposes, nominal temperature programming rates up to at least 14°C/s should
still deliver good resolution o f the high boiling point compounds. However, the study
also suggests that the temperature increasing rate o f the stationary phase is limited by the
temperature transport delay o f the fused silica walls.
For theoretical studies, in which fast GC would be used to determine
thermodynamic properties o f solutes, it would be necessary to include the insulation
effect o f the fused silica into the model used. Similarly, algorithms designed to predict
retention times and optimize resolution in fast GC should take into account the
difference between the outer and inner column temperature, when dealing with fast
temperature programming rates. For such studies, a general model for the
temperature-time profile o f the stationary phase as a function o f the temperature-time
profile outside the column, applicable to columns o f different physical dimensions
should be developed.
A different approach would be the use o f a suitable temperature sensing
mechanisms inside the column for the temperature control. Recently, Mustacich (4.28)
proposed the measurement o f pressure changes inside an additional column collinear to
the analytical column, and sealed at one end, as temperature sensor. This approach,
although interesting, appears to present practical difficulties regarding the connection o f
the analytical column end to the detector, and the temperature sensor column end to the
pressure transducer without introducing cold zones.
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Section 4.3.7 demonstrated that additional insulation around the column affected
the column’s chromatographic performance. Retention times as well as peak widths were
largest for the densest insulating material, with the net result o f efficiency erosion for
well-insulated columns. The enhancement o f thermal gradients along the column as a
result o f localized hot spots was considered as a possible cause for these observations.
Still, the possibility o f significant differences o f the temperature o f the stationary phase
when the column was insulated or not could not be discarded as cause for the efficiency
losses. Therefore, the temperature inside the column was monitored for an open column
(type D set-up, outer fiberglass sleeve only) and a well-insulated column (type A set-up,
glass wool sheets around the at-column heater assembly). The internal temperature of the
open column presented no statistically significant differences compared to the internal
temperature o f the well-insulated column. In conclusion, the column insulation did not
seem to affect the average stationary phase temperature, and efficiency advantages in the
non-insulated column most probably resulted from reductions in the amplitude o f the
short range temperature gradients.
4.4

Conclusions
In this part o f the project, two low power consuming at-column resistive heating

systems were described and evaluated. These systems were capable o f directly
controlling and accurately programming the temperature o f the column from 50°C to
300°C at linear temperature programming rates up to 10°C or more. The control
mechanisms proceeded via an electronic feedback system based on a high resistance
temperature sensor wire for maximum accuracy. The heating systems were tested for a
variety o f broad boiling point range samples, in both, GC-FID and GC-MS modes. They
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provided satisfactory resolution and symmetric peak shapes over the entire range. The
size, power consumption, and cool down times o f both systems were compatible with
portable fast GC o f volatile and semivolatile compounds.
The collinear at-column heating system provided a satisfactory retention time
reproducibility for temperature programming rates from 0.5°C/s to 10°C/s, with RSDs o f
less than 1%. Comparison with a standard GC oven showed up to 10% deviations in
retention times, and

to 50% increases in peak widths, particularly for compounds Cu

and higher. This resulted in an up to 30% reduction in column efficiency, measured in
terms o f separation numbers (TZ).
Long and short range temperature gradients along the column were identified as
the causes for the observed peak broadening. The long range gradients resulted from
heterogeneous intercoil heat transfer. This was particularly critical at the column ends
that extended out from the coiled body o f the column. These regions showed
temperatures well below the nominal column temperature, and caused exponential peak
width increases for compounds C 17 and higher. The long range temperature gradients
were minimized by arranging the column assembly in well-separated coils; however, this
approach was energetically less efficient.
Short range temperature gradients resulted from a variable distance distribution
between the heating element and the column, causing heterogeneous heat transfer
mechanisms along the column. This is an inherent limitation o f the current design.
Changes in the assembly that control the distance between the heater and the column are
necessary to reduce these non-uniformities. Temperature gradients across the column
were negligible, at least at temperature programming rates of 0.5°C/s.
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Addition o f an external flow o f sheath gas along the column had a statistically
significant beneficial effect upon the retention times and peak widths o f heavier
compounds. The sheath gas apparently reduced the long range thermal gradients,
specially at the column ends. It could not effectively reduce the short range temperature
non-uniformities along the column. Overall, the magnitude of the improvements from
sheath gas flow was too small to justify the additional instrumental complexify.
The column insulation affected the chromatographic efficiency. Insulating
material seemed to enhance the temperature non-uniformities along the column, because
it inhibited the dissipation of heat from hot spots. As expected, well-insulated columns
imposed smaller power requirements on the system. However, the energy savings due to
thermal insulation decreased with the increasing temperature programming rate, and
were minor at temperature programming rates o f 5°C/s and higher. Consequently, a
system with uniform moderate insulation along the entire column (including ends),
arranged as a helix with well-separated coils, was selected for a prototype portable GC.
The wall thickness of the capillary column had a heating rate dependent effect on
the performance o f the collinear at-column heated assembly. At slow temperature
programming rates, better physical contact between the column and the reduced the RT
o f compounds that eluted from o f thick wall columns. At higher temperature
programming rates, the insulating effect o f the fused silica wall was evident. Compounds
that eluted from thin wall columns had shorter RTs than compounds that eluted from
thick wall columns. Up to the fastest temperature programming rate tested in this
experiment (5°C/s), this effect was relatively small and did not deteriorate the column
efficiency (TZ values).
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Comparative measurements o f the resistance versus time traces o f a sensor wire
inside a fused silica tube, and an identical sensor wire, used for temperature control
outside o f the fused silica tube confirmed the insulating effect o f the fused silica wall.
The temperature differences between the outside and the inside o f the tube increased
with the nominal column temperature and the temperature programming rate. The
column insulation material did not show any significant effect upon the average inside
temperature o f the fused silica tube.
An additional advantage o f the collinear and coaxial at-column heating
assemblies is their versatility. The design allows the simultaneous insertion o f a second
capillary column in the same heating assembly. The second column could have a
different stationary phase, or interface to a different detector. Both alternatives would
contribute significantly to increase the selectivity o f the instrument. Another interesting
possibility is the use o f independent at-column heater devices coupled in series. Often,
the incompatibility o f temperature programs suitable to stationary phases o f different
selectivity limits the implementation of multidimensional chromatography in
conventional GC instruments. The at-column heaters would permit the independent
heating o f each column, and consequently, the use o f individual optimum temperature
programming conditions in multidimensional gas chromatography.
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CHA PTER 5

A PRESSURE DRIVEN INJECTOR FOR
VOLATILE AND SEMI-VOLATILE SAMPLES
IN FAST PORTABLE GC
5.1 Introduction
The most common injection port for conventional laboratory capillary column
GC is the spilt/splitless injector (5.1-5.3). As demonstrated in chapter 3 (p. 69-72), split
injections with large split ratios > 500:1, are compatible with fast GC (only <0.1 mm i.d.
columns) over a limited carrier gas velocity window (5.4). The variance introduced by
the injection band reduces the optimum carrier gas velocity and increases the peak
widths. Under temperature programmed conditions, the high capacity factor o f the
analytes during the injection reduces the relative contribution o f the injection band to the
total peak width.
Only relatively concentrated samples are suitable for split type injection because
only a minute amount o f sample enters the column. For trace analysis, preconcentration
is necessary when using the split injection mode. The splitless injection mode allows an
“in column” analyte preconcentration through the solvent effect. However, this injection
mode requires column temperature programming capability, and is not suitable for
volatile analytes.
The connection o f a multi-port rotary valve with a sample loop, in series with the
carrier gas supply line, typically serves for the injection of gaseous samples with the split
injector. However, the sample transfer rate from the loop to the injector is usually too
slow for fast GC, unless refocusing or preconcentration takes place at the head o f the
column.

177
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In addition to the inherent operational limitations o f the split/splitless injector for
fast GC, its size, weight, and thermal mass are prohibitive for portable instrumentation.
Apart from the conventional split type injector, several alternative injectors
specially designed for fast and ultra-fast GC have been developed. Cram (5.5), Gaspar
(5.6), and Annino (5.7) described the use o f fluidic logic gates or fluidic switches as GC
valves for high speed gas chromatography. They achieved injection bands o f few
milliseconds, and claim high reliability for the device. However, fluidic switches
typically require very large amounts o f sample and carrier gas, and are difficult to adjust
properly.
Tijssen and coworkers (5.8) developed a split type injector based on a moving
capillary tube with a small lateral orifice. The capillary contained the sample stream, and
moved perpendicularly to the carrier gas flow path. Only during the instant when the
orifice was aligned with the carrier gas flow path, a minute amount o f sample exited the
capillary and was flushed to the column. Injection pulses of few milliseconds were
possible with this device; however, the small sample size precluded trace analysis
without a preconcentration step.
The M200 portable GC (5.9) contains a solid state injection chip manufactured
using silicon micromachining technology. The silicon wafer includes a sample loop and
two micromachined, low dead volume, switching valves. A microprocessor controls the
actuation times o f the valves. The switching times o f the valves are 1.5 ms. This injector
can deliver rectangular injection pulses o f 5 to 255 ms duration. Annino (5.10)
determined that this injector is able to support the high speed analyses that are possible
with narrow bore capillary columns. However, the short injection pulses compromise the
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sensitivity o f the system, and the temperature limit o f the micromachined injector
precludes the analysis o f semivolatile compounds.
To overcome the limitation o f the sample size, several in line focusing techniques
for fast injections have been proposed. Phillips and coworkers developed multiplex gas
chromatography via thermal desorption modulation (S.l 1-5.14). In this technique, a
continuous stream o f gaseous sample entered the column. A low thermal mass, open
tubular cryotrap at the head o f the column immobilized the analytes, which were released
periodically into the column through rapid pulse heating o f the trap. Narrow sample
plugs resulted from very fast heating rates o f the trap achieved by capacity discharge
resistive heating.
In a similar approach, Sacks and coworkers (5.15-5.22) used open tubular
cryotraps plumbed in series with the column for the cryofocusing o f discrete samples
supplied through a vaporization injector or a multiport valve. As in Phillips’ work, rapid
heating pulses via a capacitive discharge provided narrow injection bands. Varian offers
the device commercially, as an accessory for fast GC (5.23). The system is, however,
large and power demanding. These features, together with the additional requirement o f
cryogenic fluids, are impractical for portable GC.
In a modification o f the in-line cryofocusing technique, Borgerding and
Wilkerson (5.24) placed the cryotrap in a sample loop o f a 8 port rotary valve. After
completing the sample preconcentration, a block heater heated the sample loop at
moderate heating rates over a period o f 20 to 60 s. Once the trap reached the final
temperature, the valve rotated to injection position, and the carrier gas swept the loop
content into the column. The authors reported injection bands o f less than 10ms with

R eproduced with permission of the copyright owner. Further reproduction prohibited without permission.

180

short, narrow sample loops and high carrier gas flows. The need o f cryogenic fluids, and
the size o f automated rotary valves restrict this system also to laboratory use.
Mitra and coworkers (5.25-5.27) reported the use o f packed in line microtraps
instead o f cryotraps for the preconcentration and focusing o f gas phase samples. They
heated the trap resistively at approximately 200°C/s, using a 20-50 AC V power supply.
The use o f microtraps eliminated the need for cryogenic fluids, and had the advantage o f
compatibility with humid samples. However, required desorption temperatures are
higher due to the adsorbent-analyte interaction.
Besides in-line preconcentration/focusing techniques, other pre-injector
preconcentration schemes have been attached to fast GC injectors, to increase the sample
load to the column. Mainga (5.28) incorporated a microtrap into a M200 micromachined
GC, between the carrier gas supply and the solid state injector chip. A vacuum pump
pulled the sample through the trap, which retained the analytes. After resistive heating of
the trap, the carrier gas backflushed the desorbed analytes to the injector chip. The
inherent temperature lim it o f the injector limited the use o f the system to volatile
analytes. A more recent development comprises a two stage microtrap preconcentration
unit that attaches directly to the M200 microGC (5.29).
In a different preconcentration approach, Shirey (5.30) and Pawlizyn (5.31)
reported the compatibility o f solid phase microextraction (SPME) with fast GC. For this,
they used a low thermal mass, capacitive discharge heater for the flash desorption o f the
analytes from the SPME fiber. The method is, however, power demanding, and difficult
to automate.
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From the former discussion, clearly no single injector is ideally suited for
portable gas chromatography. Such an injection system should fulfill the following
requirements:
a) compatible with volatile and semi-volatile organic compounds (Ci to C2 0 );
b) suitable for liquid and gas phase samples;
c) suitable for trace analysis (integrated preconcentration);
d) compatible with purge and trap, and headspace sample preparation devices;
e) small, lightweight, low power consuming;
f) no requirement o f cryogenic coolants;
g) capable of delivering fast sample plugs.
This chapter describes a new injector that balances all the aforementioned
requirements. The system is based on the Dean box concept for pneumatic switching
(5.32-5.34). These devices comprise gas flow switches that are driven by different
pressure levels, and solenoid valves located far from the actual switching points. The
injector includes a microtrap for preconcentration, and is compatible with gaseous and
liquid samples, and a wide range o f analyte concentration levels.
A prototype version o f the injector was built, and assembled, together with a
collinear at-column heating assembly and a miniaturized FID, into a prototype portable
GC. A general qualitative evaluation o f the performance and scope o f the injector was
performed, and the effect o f some operational variables was determined. It is important
to emphasize that the results reported in this chapter are very preliminary. The purpose of
this work was to determine the feasibility o f the proposed injection scheme, and not to
fully develop the system.
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S.2 Experimental
5.2.1 Description of the Injector
Figure 5.1 shows a schematic diagram o f the injector, and specifies its
components. The main elements o f the injector were: 4 small solenoid valves (SMC;
Tokyo, Japan), a small vacuum pump (KNF; Renton, NJ), a preconcentration micro-trap,
and zero death volume, 1/32” crosses sand tees (Valeo; Houston, TX) for the connection
o f gas lines inside the heated zone o f the detector. This first prototype injector was
constructed with 1/32” stainless steel tubing for the plumbing. A 10 cm long, 0.1 mm i.d.
piece o f deactivated fused silica tubing (Restek, Bellofonte, P A ) served as flow
restrictor between the preconcentration trap and the column
All the components in the sample path were enclosed in a 4-in. x 4-in. insulation
box machined from silica-alumina composite plates (Zircar; Florida, NY). A 2” x 2”,
I Oft heating pad (Minco; Minneapolis, MN) inside the insulation box served as heater
for those components. A small 100ft RTD element (Minco) provided feed-back control
of the injector temperature. The temperature sensitive elements (vacuum pump, solenoid
valves, pressure regulators and sensors) were not in the actual sample flow path.
Consequently, they did not need to be heated, and were located outside the insulating
box.
The microtrap comprised a 5-cm long piece o f 1/16” diameter fused silica lined
stainless steel tubing (Restek, Bellofonte, PA) packed with a 2 bed adsorbent. The first
layer, located at the end o f the trap, was a 1.5-cm long bed o f 35/60 mesh Carbosieve
(Supelco, Bellofonte, PA); the rest o f the trap was packed with 35/60 mesh Tenax
(Supelco). The ends o f the trap were silver soldered to 1/32” stainless steel tubing. The
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Figure 5.1 Schematic diagram of the pressure driven injector
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trap was then inserted into a tubular flash heater, and connected to the injector. The
tubular heater comprised a 5-cm long piece o f 2-nun i.d. copper tube wrapped with an
approximately 30-cm long, 24 Q/ft resistance Nichrom™ wire (Omega; Stamford, CT).
A small 1000 RTD element placed collinear to the copper tube, between the tubing
walls and the heater wire served as temperature sensor. To avoid short circuits, the heater
wire was inserted into a 26 gauge glass fiber sleeve (Omega). High temperature
fiberglass tape (Cole Parmer, Niles, IL) wrapped around the trap heater assembly held
the wire and temperature sensor in place. Copper leads were attached to the RTD
element legs and the heater wire ends for electrical connection to the electronic control
board. The microprocessor based electronic board controlled the final temperature o f the
trap, and the beginning and end o f the trap heating cycle.
The injector included electronic pressure control for the column head pressure.
This system comprised a micromachined proportional valve, and a solid state pressure
transducer arranged in a feed back control loop. Chapter 6 describes the details o f the
electronic pressure control.
The time events (solenoid valves, pump, trap heating and fan activation) as well
as the temperatures and the column head pressure were automatically controlled through
the electronic board described in chapter 4 (p. 90).
To test the injector, it was assembled together with a collinear at-column heating
assembly, an in house built miniaturized FID, the electronic control board, and the
electrometers into a prototype portable GC. A small pump (KNF; Renton, NJ) supplied
the air for the FID. Before entering the FID, the air passed through a active carbon filter
and a pulse dampener. A single 120mL hydrogen bottle supplied the carrier gas and the
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fuel gas for the FID. The hydrogen flow to the FED was regulated with a needle valve
(Valeo). The system also contained two small fens (Radio Shack) to accelerate the cool
down times o f the column and the microtrap.

5.2.2 Operation of the Injector
Figures 5.2 a to d illustrate die flow paths during the different events that
comprised an injection. During sample loading, valve I was manually opened, solenoid
valve 3 was open, and the vacuum pump was on. The pump pulled the sample from its
source (valve 1) through the microtrap that was at ambient temperature. The duration o f
the sampling time depended on the concentration o f the analytes. Once the sampling was
completed, valve 1 was closed manually. The vacuum pump was turned off
automatically, valve 3 closed simultaneously, and the heater o f the microtrap turned on.
The trap was heated ballistically to its final set point selected according to the volatility
o f the analytes.
Initially, no carrier gas flowed through the trap while it heated up to the analyte
desorption temperature, prior to their transference to the column. The duration o f the trap
preheating time depended on the volatility range o f interest. Valve 2 stayed open during
the sampling and trap preheating periods, permitting carrier gas flow through the
analytical column, held at its initial temperature. Once the trap preheating time was
completed, valve 2 was closed, and valve 4 opened. High pressure carrier gas from valve
4 flushed the microtrap, carrying the analytes in the vapor phase to the analytical column.
When the injection was completed, V2 reopened; supplying carrier gas to the column.
Simultaneously, the column temperature program started, and valve 5 opened to the
atmosphere. High pressure gas from V4 purged any remaining sample from the trap to
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Figure 5.2 Schematic diagram o f the carrier gas flow paths during the different time
events that comprise an injection. Part I: sample introduction/preconcentration and
thermal desorption (fig. con’d.)
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the vent, and a small portion o f carrier gas flow from V2 cleaned out the flow restictor
between the trap and the column. The splitting o f the flow from V2 to the column and
the vent also served to cut the injection band and prevent its tail from entering the
column. Thus, fast injection bands were delivered to the column. The width o f the
injection band was limited by the resolution o f the valve timing events, the valve
actuation times themselves, and the pressure drop between the trap and the head o f the
column.

5.2.3 Materials and Methods
The injector was tested for the analysis o f gas, liquid and head-space samples.
The gas phase test sample contained 100 ppm-mol o f n-C4, n-Cs, n-Ci, n-C%, and /1-C 9 ,
and 150 ppm-mol of n-Ce, with air as balance (Liquid Carbonic; Chicago, IL). For
sensitivity and calibration studies, known volumes o f this mixture were transferred to
Tedlar bags (SKC; Houston, TX) and diluted with appropriate volumes o f 99.99%
nitrogen.
The liquid n-paraffin test mixture was prepared gravimetrically in house, from
99.9% pure standards. It contained approximately 3000 ppm w/v in n-hexane, o f each o f
the following compounds: n-Cg, n-Cg, n-Cio, n-Cn, n-C 13, «-C|4, n-C\s, n-C 16, n-Cn,
n-C ig, p-di-Cl-benzene, and 2-ethyl-naphtalene. Aliquots o f this mixture were diluted by
a factor o f 10, 100, and 1000 to render 300, 30, and 3 ppm w/v solutions.

5.3 Results and Discussion
5.3.1 General Overview
The injector described in this chapter was very versatile, allowing the injection of
gaseous, liquid and head-space samples into a 100 mm i.d. column, without any
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configuration changes. As described in section 5.2.2, in this injector, a vacuum pump
pulled the sample through a microtrap for preconcentration. For the injection o f gaseous
samples, the container (Tedlar bag or syringe) attached directly to the inlet valve. The
vacuum pump pulled the sample from its container to the microtrap, where the solutes
were retained, while the matrix exited the system through the pump vent. The duration of
the sampling time, controlled by the electronic board, determined the sample volume
preconcentrated in the microtrap.
Because the injector was hot, it was also compatible with liquid samples. In this
case, the liquid sample was slowly deposited with a syringe inside the tubing that
connected internally to the inlet valve. As the sample exited the needle, it encountered
elevated temperatures, and vaporized rapidly. The pump pulled the vapor through the
microtrap, where the solutes adsorbed and accumulated over the entire sampling period.
Most o f the solvent passed through the trap leaving the system through the pump vent.
This was an additional advantage of the present injection system because it e lim inated
excessively large solvent peaks that could mask the more volatile analytes.
Figures 5.3 and 5.4 present typical chromatograms o f a gaseous sample and a
liquid sample. In both cases, narrow symmetrical peaks for all analytes are observed.
Figure 5.4 corresponds to a sample that contained approximately 30 ppm w/v o f each
analyte. The chromatogram clearly shows the reduction o f the solvent peak as a result of
the trap preconcentration.
The sampling and preconcentration features o f this injector were completely
compatible with static and dynamic headspace analyses. For this, the sample was placed
into a large vial with a septum cap. A transfer line attached to a hypodermic needle that
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Figure 5.3 Typical chromatogram o f a gaseous sample obtained with the
prototype portable GC. Injection conditions: 10 s sampling time, 35 s trap
preheating time, 30 ms injection time. Column temperature program: 50°C
(5 s) then 5°C/s to 150°C. The concentration o f n-C*, n~Cs, and n-C 7 to
n-Cg was 20 pmm v/v; the concentration o f n-C& was 30 ppm v/v.
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Figure 5.4 Typical chromatogram o f a wide boiling point range liquid
sample obtained with the prototype portable GC. Injection conditions: 1 pL
sample size, 20 s sampling time, 40 s trap preheating time, 100 ms injection
time. Column temperature program: 50°C (5 s) then 2°C/s to 200°C. The
concentration o f each analyte was 30 ppm w/v in hexane.
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Figure 5.5 Typical chromatogram o f a headspace sample (BTX in water).
Injection conditions: 20 s sampling time, 30 s trap preheating time, 50 ms
injection time. Column temperature program: 50°C (5 s) then 5°C/s to 100°C.
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pierced through the septum connected the sample vial directly to the inlet valve. In this
way, the vacuum pump directly pulled the headspace o f the sample through the
preconcentration microtrap. For static headspace analysis, the sample vial was
maintained in a thermostatic bath and allowed to equilibrate at a suitable temperature

prior to the beginning o f the headspace sampling. Figure S.5 presents a chromatogram of
BTX in water, analyzed by static headspace mode, using the prototype portable GC. The
figure shows good peak shape, and fast separation o f the compounds.
In this preliminary evaluation, dynamic head space or purge and trap modes were
not tested. However, with the addition o f a controlled purge gas flow to the sample vial,
these modes could be easily implemented with the present injection system.
Table 5.1 presents the retention time reproducibility obtained with the prototype
GC, for gaseous as well as for liquid samples. The standard deviations as well as the
relative standard deviations are below the values found for the collinear at-column heater
with a conventional split injector (see chapter 4, p. 123), demonstrating the accuracy of
the time events that comprise the pressure driven injection system.
The previous paragraphs demonstrated the performance and versatility o f the new
injector for a wide variety of samples. The following sections will discuss the volatility
range compatible with the injector, the effect o f various operational parameters,
preliminary quantitative evaluation, and limitations of the current design.
5.3.2 Volatility Range
One of the main limitations o f currently available portable GCs is the reduced
sample volatility range covered by these analyzers. The injector described herein,
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Table 5.1 Retention time reproducibility obtained with the prototype portable GC.

a) Gaseous samples
SD (s)

RSD
(•/.)

H-Cg

0.03

1.7

n-Cf

0.03

1.4

H-C7

0.03

1 .1

n-Cg

0.04

0 .8

-C 9

0.04

0.4

Compound

11

b) Liquid samples (30 ppm w/w each)
Compound

SD (s) RSD
(*/.)

n-Cg

0.08

1 .2

p-di-Cl-benz.

0.18

1 .8

n -C 9

0.24

2 .0

rt-Cjo

0 .2 1

1 .0

n-C 11

0 .1 0

0.3

n -C j3

0 .0 2

0 .1

Et-naphtalene

0.04

0 .1

n -C j4

0.03

0 .1

n-Cjs

0.03

0 .1

«-Cl6

0.04

0 .1

n -C i7

0.05

0 .1

n -C n

0.07

0 .1
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Figure 5.6 Typical chromatogram of a PAH liquid sample obtained with the
prototype portable GC. Injection conditions: 1 pL sample size, 20 s
sampling time, 40 s trap preheating time, 30 s injection time. Column
temperature program: 50°C (5 s) then 2°C/s to 250°C. The concentration of
each analyte was 10 ppm w/v in dichloromethane.
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connected to the at-coiumn heater assembly, was capable o f injecting and separating
volatile and semi-volatile organic compounds in very short total analysis times.
Prior to its transfer to the column, the sample flowed along an almost entirely
heated path. The maximum operation temperature o f the heated zone determined the
upper sample volatility limit compatible with this injector. This value was 280°C,
limited by the maximum operation temperature o f the heating pad.
As seen in the chromatogram o f figure 5.4, paraffins up to n-C2o were
successfully transferred to the column. The sample contained equal weights o f each
component (30 ppm). The chromatogram shows only a small discrimination o f the less
volatile compounds, demonstrating satisfactory performance o f the injector for semivolatile organic compounds. Likewise, figure 5.6 shows a chromatogram o f a standard
polycyclic aromatic compound test mixture containing equivalent weights o f each
compound. It demonstrates that even a tetracyclic aromatic compound (pyrene) was
transferred satisfactorily into the column, without significant discrimination relative to
the tricyclic and bicyclic compounds.
The microtrap efficiency limited the minimum analyte volatility suitable for
injection. Compounds that were too volatile to be retained in the microtrap would break
through the trap during the sample period. Consequently, their concentration in the
injection band was not representative for the original sample concentration, and their
peak areas smaller than the areas o f the less volatile compounds.
Figure 5.3 reproduces a typical chromatogram obtained for the standard gaseous
test mixture. The molar concentration o f each o f the solutes was approximately equal.
The relative peak size o f /1-C4 clearly indicates that this compound was not well retained
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in the microtrap. The particular trap used in this study retained only compounds Q and
higher. A first layer o f different packing material in the microtrap, such as active
charcoal, would reduce the minimum volatility suitable for the injector described herein.
5 3 3 Effect of the Trap Preheating Time

Figures 5.3 and 5.4 show certain degree o f analyte discrimination based on their
volatility. The magnitude o f this discrimination depended partially on the trap heating
parameters. As described in section 5.2, the microtrap remained at ambient temperature
during the sampling period. For the thermal desorption o f the analytes, the trap was then
heated ballistically to a software selected final temperature. During this trap pre-heating
period, no carrier gas flowed through the trap. Generally, the sample transfer from the
trap to the column took place during the trap heating process, before the trap reached the
final temperature. This way, the trap temperature during the clean out period was above
the trap temperature at injection, ensuring complete desorption o f heavy contaminants
during the trap purging period.
Because the trap was heated ballistically, the heating rate o f the trap was
constant, and determined only by the resistance o f the heater, the thermal mass o f the
trap plus heater, the heat dissipation, and the voltage o f the power source. Therefore, the
trap temperature at injection depended on the trap preheating time. Larger trap
preheating times resulted in higher trap temperatures at injection, and consequently,
more efficient desorption and injection o f high boiling point compounds. However, for
large trap preheating periods, low boiling point compounds remained in vapor phase
during relatively long time, and diffused within the system. This translated in reduced
sample transfer efficiency o f volatile compounds to the column. Consequently, the trap
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Figure 5.7 Peak area versus trap preheating time for various compounds in
gaseous samples (top) and liquid samples (bottom). Injection conditions:
20 s sampling time, 50 ms injection time.
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preheating time had to be optimized for the volatility range o f the analytes, as a
compromise between minimum diffusion o f volatile compounds and maximum
desorption o f high boiling point compounds.
Figure 5.7a shows the peak areas o f n-C$ to n-C9 obtained from the injection o f
the gaseous test sample, as a function o f the trap preheating time. The graph shows that
trap preheating time, and consequently, the trap temperature for maximum peak area,
increased with the carbon number o f the analyte. Similar trends are observed in figure
5.7b obtained for the injection o f liquid samples.
These graphs demonstrate the loss o f volatile analytes for long trap preheating
times. Thus, short desorption times are desirable. However, the trap must reach the
necessary temperature for the thermal desorption o f the less volatile compounds.
Therefore, to maximize desorption over the whole volatility range and minimize
diffusion, the trap heating rate should be high. The trap used in this case had a heating
rate o f approximately 3°C/s. Its heater wire resistance was approximately 12£2, and its
thermal mass relatively large. Reduction o f the heater resistance and modifications in the
trap design to reduce its thermal mass would lead to a considerably faster heating rate,
which in turn would reduce the total analysis time and the analyte discrimination due
their boiling point distribution.
5.3.4 Injection Time and Injection Band
Chapter 3 (pp. 69-72) as well as section 5.1 described the need for fast injection
bands in narrow bore capillary columns. This is particularly critical for analytes with low
capacity factors. Under temperature programmed conditions, only the low boiling point
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compounds have a low capacity factor at injection. Therefore, narrow injection bands are
most critical for the analysis o f samples containing analytes Cq and lower.
The injector described herein permitted the modification o f the injection times
through software selected changes o f the time events. The injection time was determined
by the time period during which valves 2 ,3 and 5 remained closed, and valve 4 was open
(see figure 6.1 and section 5.2.2). The actuation times o f these valves as well as the time
event resolution o f the electronic control board were 10 ms. Thus, theoretically, the
fastest injection band was 10 ms. In practice, however, the shortest injection time that
effectively transferred sample into the column was 30 ms. The peak width at half height
o f a non-retained compound (solvent) obtained with a 30 ms injection time was 60ms.
Figure 5.8 shows the partial van Deemter plot obtained for n-Cu and n-Ci6 with
the prototype portable GC. For comparison, the van Deemter plot for a similar column,
obtained with the split injector (see chapter 3, p. 72), is included in the graph. Clearly,
the quadratic increase o f H with the earner gas velocity, that results from extra-column
effects was greatly reduced with the present injection system, as compared to the split
injector. However, for carrier gas velocities close to

the plate height obtained with

the prototype microGC was more than two times larger than the minimum plate height
obtained with the split injector.
Interpretation o f this van Deemter plot requires special considerations. In chapter
2 (p. 40-43), it was demonstrated that the plate height contribution from the injection
band to the total plate height o f a GC system is described by the following equation:

Hmj = a + k ' ) 2 L K j
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Figure 5.8 Van Deemter plots obtained with the new injector (prototype
GC). Conditions: liquid injection (lpL ), 20 s sampling time, 40 s trap
preheating time, 30 ms injection time; pressure drop between trap inlet and
column inlet: 10 psi; column temperature: 150°C. The van Deemter plot o f a
similar column, obtained in a conventional GC is included for comparison.
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where cr^ corresponds to the variance o f the injection band in time units, and um]to the
carrier gas velocity at injection. In a split injector, umi is the carrier gas velocity o f the
column. Hence, the variance o f the injection band causes a quadratic increase o f the plate
height with the column carrier gas velocity in the van Deemter plot (see chapter 2, p. 40).
The injection using the new injector proceeded always at the same carrier gas
velocity, namely, the carrier gas velocity supplied by the high pressure carrier gas from
valve 4, that flushed the sample from the trap to the head o f the column. Therefore, the
peak broadening introduced by the injector was independent o f the actual column linear
carrier gas velocity during the elution of the chromatogram. This peak broadening
depended on the linear carrier gas velocity during injection, which was constant, and
should consequently be reflected in the van Deemter plot as a constant offset.
The van Deemter plot in Figure 5.8 appears to present such a constant offset. This
offset corresponds to approximately 0.15 mm. Because the carrier gas velocity during the
injection was unknown, it was not possible to determine the time constant of the injector
from this experiment. However, the plate height offset seems relatively large,
considering the short nominal injection band. The column used in the prototype GC had
been subjected to many temperature cycles, and was even heated accidentally without
carrier gas flow in several occasions. Thus, it was not clear if the coating efficiency of
the column was deteriorated and contributed to the relatively high plate height observed
in this system. For the accurate determination o f the peak broadening introduced by the
new injection system, a similar experiment, using a column o f known efficiency, should
be performed.
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Even though the absolute plate height values for the prototype GC presented in
this section may be inaccurate due to a poor column coating efficiency, the relative
trends observed should remain valid. Clearly, at high carrier gas velocities, the efficiency
losses due to extra-column effects were significantly reduced with the new injection
system. This permits the acceleration o f the analysis times by use o f high carrier gas
velocities, without the trade-off o f detrimental efficiency losses observed for the split
type injector. More accurate determination o f the contribution to peak broadening by the
new injector will be the subject o f future studies.
5.3.5 Injection Time and Sensitivity
The previous section focused on the narrow injection bands needed for volatile
compounds in fast gas chromatography. Narrow injection bands produce narrow peak
widths but they introduce extremely small sample amounts into the column,
compromising the sensitivity.
Compounds with large capacity factors at the injection temperature do not
migrate significantly along the column while it remains at low temperatures. During this
time period, the column itself behaves as a second refocusing trap, permitting the
accumulation o f the high boiling point analytes at the head o f the column, prior to the
beginning of the temperature program. Therefore, injection times for samples that do not
contain volatile analytes o f interest, could be significantly increased. This resulted in
more efficient sample transfer to the column, and consequent increase o f the sensitivity.
Figure 5.9 shows a series o f chromatograms that correspond to injection times
from 0.05 to 5 s. The chromatograms show the deterioration, and subsequent
disappearance of the peaks corresponding to low boiling point compounds as the
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Figure 5.9 E£fect o f the injection time on the sensitivity and peak shape o f the
chromatograms obtained with the prototype portable GC: a) 50 ms, b) 1 s, c) 5 s.
Injection conditions: 1 (iL sample size (liquid sample), 20 s sampling time, 40 s trap
preheating time; pressure drop between the trap and the column at injection: 12 psi.
Column temperature program: 50°C (5 s) then 2°C/s to 200°C. The concentration of
each analyte was 30 ppm w/v in hexane.
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sampling time increased. It simultaneously shows the increase o f the peak area of
compounds n-C 13 and higher with increasing injection time. These chromatograms
clearly demonstrate the advantage o f long injection times for low boiling point
compounds. The peak area o f the solute in the 5 s injection was more than 10 times
larger than the peak area o f the 50 ms injection. In this study, it was not determined up to
which injection times the peak areas would increase. However, injection times up to 40 s
showed no peak shape deterioration for compounds C 14 and higher.
Since the column behaved as an in line preconcentrator for compounds C m and
higher, the initial preconcentration step in the microtrap is not required for these
compounds. The sample could continuously flow into the column, generated, for
example, in a permeation device, and be analyzed in a multiplex chromatography mode.
Alternatively, the sample could be contained in a large sample loop and transferred
periodically to the column. None o f these injection modes would be compatible with
volatile organic compounds. The advantage o f the injection system described herein is its
flexibility that permits fast and slow injections, selected simply by small changes in the
operational parameters.
Two additional operational parameters that permit adjust the sensitivity o f the
system are the sampling time and the pressure drop between the microtrap and the
column head. Increasing the sampling time increases the analyte loading on the trap, and
consequently, the amount o f analyte injected into the column.
The pressure drop between the trap and the column head during the sample
transfer to the column dictates the flow rate to the column during injection. A higher
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flow rate results in a more efficient sample transfer to the column. This aspect o f the
present injector will be discussed in more detail in chapter 6.

5.3.6 Quantitative Analysis
This work includes only a preliminary evaluation o f the quantitative performance
of the new injector. Table 5.2 summarizes the peak area reproducibility found for
gaseous and liquid standard mixtures o f different concentrations. As seen in the table, the
quantitative precision at this stage o f development was rather poor. Absolute standard
deviations o f the gaseous samples increased with the sample concentration, while the
relative standard deviations varied between 5 and 25%. Peak area variations were largest
for the most and the least volatile compounds in the sample. This indicates that the
diffusion in the trap during the preheating period, and the desorption o f the least volatile
compounds was subjected to random variations. As discussed in section 5.3.3, in these
preliminary experiments, the sample injection proceeded during the temperature increase
cycle o f the trap, and not after the trap reached a final stable temperature. This probably
caused variations in the precise trap temperature at injection, and consequently, in the
vapor phase composition inside the trap. The use o f a trap heater with faster heating rates
should reduce this problem, because the trap could be heated to the final temperature in a
shorter time period. This would permit injections at the final trap temperature, without
significant losses o f the volatile compounds as a result o f diffusion.
The operation o f the manual inlet valve is another possible source o f error. Ia a
recent study, the manual injection valve was replaced by a check valve, rendering RSD
values for the peak areas o f approximately 8% (5.35). Careful elimination o f possible
cold zones and dead volumes, minimization of plumbing lines, and the use o f fused silica
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Table 5.2 Peak area reproducibility obtained with the prototype portable GC.

a) Gaseous samples
Cone,
(ppm v/v)

t
I

L

0.5

*

\

SD

RSD
(% )

SD

RSD
(% )

SD

12

1.9

14

5.4

24

4.5

12

2 .2

21

2 .0

6

6 .0

10

9.0

10

n-C^

1.4

22

0 .8

5

1 .8

5

5.6

12

/i-Cg

1 .0

25

1 .0

10

.9

5

4

12

/1-C9

1 .2

26

1 .2

12

1 .0

8

4.8

22

Compound

SD

n-C$

0.4

n-C«*

RSD
(% )

RSD
(% )

*The molar concentration o f n-C6 was 1.5 times larger than the molar concentration
o f the other compounds.

b) Liquid samples (30 ppm w/w each)

Compound

Is

50ms

Inj. time
SD

RSD
(% )

SD

RSD
(% )

n-Cg

3

11

p-di-Cl-benz.

5

7

n-C 9

2

3

n-Cio

11

9

n-C ii

6

6

n-C 13

8

7

11

10

Et-naphtalene

3

3

24

7

n-C u

6

5

20

15

n-C 15

8

6

40

18

n-C j6

7

6

40

17

n-Ci7

11

6

68

21

n-C | 9

19

21

167

41
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Figure 5.10 Peak area versus concentration for various compounds in
gaseous samples. Injection conditions: 20 s sampling time, 30 s trap
preheating time, 50 ms injection time. Column temperature program: 50°C
(5 s) then 5°C/s to 150°C.
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lined tubing instead o f bare stainless steel tubing may also improve the quantitative
reproducibility of this injector. In addition, leaks in the solenoid valves used in this
prototype injector, which were designed to withstand pressure from only one inlet port,
but received pressure in this injector from 2 inlet ports, may contribute to the observed
peak area variations.
In spite o f the relatively large peak area variations encountered, the peak areas
varied clearly as a function o f the analyte concentration. Figure 5.10 shows the
calibration curves obtained for gaseous samples o f different concentration. The
concentration was calculated as ppm w/v, because the FID is a mass sensitive detector.
The graph shows an almost linear increase o f the peak areas o f all the analytes with their
concentration. However, contrary to the response expected by the FID, the peak area
increase per unit concentration varied for each analyte. The trap preheating time in this
series of experiments was 30s. Figure 5.7a shows that under these conditions the
desorption of n-C7 is most efficient. Thus, the relative slopes o f the curves in figure 5.10
reflect the desorption/diffusion profiles of the analytes from the trap. Again, faster trap
heating times that would ensure volatilization o f all the analytes without significant
losses by diffusion could improve the quantitative behavior o f the injector.
The peak area reproducibility found for wide boiling point range liquid samples
was even poorer than for gaseous samples. As in the case o f gaseous samples, the least
volatile compound (n-C 19 ) showed the largest peak area variations. In the case o f these
high boiling point analytes, memory effects o f the injector, caused by cold spots,
probably added to the analyte desorption variability, rendering poor peak area
reproducibility.
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As stated before, this work contains only preliminary evaluations o f the
quantitative performance o f the injector. However, it clearly demonstrates that the
system needs some modifications in order to improve the quantitative performance.
5.4 Conclusions and Future W ork
The work described in this chapter constitutes a preliminary evaluation and proof
o f concept o f the pressure driven injector. It demonstrated that system is capable o f
delivering narrow sample plugs into a 100pm i.d capillary column. The system is
suitable for the injection o f gaseous and liquid samples, that cover a carbon number
range from n-C6 to n-C20 . It is compatible with special sampling techniques such as
headspace analysis and purge and trap methods. The injector presents great flexibility,
allowing fast injection pulses needed for fast GC o f volatile compounds, as well as time
integrated injections o f semi-volatile compounds, with simple changes in the software
selected operating parameters.
However, some aspects o f this injector need further development. First, the
quantitative performance needs improvement. The use of faster solenoid valves that
withstand pressure from all three ports, fused silica lined tubing to reduce activity, and
faster trap heaters are some o f the modifications that could lead to improved quantitative
reproducibility.
Ideally, the size o f the injector should be minimized for use in a portable GC.
This has the advantage o f smaller size and weight, but, more importantly, it requires less
power to be maintained at high temperatures. The elements that limit the size o f the
current design are mainly the connectors inside the heated zone. Ideally, the flow paths
o f the injector should be contained in a single, solid state device, like a manifold. This
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would reduce significantly the size and dead volumes o f the injector, improving its
performance. Bulk micromachining techniques for the fabrication o f microstructures
with high aspect ratio, such as LIGA (lithography, electroforming, and micromolding,
5.36) could produce such an “injector chip”. Still, leak free, heat resistant connections o f
the peripherals (trap, solenoid valves, column) to the chip would be a technical
challenge.
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C H A PT E R 6

ELECTRONIC PRESSURE CONTROL IN FAST
PORTABLE GAS CHROMATOGRAPHY
6.1 Introduction
The column temperature and the carrier gas flow rate through the column are
the most important operational variables in gas chromatography. Both affect the
retention time and width o f the chromatographic peaks; hence, maximum accuracy
o f these two parameters is mandatory for reproducible chromatographic results (see
chapter 2, p. 15-20).
The column temperature as well as the carrier gas flow can be programmed
in time to optimize peak distribution and partially offset the general elution problem
(6.1). Chapter 4 described two novel column heating designs compatible with fast
portable gas chromatography. However, in portable chromatography, pressure
programming instead of, or combined with temperature programming, has potential
advantages over temperature programming under isobaric conditions. First, pressure
programming is significantly less power demanding than temperature programming.
This translates into an increased life cycle o f the batteries. In addition, carrier gas
flow rates reset almost instantaneously, whereas column cooling is a relatively slow
process. Thus, inlet pressure programming can significantly reduce the total cycle
time. Finally, pressure programming can be used advantageously for the
optimization o f a pressure driven injection system, as the one described in the
previous chapter.
Until recently, standard pneumatic pressure controllers with manual
adjustment served for the pressure, and consequently, flow control of the carrier gas
213
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in most commercial capillary column gas chromatographs. While these systems
were very rugged and reliable, the manual setting was a source o f operational
variability, and their size and weight are impractical for portable gas
chromatography. In the early 1980s, electronic pressure controllers (EPC) were
developed (6.2-6.6), and became commercially available. Offered first as an optional
feature for the HP5880 and 5890 gas chromatographs, the EPCs became a standard
part o f the HP6890, launched commercially in 1995 (6.7). Other vendors offered
standalone electronic pressure programming units designed for their use with any
commercial gas chromatograph (6.8). The EPCs greatly improved the accuracy of
the pressure setting by digital feedback control; however, the size and weight o f
commercially available stand-alone EPCs remain incompatible with portable
instrumentation.
Besides o f the increased flow reproducibility o f the EPCs, these systems
allow accurate pressure programming (6.4,6.5). The potential o f flow programming
as an alternative to isobaric temperature programming in order to accelerate the
elution o f the compounds with larger capacity factors has long been recognized. As
early as 1959, Lipsky and coworkers reported the use o f step programming o f the
column head pressure to speed up the analysis time o f fatty acids (6.9). Since then,
several researchers investigated the effect o f different pressure and flow versus time
profiles for gas chromatography (6.3-6.6,6.9-6.14). For example, Nygren and
coworkers showed that an exponential increase in the carrier gas flow rates under
isothermal conditions resulted in similar peak distribution than a linear temperature
increase under isobaric conditions (6.14). More recently, Peters and Sacks
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demonstrated the advantages o f inlet pressure programming in high-speed gas
chromatography using a very short column combined with a cryofocusing inlet
system (6.15).
One disadvantage o f inlet pressure programming is the reduction in column
efficiency caused by the increase in the carrier gas velocities, as demonstrated in the
Golay-Giddings-Gaspar equation (Eq. 2.59). Additionally, inlet pressure
programming can only cover a fraction o f the solute volatility range covered by
temperature programming. Therefore, temperature programming is generally
preferred over inlet pressure programming. There are, however, cases in which inlet
pressure programming has advantages over temperature programming.
The reduction in elution temperatures of the solutes under pressure
programmed conditions represented a significant advantage in the early days of GC
development, when the stationary phases had low thermal stability. With the advent
of crossiinked and bonded stationary phases, their thermal stability greatly increased,
and maximum operation temperature no longer was a limiting factor in most GC
analyses. Inlet pressure programming, however, is still a useful alternative for the
analysis of thermally labile compounds. Another common application is to keep
constant column flow during temperature programmed runs, which results in
improved peak shapes o f the late eluting compounds and better stability o f flow
sensitive detectors (6.6). Negative inlet pressure programming can improve the
quality of splitless injections (6.16), and reduce the decomposition o f thermally
labile compounds during this injection mode (6.17). Ease o f implementation,
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reduced power consumption, and operational flexibility in a pressure driven injector
make pressure programming an attractive option in portable chromatography.
The recent development o f very small and lightweight silicon
micromachined proportional valves facilitates the incorporation o f electronic
pressure control and programming in portable gas chromatography. In this chapter,
the incorporation o f such a micromachined valve into a portable fast gas
chromatographic prototype system is described. Overall performance o f the pressure
control was evaluated, as well as the benefit o f linear pressure programming for the
analysis o f volatile and semi-volatile mixtures. Finally, injection parameters were
optimized in terms o f injection volume and gas consumption, via pressure
programming.
6.2 Pressure Program ming - Theoretical Aspects
The effects o f pressure and temperature programming upon retention times
in gas chromatography are well established in the literature (6.18). Section 2.3 of
chapter 2 (pp. 15-20), described the relationship between the retention time o f an
analyte ( tr ), its capacity factor ( k' ), column length (I), and the average linear gas
velocity in the column (u). The basic equation that describes the retention in a GC
column (Eq. 2.12) reads:
tr = | ( l + r )

[6.1]

As shown in chapter 2, section 2.3, k' does not depend on the carrier gas
flow rate, remaining constant during an isothermic, flow rate programmed run.
Under temperature programmed conditions, k' decreases exponentially with
increasing temperature (Eq. 2.4 and 2.8).
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Section 2.4 (pp. 20-22) described the relationships between the average
linear gas velocity ( u ) and the absolute column inlet and outlet pressure (p, and
p 0 ), the carrier gas viscosity at the column temperature (T)c ), and the column

dimensions (length, L , and internal radius, r ). The following equations briefly
review this relationships.
Equation 6.2 describes the average carrier gas velocity in a capillary column:

[6 .2]

where j is the James-Martin compressibility correction factor (6.19) defined as:

[6.4]

with P = p , l p 0.
Rearrangement o f equation 6.4 conveniently expresses u as a function o f the
pressure drop Ap along the column:

where j ’corresponds to:

According to these equations, under constant outlet pressure, the retention
time decreases with increasing inlet pressure drop. Also, the average linear carrier
gas velocity is proportional to the square o f the column diameter, and inversely
proportional to the length o f the column and the viscosity o f the carrier gas. Thus,

Reproduced with permission of the copyright owner. Further reproduction prohibited without permission.

218

short, wide bore columns operated with hydrogen are most suitable for pressure
program m ing, since small changes in pressure bring about large changes in linear

carrier gas velocity, and consequently, retention time. Figure 6.1 shows several
computer generated plots o f the average linear gas velocity versus the column
pressure drop, according to equation 6.2. It illustrates the dramatic effects o f the
nature o f the carrier gas and column dimensions. For example, an increase o f the
inlet pressure from 20 to 40 psi causes an average carrier gas velocity increase of
350cm/s (90%) in a lm x 0.1 mm column operated with hydrogen. The same
increase in inlet pressure applied to a 3m x 0.1mm column, operated also with
hydrogen produces only one third o f the increase in carrier gas velocity.
To obtain significant benefit in retention time reduction, large increases in
carrier gas velocities are necessary. According to the Golay-Giddings equation, an
increase o f the linear carrier gas velocity beyond the optimum value is always
accompanied by a reduction o f the column efficiency, as a consequence o f the
increased resistance to mass transfer in the mobile and the stationary phase, and the
carrier gas compressibility. A column/carrier gas combination with a broad
minim um in the van Deemter plot experiences the smallest losses in efficiency when

u increases with the inlet pressure programming. Narrow bore columns operated
with hydrogen fulfill this requirement. However, as discussed in the previous
paragraph, low flow restriction is necessary to obtain significant benefits from the
inlet pressure programming. Thus, combining column efficiency and pressure drop
considerations, very short, narrow bore columns, as used in fast gas
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chromatography, operated with hydrogen as carrier gas are best suited for column
inlet pressure programming.
As discussed in chapter 2 (pp. 40-43),.and demonstrated in chapter 3 (pp. 6972), extra-column effects have a detrimental effect upon the plate heights obtained
for compounds o f low capacity factor separated in short columns. The relative
impact o f these extra-column effects increases with the square o f the carrier gas
velocity, reducing the useful carrier gas velocity range for fast GC. However, it is
the carrier gas velocity at which the sample is introduced into the column that affects
the peak broadening due to the injection band. In a pressure programmed run, the
sample injection occurs at low carrier gas velocities. Therefore, pressure
programming should permit the use o f high carrier gas velocities without the
efficiency losses associated with the injection band. In the system described herein,
this potential advantage could not be exploited, because the sample was injected into
the column by an independent pulse o f high pressure gas (see chapter 5, p. 182).
6.3 Experimental
Figure 6.2 shows a schematic diagram o f the system used for these studies. The
pressure control system was an integral part o f a prototype portable gas
chromatograph (microGC) designed and built in our lab. The injection system was
described in detail in chapter S (pp. 182-188). Shortly, the carrier gas split into three
branches. One branch supplied fuel gas to the FID. The second branch was kept at
high pressure, and used only to flush desorbed analytes from the trap to the capillary
column. A normally closed silicon micromachined microvalve (Redwood
Microsystes, Menlo Park, CA) regulated the flow through the other branch, which
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Sample in

Vacuum
sump

Figure 6.2 Schematic diagram o f the pressure driven injector. “A”
corresponds to the micromachined proprional valve, “B” corresponds to
the solid state pressure transducer. The pressure drop between C and D
dictates the flow rate to the column during injection; the pressure drop
between A and D dictates the column flow during the elution o f the
chromatogram.
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provided the carrier gas for the column (proportional valve “A” in figure 6.2). The
microvalve functioned as a forward pressure regulator. For this purpose, a
micromachined gauge pressure transducer (SenSym, Milpitas, CA) was connected
downstream to the valve (labeled “B” in figure 6.2). The pressure control was
achieved through a microprocessor based feedback control loop.
The desired pressure parameters (initial, final, rate o f increase, and start and
stop time o f the pressure ramp) were introduced in a dumb terminal interfaced to the
controller board via an RS232 serial port. The parameters were downloaded to the
controller board. The pressure transducer sent an analog voltage signal proportional
to the measured pressure to the electronic board. A 12 bit A/D converter digitized
this signal and sent it to the microprocessor. The microprocessor compared the
measured pressure signal with the internally calculated dynamic setpoint, generated
an error signal (difference between actual and setpoint), and applied the control
algorithm (proportional, integral and derivative gains) to the error signal. The output
o f the control algorithm was converted into an analog voltage signal (D/A converter)
and applied to the microvalve to adjust the pressure. The pressure was updated 4
times per second, matching the time scale o f the microvalve response.
This version o f the pressure controller only included capability for linear
pressure programming. Other pressure-time profiles, like exponential pressure
increases, or constant flow for temperature programmed runs could be implemented.
However, these profiles are computationally more demanding, and would require the
use of a more powerful microprocessor if temperatures and valve timing are
controlled simultaneously.
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Traces o f the calibrated pressure transducer output versus time were
collected from the control board by a 20 bit in house built A/D converter interfaced
to a Macintosh Classic II computer running an in house developed chromatographic
software package (M2001, Institute for Environmental Studies, LSU). Data was
usually sampled at 25 Hertz.
For the chromatographic studies, the pressure driven injector described in
chapter 5 was used. The column was a lm long, 0.1mm i.d. 5% phenyl methyl
silicone column with a film thickness o f 0.4 pm (Quadrex. New Haven, CT),
assembled into a collinear at-column heater, as described in chapter 4 (pp. 88-90).
The carrier gas was hydrogen, limited to a maximum inlet pressure of 40 psi due to
safety considerations. An in house built miniaturized FID connected to an also in
house constructed electrometer with on-board A/D conversion served as detector.
GC data was collected at a 100 Hz sampling rate, with the same Macintosh
computer running the M2001 software.
A certified air sample containing 100 ppm-mol each of n-butane, n-pentane,
n-hexane, n-heptane, n-octane, and n-nonane was obtained from Liquid Carbonic
(Chicago, EL). Liquid samples were prepared gravimetrically in our lab.
6.4

Results and Discussion

6.4.1 Selection o f the Microvalve
To our knowledge, two different types of micromachined variable restrictors
(microvalves) are commercially available. They are based on two different
mechanisms for the control of the orifice opening in the valve. One of them, known
as Fluistor ™ and manufactured by Redwood Microsystems Inc. (6.20), uses the
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motion of a flexible membrane to proportionally block or expose the orifice that
leads to the flow channel. The membrane motion results from the expansion and/or
contraction of a control liquid enclosed behind the membrane. This variation o f the
liquid volume is modulated through controlled heating of the liquid, achieved by
varying the voltage applied to a resistive microheater. The typical response time of
the Fluistor ™valve is 500ms.
The Fluistor ™valve is available in normally open and normally closed
configuration. According to the manufacturer, the normally closed version exhibits
less hysteresis, and is the only one recommended for proportional flow control.
The second type o f micromachined proportional valves available, known as
TiNi ™valve, was developed by TiNi Alloy (San Leandro, CA) and is currently
manufactured by MicroFlow, Inc. (Dublin, CA). In this type o f valve, the
temperature dependent deflection o f memory shaped alloys causes the blocking or
exposure o f the orifice leading to the flow channel (6.21). A small plate that covers
the orifice located on the base plate is attached to the latter by memory shape alloy
legs. Resistive heating o f these legs lifts or drops the cover plate, modulating the
flow through the orifice.
In principle, both systems were suitable candidates for their incorporation as
pressure control valves in the microGC. The TiNi ™valves have a slight advantage
due to their faster response times. The two valves are packaged in a standard TO 8
tin can, connected to 1/8’' tubing for gas inlet and outlet. The Fluistor ™as well as
the TiNi ™valve cans proved to be mechanically very fragile. They tend to leak at
the rim of the can, and eventually pop open, even under relatively low pressure.
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Since the Fluistor ™valve is available with a more rugged manifold mount package,
this was the version chosen for the experiments described herein.

6.4.2 Pressure Control Performance
The performance of the pressure control depended on the selection of the
appropriate control parameters (proportional, integral and derivative gain). The
optimum set o f parameters varied with the inlet pressure to the system, the desired
pressure programming rate, the outlet pressure and the flow through the system. The
set of parameters utilized in these experiments was not optimized for any particular
set of conditions, but selected to satisfactory cover a broad range o f conditions.
The stability of the steady state (isobaric) control decreased with increasing
pressure drop across the microvalve. For the largest pressure drop tested (35 psi), the
outlet pressure exhibited an oscillation corresponding to +/- 0.2 psi around the set
point. The time required to reach stable conditions after resetting the pressure was
relatively slow (between 10 and 20 s), but still faster than the time required for
column cooling in temperature programmed GC. The system was not capable o f
delivering accurate step increases of pressure. The slow response of the microvalve
to a sudden increase in the pressure set point caused the controller to further increase
the applied voltage, which resulted in a significant pressure overshoot. In response,
the controller signaled the valve to close. Again, due to the slow response time, the
valves closed beyond the required value, creating major pressure oscillations in the
system.
Significantly better response and stability were obtained for linear pressure
programs. Figure 6.3 shows the pressure traces measured from the pressure
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transducer response for linear pressure programs from 5 to 38 psi at 0.4 to 2 psi/s.
All the traces had an isobaric period o f 20 s before the pressure program began. In
all cases, a small delay between the expected beginning o f the pressure ramp, and
the actual increase of the pressure was observed. This delay was between 0.5 s for
the fastest ramp (2 psi/s) and 1 s for the slowest ramp tested (0.4 psi/s). The delay
corresponded approximately to the valve response time advertised by the
manufacturer, and is acceptable for this application.
As a result from the delayed response time, all the profiles presented a slight
overshoot at the beginning o f the pressure program. This overshoot was rapidly
compensated, and, on average, the pressure traces followed the expected pressure
time profile, as exemplified in figure 6.4 for a 0.8 psi/s ramp. Towards the end o f the
pressure program the rate o f pressure increase declined smoothly to isobaric
conditions, rendering no overshoot at the final pressure value.
Even though the traces followed on average the expected pressure - time
profiles, they exhibited oscillations over the entire pressure interval. Figure 6.5
shows the difference between set point and measured pressure versus time for a 0.8
psi/s ramp. The largest oscillations around the set point were observed during the
first part of the initial isobaric period. These oscillations correspond to the initial
stabilization period after resetting the low pressure. Towards the end of the ramp, a
continuously increasing positive deviation was observed. It corresponded to the
smooth transition towards isobaric conditions delivered by the controller, as
compared to the ideal, but practically not attainable theoretical ramp, in which the
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pressure increase suddenly drops to zero. The final pressure was reached
asymptotically, over a relatively large time period.
The sample standard deviation o f four consecutive pressure - time profiles
was less than 0.5 psi over the entire range (figure 6.6). The largest variations were
observed at the beginning o f the ramp, as a result o f the initial overshoot. Overall,
the standard deviation decreased with increasing pressure due to the better stability
of the controller at lower pressure drops across the microvalve.
In general, the pressure oscillations were still acceptable for the pressure
control of a GC system; however, according to the literature, the microvalve based
pressure controller presents lower stability and slower response times than the
commercially available EPCs for conventional GCs, based on a miniature
electromechanical solenoid valve (6.2). Preliminary test in our laboratory confirmed
this fact.
6.4.3

Pressure-programmed GC

Figure 6.7 presents a comparison of the chromatograms obtained for a standard gas
sample containing 100 ppm-mol each of the normal parffins butane to nonane.
Chromatogram a corresponds to isobaric and isothermic conditions, chromatogram
b was obtained under isothermic conditions, but with a 1.2 psi/s pressure ramp.
Chromatograms c and d were obtained with temperature programming, either at
constant pressure ( c ) or with simultaneous pressure programming (d). Only
n-octane and n-nonane showed significant changes in their retention times under the
various conditions tested. Table 6.1 summarizes the retention times, peak widths,
and resolution between adjacent pairs obtained under the different conditions.
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Figure 6.7 Chromatograms of n-paraffins C4 to C9 in air obtained at 40°C and
8 psi constant pressure (a), 40°C and a linear pressure ramp of 1.2 psi/s, starting
at 8psi (b), constant pressure o f 8 psi and a linear temperature ramp o f 5°C/s,
starting at 40°C (c), and a linear pressure ramp o f 1.2 psi/s with a simultaneaous
temperature ramp of 5°C/s (d).
The peaks correspond to lOOppm-mol n -C4 (1), 100 ppm n -C5 (2), 150 ppmmol n -C6 (3), 100 ppm-mol n -C7 (4), 100 ppm-mol n -C8 (5), and 100 ppm-mol
n -C9 (6).
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As expected, the largest retention time for n-nonane was obtained under
isothermic and isobaric conditions, while the fastest chromatogram corresponded to
the simultaneous temperature and pressure ramp. However, the temperature
programmed runs showed a significantly larger peak width reduction compared to
the isobaric and isothermic run. In terms of resolution, the isobaric runs exhibited a
slightly higher separation efficiency for the pair n-C&fn-Cg. This demonstrated the
loss of efficiency o f the system when the column was operated well above its
optimum carrier gas velocity. However, for this sample, the loss in resolution due to
the pressure programming was minor, while the reduction in retention time was still
important. In conclusion, for a sample o f relative narrow boiling point range,
pressure programming is an alternative to temperature programming to reduce the
retention time, and improve peak width of the last eluting compounds.
The values o f retention time standard deviation (obtained from three runs)
reported in Table 6.1 demonstrate that the linear pressure programming was fairly
stable and reproducible, and did not introduce significant flow variations between
runs.
Figure 6.8 evidences further that, when temperature programming is not an
option, pressure programming can effectively improve the peak spacing compared to
isobaric runs, over a range o f approximately 500 retention indexes. This is
particularly useful for portable gas chromatography. Implementation of
microprocssor controlled pressure programming is relatively simple, and does not
add substantial weight, volume or power requirements to the instrument. Pressure
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Table 6.1 Effect o f pressure and temperature programming on the retention time,
peak width, resolution and reproducibility o f volatile compounds.

Conditions
Isobaric, isothermic

Isothermic, pressure
programmed

Isobaric, temperature
programmed

Pressure and temperature
programmed

RT(s)

SD (s) PW (s)

n-C8

5.24

0.03

0.21

n-C9

12.66

0.05

0.52

n-C8

4.51

0.04

0.16

n-C9

9.32

0.08

0.36

n-C8

5.19

0.06

0.16

n-C9

8.69

0.08

0.19

n-C8

4.35

0.06

0.14

n-C9

7.10

0.1

0.17

R

SD

20.2

0.5

18.1

0.4

19.8

0.4

17.4

0.9
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Figure 6.8 Comparison of isobaric chromatograms and pressure
programmed chromatograms o f semi-volatile compounds, (a) 60°C, 8 psi,
(b) 60°C, 24 psi, (c ) 60°C, 8 psi (1 s), then 1.3 psi/s to 30 psi. Injection
conditions: 1 pL liquid sample, 20 s sampling time, 40 s trap preheating
time, 100 ms injection time.
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Figure 6.9 Effect of linear temperature and pressure programming upon the separation of
semi-volatile organic compounds, (a) 60°C isothermal, 8 psi (1 s), then 1.2 psi/s to 38 psi
(b) 8 psi isobaric, 40°C (2 s), then 2°C/s to 200°C ( c ) 8 psi (I s), then 1.2 psi/s to 38 psi;
40°C (2 s), then 2°C/s to 200°C. Injection conditions: 1 pL liquid sample, 20 s sampling
time, 40 s trap preheating time, 100 ms injection time.
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programming does not comprise substantial engineering problems to ensure thermal
homogeneity at the interfaces, as is the case in temperature programming.
For the separation o f samples covering a large boiling point range, pressure
programming cannot substitute temperature programming. This is evident from
figure 6.9, which shows that a linear pressure ramp could not accelerate the elution
of compounds over a large volatility range. Since the retention time is a linear
function of 1/Ap, but an exponential function of 1/T, only exponential pressure
increases could lead to separations comparable to those obtained under linear
temperature program m ing conditions (6.14). However, there is a practical limit up to
which the pressure can be increased, especially when using hydrogen as carrier gas
in portable instrumentation. Very high pressures in the system increase the risk of
leaks, and can constitute a major hazard. The upper pressure limit used in this study
was 40 psi.
Pressure programming reduced the elution temperature o f the solutes, as seen
in figure 6.7 and 6.9. Besides of saving power, this reduced cool-down times, and
eased somewhat the long range temperature gradients at the detector end
encountered with direct at-column heating. Pressure programming appears useful to
extend the scope of a GC system few retention indices above its limit under
temperature programming conditions alone.
6.4.4 Pressure Programming for Optimization of the Injection
In the injection system used in these experiments, a short plug o f high
pressure gas swept the trap and transferred the thermally desorbed sample from the
trap into the column (see chapter 5, p. 182). The effective flow from the trap to the
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head o f the column depended on the pressure drop and the flow restriction between
those two points (points “C” and “D” in figure 6-2)- A higher flow resulted in faster
injections and more efficient sample transfer to the column. Consequently, a large
pressure drop between the trap and the head o f the column was desirable for the fast
injections necessary to separate volatile compounds. For example, for the injector
used herein, a minimum pressure drop o f 10 psi was necessary to perform an
injection o f 40 ms duration. However a pressure drop of 20 psi resulted in
significantly larger peak areas. A low column carrier gas flow rate required a
relatively low trap inlet pressure, and vice-versa. However, the narrow bore capillary
columns used in fast GC required elevated head pressures for optimum performance
and fast analysis times.
On the other hand, the trap inlet pressure also dictated the purge flow rate of
the trap after the injection (flow from point “C” to point “E” in figure 6.2), and
consequently, the volume of carrier gas consumed during this time period. Ideally,
only the minimum flow necessary to clean the trap after the injection should be used
in order to save carrier gas, an important consideration in portable GC.
Pressure programming of the column head pressure was used advantageously
to solve the conflict between large trap inlet pressure requirements for injection, and
low trap inlet pressure requirements for trap purging. Prior to the injection, or
whenever no chromatogram was obtained, the column head pressure was maintained
at a value that rendered flows below the optimum linear gas velocity or the practical
linear gas velocity for the particular sample to be analyzed. However, it maintained
enough flow through the column to keep it purged. Since it was the pressure drop
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Figure 6.10 Effect of column inlet pressure upon the amount of sample
injected into the column, a) 10 psi column, 30 psi trap, b) 10 psi
column, 22 psi trap, c) 2 psi column during the injection, than 0.8 psi/s
to 10 psi, 22 psi trap pressure.
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between trap and column head that dictated the sample transfer, a much smaller trap
inlet pressure was now sufficient for a fast injection plug. When the injection was
completed, a fast linear pressure increase brought the column head pressure to its
normal operation value. The trap inlet pressure remained constant, and needed to be
only sufficiently large to effectively clean the trap for the next run while the
chromatography proceeded.
Figure 6.10 shows a series of chromatograms ofn-Cu to n-Cn, obtained
under isobaric conditions with different trap inlet pressures, compared to a
chromatogram obtained with column head pressure programming immediately after
injection. In all the cases the column temperature was 150°C, and the nominal
injection time 40ms.
The top chromatogram (a) corresponds to an injection with 20 psi pressure
drop between the trap inlet and the column inlet (column: 10 psi, trap inlet: 30 psi).
Chromatogram (b) was obtained under identical conditions than chromatogram (a),
except for the trap inlet pressure, which was reduced by 8 psi. It shows a dramatic
reduction in peak size as a consequence o f the reduced pressure drop between the
trap inlet and the column. The chromatogram at the bottom ( c) was obtained with
the same 22 psi trap inlet pressure than (b), but during the injection the column head
pressure was 2 psi. Immediately after injection, the column head pressure was
programmed to 10 psi at a linear rate of 0.8 psi/s. The results show that the peak
sizes obtained in the first chromatogram were restored due to the increased pressure
drop between trap and column during the moment of injection. The almost 30%
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Table 6.2 Effect o f injection with low column inlet pressure followed by a fast
pressure ramp upon retention times, retention time reproducibility and resolution.

Fast column inlet pressure
programming after injection

Isobaric injection
Compound

RT(s)

SD (s)

R

(4 runs)

(n-C„/n-Cn+t)

RT(s)

SD(s)

R

(4 runs)

(n-Cn/n-Cn+i)

n-Ci4

5.55

.03

11

8.60

.07

12

n-Cis

9.13

.05

11

12.33

.09

12

n-Cf6

15.60

.05

12

18.69

.08

12

n-Ci7

27.17

.06

30.25

.1
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reduction in trap inlet pressure, translated in a 30% reduction in carrier gas
consumption for the trap purging.
The retention times of the analytes were shifted to higher values as a
consequence of the lower initial column head pressure. However the pressure
program rapidly established final operating pressure at the head of the column, and
the spacing o f the peaks, their widths, and resolution remained unchanged. The
precision o f the retention times remained satisfactory with this injection routine, and
comparable to the reproducibility obtained under isobaric conditions, as evidenced
from the data reported in table 6.2.
6.5

Conclusions
Implementation of microprocessor controlled electronic pressure control in

the portable micro GC is a relatively simple procedure. It facilitates considerably the
column head pressure control compared to a mechanical pressure controller, and
reduces significantly the weight of the instrument, without adding significant power
consumption. The micromachined valve used in this study provided satisfactory
steady state stability and linear pressure time profiles. Stability increased with
decreasing pressure drop across the microvalve. The system was not suitable for
stepwise increases o f pressure.
The reset time o f the system, from the maximum to the minimum operating
pressure was 26 s. The stabilization period o f the controller to reach steady
conditions was approximately I Os. Oscillations o f less than 0.5 psi around the set
point were observed over the entire pressure interval tested.
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Pressure programming proved useful to reduce retention time and peak
widths o f the last eluting compounds within a relatively narrow solute boiling point
range (about 1000 retention indexes). However, for wide boiling point range
samples, pressure programming could not substitute temperature programming.
Nevertheless, simultaneous pressure and temperature programming reduced the
elution temperature o f the solutes, and consequently, the power requirements of the
system.
A particular advantage o f column inlet pressure programming in the pressure
driven injection system was the added flexibility in the operation o f the injector.
Pressures could be automatically modulated in such a way to maximize sample
injection while minimizing purge gas consumption.
6.6 References for C hapter 6
6.1. Poole, C. F.; Poole, S. K. “Chromatography Today”, Elsevier, Amsterdam The Netherlands 1991, Chapter I, pp. 50-58.
6.2. Augenblick, K. B.; Casale, M. A.; Cusack, J. E., and Murphy, A. J. HewlettPackard J. 1983, 35.
6.3. Wicar, S. J Chromatogr. 1984,295,395-403.
6.4. Dodo, G. H.; Hawkes, S. J.; Thomas, L. C. J. Chromatogr. 1985,328,49-53.
6.5. Nygren, S.; Anderson, S.Anal. Chem. 1985,5 7 ,2748-2751.
6.6. Hermann, B. W.; Freed, L. M.; Thompson, M. Q.; Phillips, R. J.; Klein, K. J.;
Snyder, W. D. J. High Resol. Chromatogr. 1990,13,361-365.
6.7. Hewlett-Packard Gas Chromatograph Model 5890, Hewlett-Packard, U.S.
Analytical Division, 2850 Centerville Rd., Wilmington, DE.
6.8. Alltech Associates, Inc. 2051 Waukegan Road, Deerfield, IL 60015
6.9. Lipsky, S. R.; Landowne, R. A.; Lovelock, J. E.Anal. Chem. 1959,31, 852856.

Reproduced with permission o f the copyright owner. Further reproduction prohibited without permission.

6.10. Costa Neto, C.; Koffer, J. T.; de Alencar, J. W. J. Chromatogr. 1964,15,301313.
6.11. Zlatkis, A.; Fenimore, D. C.; Ettre, L. S.; Purcell, J. E .J. Gas Chromatogr.
1965, J, 75-81.
6.12. Ettre, L. S.;. Mazor, L. M; Takacs, J.; in “Advances in Chromatography”, vol.
8, Giddings, J. C.; Keller, R. A., Eds., Marcel Dekker, New York, 1969,
pp.271-325.
6.13. Grayson, M. A.; Levy, R. L.; Wolf, C. J.Anal. Chem. 1973,45, 373-376.
6.14. Nyrgen, S. J. Chromatogr. 1977,1 42 ,109-116.
6.15. Peters, A.; Sacks, R. J. Chromatogr. Sci. 1992,3 0 ,187-191.
6.16. Wylie, P. L.; Phillips, R. J.; Klein, K. J.; Thompson, M. Q.; Hermann, B. W .J.
High Resol Chromatogr. 1991,14,649-655.
6.17. Wylie, P. L.; Klein, K. J.; Thompson, M. Q.; Hermann, B. W .J . High Resol
Chromatogr. 1992,15, 763-768.
6.18. Hinshaw, J. V. LC GC 1995, 13, 792-798.
6.19. James, A. T.; Martin, A. J. P. Biochem. J., 1952,5 0 ,679.
6.20. Redwood Microsystems, Inc., Menlo Park, CA. Application Note “Controlling
Flow with the Fluistor ™ Microvalve.”
6.21. A. David Johnson, TiNi Alloy Company, personal communication, 1994, Palo
Alto, CA.

Reproduced with permission of the copyright owner. Further reproduction prohibited without permission.

C H A PTER 7
SUMMARY
On site analysis potentially reduces many of the problems associated with
chemical analyses. Fast response times, reduced sample degradation, and high sample
throughput are some of the advantages o f on-site analysis. Portable gas chromatography
is particularly useful for field analysis because it permits the qualitative and quantitative
analysis o f complex mixtures. However, the scope of commercially available portable
gas chromatographs is reduced. They are suitable only for the analysis o f volatile organic
compounds, and lack o f temperature programming capability. This dissertation addresses
both aspects. It presents the development o f a novel direct at-column heater design and a
pressure driven injection system that are compatible with the analysis o f semi-volatile
organic compounds.
The collinear and coaxial at-column heater designs incorporated heater and
temperature sensing elements placed along the column. Resistive heating controlled the
column temperature via a feed-back circuit and a software selected program. Linear
temperature programming ramps up to !4°C/s were obtained, with a total power
consumption of less than 100 Watt.
The accuracy and precision of the temperature control were satisfactory.
Retention time relative standard deviations were less than 0.3% for temperature ramps
from 0.5°C/s to 10°C/s. Peak shapes were symmetric, indicating good linearity. The
directly heated column behaved well in a GC-FTD system as well as a GC-MS system for
a variety of samples. Significant analysis time reductions compared to conventional
methodologies were achieved with the at-column heating system.
243
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Comparison with a conventional oven showed that peaks eluted from the directly
heated column with slightly longer retention times (<10%), and an up to 50% increase in
the peak width. This reduced the efficiency o f the column by approximately 30%. Long
range and short range temperature gradients along the column were identified as possible
causes for the observed efficiency losses. The long range temperature gradients can be
eliminated with the appropriate column and interface arrangements. The short range
temperature gradients are an inherent limitation of the current design. Alternatives to
reduce these short range temperature gradients are proposed.
Addition o f external insulation reduced the power requirements, especially at
slow temperature programming rates. However, tight insulation increased the peak
widths, probably because the insulation kept hot spots more localized. The addition of
sheath gas had no significant temperature smoothing effect.
The fused silica wall behaved as a thermal insulator for the column stationary
phase. The effect was negligible at low temperature programming rates (<l°C/s), but
increased with the temperature programming rate. Thus, temperature transfer will
ultimately limit the temperature programming rate in fast gas chromatography.
The injection system designed in this work constitutes a prototype injector for a
portable gas chromatograph. It is based on the deviation of flows by differential pressure
changes. This was achieved with solenoid valves located far away from the actual
injector. This way, no temperature sensitive element was located in the sample path prior
to the sample transfer to the column. Consequently, the area of the injector that were in
contact with the sample could be heated up to 280°C, and effectively transfer compounds
up to n-C20 into a chromatographic column.
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The injector designed in this study was compatible with gaseous and liquid
samples. Static headspace sampling permitted the analysis o f volatile organic compounds
in liquids and solids. An in-line pre-concentration trap served for analyte enrichment and
consequent reduction o f the detection limits.
The injector permitted the software selection o f the injection band width. The
fastest injection band achieved was 30 ms. With this sharp injection plug, even very
volatile compounds (n-G») showed narrow peak widths. The fast injection plug
significantly reduced the influence of extra-column effects on column efficiency at high
carrier gas velocities observed with the conventional split injector.
The capillary column refocused effectively compounds C 13 and higher at 50°C.
Very long injection times (30-60 seconds) permitted the accumulation of those analytes
at the head of the column, prior to the column temperature program, increasing the
sensitivity of the system.
Retention time reproducibility was not affected by the pressure driven injector.
However, quantitative reproducibility in this prototype injector was poor. Peak areas
presented standard deviations up to 40%. Slow trap heating rates, cold spots, active
surfaces, and small leaks in the solenoid valves are possible causes for the poor
quantitative behavior. These issues are currently addressed in the laboratory.
Electronic pressure programming using a feed-back control circuit that included a
micromachined proportional valve and a solid state pressure transducer was
implemented in the prototype portable GC. This feature facilitated the column head
pressure control, and reduced the size and weight of the instrument. Satisfactory steady
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state pressure stability and linear pressure-time profiles were obtained, with maximum
errors of 0.5 psi relative to the set-point.
Linear pressure programming from 2 to 40 psi under isothermic conditions was
of limited chromatographic utility. It could reduce retention times and peak widths over a
limited capacity factor interval. However, it added considerably flexibility to the
operation of the injector. Appropriate column head pressure modulation allowed
maximization o f sample injection and simultaneous minimization o f purge gas
consumption.
The systems designed in this study are the basic elements o f a prototype portable
gas chromatograph suitable for the analysis of volatile and semi-volatile organic
compounds. This prototype instrument included a conventional flame ionization
detector. Clearly, a further direction in the development of portable gas chromatography
should be the design of specialized miniaturized selective detectors.
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APPENDIX
CALCULATION OF BINARY DIFFUSION
COEFFICIENTS IN THE GAS PHASE
The determination o f the binary diffusion coefficients in the gas phase has been
the subject o f multiple investigations. Several methods for the estimation of binary
diffusion coefficients have been published (e. g., A.1-A.3); most o f them are based on the
hard sphere model of the original Stefan-Maxwell equation (A.4):
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[A.1]

where DAB is the binary diffusion coefficient of gas A and gas B, n is the total
concentration o f A and B, T is the absolute temperature, k is the Boltzman constant, mA
and mB are the molecular masses o f A and B, and c AB is the collision diameter or
separation between molecule centers of unlike pairs upon collision. Fuller, Schettler and
Giddings (A.3) optimized the equation, adjusting the parameters by least square fitting
with experimental data. Their final equation, applied most commonly for the estimation
of diffusion coefficients in gas chromatography, is given by:

D

[A.2]

where p is the pressure in atm., v, are the diffusion volumes of the atoms in molecule A
and B respectively, Ma is the molecular weight of A, and MBis the molecular weight of B.
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